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1.1 



Certification 



Gould Inc. certifies that this instru- 
ment was thoroughly tested and inspected 
and found to meet its published speci- 
fications when it was shipped from the fac- 
tory. 



1.2 



Warranty 



All Gould Inc. products are warranted 
against defects in materials and workman- 
ship. This warranty applies for one year 
from the date of delivery, or, in the case 
of certain major components listed in the 
operating manual, for the specified period. 
We will repair or replace products that prove 
to be defective during the warranty period. 
If a unit fails within thirty days of delivery, 
Gould Inc. will pay all shipping charges re- 
lating to the repair of the unit. Units under 
warranty, but beyond the thirty day period, 
should be sent to Gould Inc. prepaid and 
Gould Inc. will return the unit prepaid. Units 
out of the one year warranty period, the 
customer will pay all freight charges. IN 
THE EVENT OF A BREACH OF GOULD 
INC.'S WARRANTY, GOULD INC. SHALL 
HAVE THE RIGHT IN ITS DISCRETION 
EITHER TO REPLACE OR REPAIR THE 
DEFECTIVE GOODS OR TO REFUND THE 
PORTION OF THE PURCHASE PRICE 
APPLICABLE THERETO. THERE SHALL 
BE NO OTHER REMEDY FOR BREACH OF 
THE WARRANTY. IN NO EVENT SHALL 
GOULD INC. BE LIABLE FOR THE COST 
OF PROCESSING, LOST PROFITS, INJURY 
TO GOODWILL, OR ANY SPECIAL OR 
CONSEQUENTIAL DAMAGES. THE FORE- 
GOING WARRANTY IS EXCLUSIVE OF ALL 
OTHER WARRANTIES, WHETHER EX- 
PRESSED OR IMPLIED, INCLUDING ANY 
WARRANTY OF MERCHANTABILITY OR 
FITNESS FOR A PARTICULAR PURPOSE. 



1.3 



Description 



The Model K100-D Logic Analyzer was 
designed to provide the utmost in perfor- 



mance and versatility for the digital designer 
and troubleshooter; i.e., it can be considered 
to be a true benchmark tool. It serves as 
both a time domain (data recorded asyn- 
chronously), and a data domain analysis tool 
(data recorded synchronously). The unit 
accepts up to 16 logic signals through its active 
input probes, and stores these discriminated 
signals in its 1024 word memory, at sample 
rates to 100 MHz. The unit is depicted in 
Figure 1.1. 

The Model K100-D has comprehensive 
recording and display analysis capabilities that 
enable the user to perform complex timing 
and state analysis of his digital systems. The 
unit has three distinct features that make it 
a useful tool for logic troubleshooting. 

First, the signals from the user's system 
are input via specially designed hybrid active 
probes. The input impedance of each probe 
is 1 Mft , 5 pF. The probes are individual to 
allow spanning to physically separated points 
in the system, and also to provide for con- 
venient connection at the PC board level. 
Signal conditioning, or threshold detection, and 
buffering of a particular signal is provided at 
a point as close as possible to the user's 
circuitry. The probe tip, with its accessories, 
allows convenient connection to a system. The 
probes detect logic spikes or glitches down to 
5 ns regardless of clock rate used. 

Second, the instrument can clock at rates 
to 100 MHz, allowing timing measurements on 
up to 16 signals, with a 10 ns time resolution. 
A relatively long memory, 1024 words, allows 
precise timing measurements over longer in- 
tervals of time. The performance of the active 
probes complement this high-speed recording 
capability. 

Third, the instrument uses a micro- 
processor linked to a front keyboard for in- 
strument control. Comprehensive display 
prompting is used to make it easy to set up 
the unit for desired recording and display for- 
mats. This gives a greater degree of flexibility 
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Figure 1.1 The Model K100-D with its high performance active probes. 
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in recording and display functions than was 
possible with earlier instruments. 



1.4 



Specifications 



SIGNAL INPUTS 



Number. 20, including 16 data, external 
clock and qualifier, and 2 trigger qualifiers. 

Impedance. 1 M ft , 5 pF, over input range 
of +10 V. 

Threshold. Each input may be assigned one 
of four references: TTL (+1.4 V), ECL (-1.3 
V), VAR A, VAR B; A & B selectable be- 
tween -6.4 V and +6.35 V, in 50 mV incre- 
ments. Thresholds are referenced to probe 
tip. High or low true logic polarity se- 
lectable each channel. 

Maximum Voltage. +50 V continuous, +100 
V transient. 

Modes. Each data input selectable Sample 
or Latch. 

SAMPLE. Unit stores the de- 
tected logic level present at each 
active clock transition simul- 
taneously on all inputs. Minimum 
pulse always detected and stored 
is one clock period plus 4 ns. 

SKEW. Channel to channel, 1 ns 
typical. 

LATCH. Whenever an even num- 
ber of threshold transitions occur 
between two successive clock 
intervals, an input latch stores the 
state opposite that stored at the 
previous clock interval on the next 
clock. The glitch may be stored 
in one or two memory cells. 

MINIMUM 

DETECTABLE 

PULSE. 5 ns with threshold 

overdrive of 25% of total voltage 

swing, or 250 mV, whichever is 

greater. 

CLOCK 

Internal. Selectable from 10 ns (100 MHz) 



to 50 ms (20 Hz) in a 1-2-5 sequence. 

External. Selectable positive or negative edge 
active, DC-70 MHz rate. Minimum pulse width 
5 ns. 

SETUP TIME. Data must be present 
2 ns before clock active edge. 

HOLD TIME. Data must be present 
2 ns after active edge. 

QUALIFIER. Must go TRUE a 
minimum of 12 ns before the clock 
goes TRUE, and go FALSE a 
minimum of 1 ns after clock goes 
TRUE; must go FALSE a minimum 
of 10 ns before clock goes FALSE. 
See Figure 1.2. 



CLOCK 



C) 




12 ns 



1 ns 



10 ns 



Figure 1.2 K100-D Clock Qualifier. 

TRIGGER 

Three events control data recording: Arm, 
Enable and Trigger. 

Arm. Selectable Manual (front panel switch), 
Auto, Auto Stop, Auto Stop with limits. 



Enable. 



Selectable 



Auto, Manual or 



Combinational. When Combinational selected, 
unit will seek a defined word. Once detected, 
unit will seek the Trigger. 

Trigger. Selectable Manual or Combinational. 
When Combinational selected, unit will seek a 
defined word. Once detected, unit will execute 
the trigger delay selected, and stop recording. 

Qualifiers. Ql and Q2 may be applied to 



-3- 



Enable, Trigger, both to each, or one to 
each. 

Pattern Select. Enable and Trigger events 
may each be specified as an 18-bit word. 
Unit accepts binary (1, 0, X-don't care), as 
well as hexadecimal input. Can be selected 
for a GO TRUE or GO FALSE condition. 

Delay. Trigger delay selectable clock 
intervals or Trigger occurrences (or events) 
to 65, 530. Delay by clocks is always 
measured between Trigger event and end of 
memory. When delaying by events, the nth 
+ 1 event occupies memory location 501. 

Filter. Selectable from 1 to 14 clock 
samples. Enable and Trigger must remain 
TRUE for the selected number of samples 
before being recognized. 

Trigger Output. Rear panel BNC connector, 
TTL active high signal when unit detects 
trigger event. Synchronous with input data. 

MEMORY 

The K100-D contains three memories: high 
speed record memory M, storage memory A, 
and reference memory B. 

Size. M, A, and B are each 16 bits wide, 
1024 words long. 

Use. M accepts new data, and automatically 
transfers it to A for display. B may be 
loaded through A and is used as a reference. 

Auto Stop. The unit Arms itself and acquires 
new data in A, which is compared with the 
contents of B. 

Whenever conditions are met, any further 
recording is prevented. This allows 

comparison between the contents of A and 
B. Conditions may be A=B or A^B. 

Comparison may be made over entire 1024 
words, or may be limited to the data that 
lies between the positions of Cursor and 
Reference, inclusive. Also, only those 
channels displayed participate in the 
comparison. 

Search. Via Status display, the unit accepts 
a 16-bit word for which it will search in 
memory A and/or B. Ail occurrences are 



marked by an asterisk. First and last 
occurrence, and total number of occurrences, 
are tabulated in Data display. 

DISPLAY 

Status, Timing, and Data domain displays are 
via built-in raster scan CRT. User control 
over order in which channels are displayed. 

Status. Permits keyboard selection of re- 
cording and display parameters. Each para- 
meter field (reverse video entry) is randomly 
addressable. 

Timing. 16 channel format. Horizontal 
expansion X5, X10, X20. Vertical expansion 
X2, X4, via deleting channels. Cursor and 
Reference permit direct time measurements 
when using internal clock. Binary readout of 
data at Cursor or Reference position. Trigger 
event, if in memory, is marked. 

Data. Selectable binary, hexadecimal, octal, 
or Special display. Decoding depends on user 
selection of channel order. In Special display, 
channel grouping permits decoding of data in 
binary, hexadecimal, octal, or ASCII, or any 
combination. 

Video Output. BNC rear panel connector 
provides composite video output, 2.2V pp into 
75 fi. 

MISCELLANEOUS 

Size. 21.8 cm (8.6 in) high; 44.6 cm (17.5 in) 
wide (with bail); 54.5 cm (18.9 in) deep (with 
bail). 

Weight. 19.5 kg (43 lbs), including probes. 

Power. 100, 120, 220 or 240 V RMS, +10%; 
400 W. 

Temperature Range. 0-50 C, operating. 

Warranty. All Gould/Biomation products are 
warranted against defects in materials and 
workmanship for one year from date of 
delivery. 

Accessories. Each unit is supplied with a set 
of input probes (20 inputs) with probe leads 
and spring hook tips, power cord, and one 
Operating and Service Manual. Probes are 
available in 1.2 m (4 ft) or 1.8 m (6 ft) iength. 
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SECTION II 
INSTALLATION 



2.1 



Introduction 



This section contains information on 
unpacking, inspection, repacking, storage, 
and installation of the Model K100-D. 



2.2 Unpacking and Inspection 

Inspect instrument for shipping damage 
as soon as it is unpacked. Check for broken 
knobs and connectors; inspect cabinet and 
panel surfaces for dents and scratches. If 
the instrument is damaged in any way or 
fails to operate properly, notify the carrier 
immediately. For assistance of any kind, 
including help with instruments under 
warranty, contact your local Gould Inc., Bio- 
mation Division, representative or Gould 
Inc., Biomation Division, in Santa Clara, 
California, U.S.A. 



2.3 Storage and Shipment 

To protect valuable electronic equip- 
ment during storage or shipment, always use 
the best packaging methods available. Con- 
tract packaging companies in many cities 
can provide dependable custom packaging on 
short notice. 



2.4 



Power Connection 



The K100-D may be used on a wide 
range of power line voltages at frequencies 
of 50 or 60 Hz nominal. The rear panel 
contains a fuse holder and a pair of slide 
switches for selection of nominal power line 
voltages. Table 2.1 lists these voltages, 
switch positions, and fuse selection required 
for that power line voltage. The selected 
switch positions are referred to as left and 
right when viewed facing the rear panel. 



Table 2.1 Line Voltage/Fuse Selection. Range 
shown is for 50-60 Hz line frequency. 



Range 
(+10%) 

100 
120 
220 
240 



Selector Switch 
Positions 



Fuse-Amp 

(Slow Blow 3AG) 



Both in 5 

Left in, right out 5 

Left out, right in 2.5 

Left out, right out 2.5 



Figure 2.1 illustrates the power input 
grouping (voltage change, fuse, and input 
connector). 




Figure 2.1. Power input grouping. Position 
the switches (6) as noted in Table 2.1, using 
the proper fuse. 

In addition to selecting the proper line 
voltage, you must also place a jumper on the 
MPU printed circuit board, as shown in Figure 
2.2, if you operate the unit on 50 Hz line 
frequency. This changes the refresh rate of 
the raster scan display to 50 Hz. Operation 
at 50 Hz may require minor adjustment of R2, 
the horizontal oscillator frequency control. 
See Section V Calibration. 



2.5 



Preparation for Use 



The Model K100-D is entirely self 
contained with a built-in display and integral 
probe assemblies. All that is required is to 
connect the instrument to the line power and 
plug the probe assemblies into the front panel. 
The unit automatically senses whether it has 
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Figure 2.2. To operate the unit on 50 Hz 
power line frequency, remove the MPU board 
and install a jumper as shown. 

the 16-channel probe assembly or the op- 
tional Model K100-D/32 Input Adapter. The 
status display mode thus displayed is a re- 
flection of the respective input con- 
figuration. 

When the K100-D is first turned on, 
it self-programs, allowing you to connect 
your probes and collect data from your 
system. Once the data has been collected, 
you may easily modify the data collection 
or display to suit your requirements. This 
operation enhances the self-teaching ability 
of the instrument, so you can quickly learn 
how to operate it. For details, refer to 
Section HI Operation. 



2.6 Initial Warm-i 



up_ 



Although the Model K100-D is a solid- 
state instrument, a brief warm-up period of 
approximately 10 minutes is required for the 
internal circuitry to reach thermal stability. 
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Figure 3.1 Front and rear panels of the K100-D. 
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SECTION in 
OPERATION 



3.1 



Introduction 



This section explains the use and func- 
tion of the front panel controls and inputs, 
as well as the rear panel outputs. It also 
offers you a step-by-step procedure for 
operating the unit. 



3.2 



Front Panel Controls and 



Inputs 



Refer to Figure 3.1 while reviewing 
this section. 

The Model K100-D uses a keyboard 
entry system and interactive display for con- 
trol of recording and display parameters. 
The arrangement of this control subsystem 
was designed to help you learn quickly and 
easily the effect of various keys, and the 
proper use of the features available in the 
instrument. It does this through the use of 
the Status display mode, shown in Figure 
3.1. 

When you first power up the K100-D, 
it goes through a detailed self-diagnostic 
test, wherein it checks its keyboard and 
memories. A detailed explanation of the 
test and its error indications are found in 
Section VI Maintenance. If the instrument 
indicates any errors in the power up self 
test, the source of the error may be 
diagnosed down to the IC package level using 
the diagnostic routine. The unit also loads 
part of its own program into display 
memory. This allows you to practice 
specifying display parameters without having 
to record data. 

Once self test is complete, the in- 
strument sets itself into a default condition, 
as shown in the Status display in Figure 3.1. 

Two default parameters can be user 
specified. There is a DIP switch on the 
Record Control board; you may cause the 
power up threshold condition to be either 



TTL or ECL. In addition, you may select 
Internal Clock or External Clock Rising Edge 
Active. See Figure 3.2. 




Figure 3.2. On the Record Control PCB 
(center board in unit), you can preprogram 
default conditions for threshold (1) and record 
clock (2). You can also lock out trigger holdof f 
(3) by turning switch 8 on. See also item (18) 
regarding status byte CK? 

PARAMETER FIELDS 

Each reverse video (bright box) entry in 
the Status mode denotes a "parameter field." 
Any one of these parameter fields may be 
randomly addressed and modified. Use the 
column of black keys on the left edge of the 
display to access any one of these parameter 
fields. In addition to the column of black 
keys, the blue keys labeled SEQ (Sequence) 
and SEARCH are used in the same fashion to 
access those respective parameter fields. 
There are also four momentary toggle switches 
on the lower front panel that access various 
parameter fields. 

The operation of all keys and switches 
is covered below. 

(1) STATUS W, A, B 

STATUS W is the Status display mode 
shown on the CRT when any parameter field 
has been addressed or changed. This denotes 
that you are intending to make a subsequent 
measurement with different parameters from 
those used for the last measurement. Once 
a parameter field has been changed, and a 
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new measurement (or recording) is made, 
STATUS W becomes STATUS A. 

STATUS A indicates the parameter 
fields that were used to record and display 
information that is stored in Memory A. 
STATUS A display cannot be changed before 
a measurement has been made. 

STATUS B refers to the data stored 
in Memory B. It is a mnemonic for the 
data stored, and cannot be changed except 
by changing the data stored in Memory B. 
This is done by loading new data into A and 
transferring to B. 

STATUS A or B displays may be called 
up on the CRT while in the Status mode by 
pressing the blue keys A or B. STATUS W 
may be called up by opening any one of the 
parameter fields (any black button in the 
left column) and pressing the blue key ENTR. 

(2) CLOCK 

Open this parameter field by pressing 
the CLOCK key. The label on this key is 
colored red. All white keys with red labels 
beneath the key pertain to this parameter 
field. You may enter any internal clock 
interval from 10 ns to 50 ms, in a 1, 2, 5 
sequence. Any other entry will cause the 
ERROR LED to come on when the ENTR 
key is pressed. 

When you key in EXT_Tor EXT"V_the 
unit will then allow you to select the sense 
of the clock qualifier input in this same 
parameter field. You may select a binary 
1, or X (don't care). Use the three black 
keys so labeled for entry of the clock 
qualifier. 

If you have selected an external clock, 
and wish to return to the internal clock 
period previously selected, merely open the 
CLOCK field and press the INT key. The 
unit will revert to the previously 
programmed internal clock period. 

CLOCK QUALIFIER EXPANSION 

You may desire to qualify the external 
clock with more than one bit. The Model 
10-TC Probe Pod allows you to expand the 



qualifier input by as many as 10 bits. Power 
for the Pod is obtained from the rear panel 
of the K100-D. For specifc information on 
this accessory, contact the factory or your 
local Gould/Biomation representative. 

(3) DELAY, (4) DELAY CLOCKS/EVENTS 

The K100-D always operates in the 
Pretrigger Record mode. When you select a 
trigger delay by clocks, the number of clock 
periods selected lies between the trigger 
occurrence and the end of the memory. The 
default condition is 500 clock periods. Thus, 
when the instrument detects the trigger event, 
it will wait 500 more clock periods and then 
stop recording. Thus, in memory you will have 
500 memory cells loaded with prior trigger 
information, and 500 cells loaded with post- 
trigger information. 

The K100-D has a memory that is 1024 
words long. For convenience in setting the 
unit up, there is a built-in trigger delay of 23 
clock periods. Thus, with the trigger delay 
set to 0, the trigger event will occupy memory 
location 1000, rather than 1023. See also 
Figure 3.3. 

The DELAY parameter field is addressed 
by pressing the black left column key marked 
DELAY. 

You may select trigger delay in terms 
of trigger events or occurrences. Selection 
of delay by clocks or event is via switch 4, 
DELAY CLOCKS/EVENTS. Enter the desired 
decimal number, and then select delay by 
clocks or events. 

When you select delay by events, the 
unit will count trigger occurrences and place 
the nth + 1 trigger occurrence at the center 
of the memory at location 501. For instance, 
if you select a delay of 10 events, the unit 
will place the 11th trigger event at memory 
location 501. 

Trigger delay by events is a helpful mode 
when you are troubleshooting software in a 
system. It enables you to capture data on the 
nth occurrence of a software loop. 

The delay field operates only on the 
Trigger event, and not on the Enable event. 
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4% 
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(MEMORY LOCATION 1000) 
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Figure 3.3. Three events, in sequence, are required to complete a recording. The 
Trigger actually controls the memory contents. The Enable is a qualifying event to 
allow the instrument to seek the trigger. The Arm event not only begins the recording, 
but also acts as a precursor of the Enable event. The combination of Enable and 
Trigger event allow "nested" triggering. For setup convenience, the unit has a trigger 
offset, or built-in delay, of 23 words. In this example, the trigger delay is 900 words. 



(5) SEQUENCE/POLARITY 

This parameter field operates on the 
display of recorded information and does not 
affect the recording. 

The SEQUENCE portion of the para- 
meter field allows you to rearrange all 16 
channels in any desired order. The one 
restriction in this parameter field is that no 
channel may be entered more than once. If 
you do attempt to enter a channel more 
than once, and press the ENTR key, the 
ERROR LED will come on, and the underline 
cursor will move to the second entry of that 
channel. This allows you to recover easily 
from an entry error. You can delete the 
second entry of that particular channel by 
pressing the' SPACE key and then ENTR. If 
there are several multiple entries, the under- 
line cursor will point them out so that you 
may remove them. 

The Sequence field permits you to 
format the data in a manner that makes the 
most sense to your analysis approach. In 
addition to single keystroke selection of hex, 
octal, or binary displays when in the Data 



domain, you can combine data decoding. 

The SPCL key causes the unit to observe 
the channel grouping you have selected as 
shown in Figure 3.4. Here, the channels have 
been grouped, with spaces between groupings, 
to tell the unit how to decode the data. 
Channels F and E are binary, DCB are octal, 
A987 are hex, and 6543210 are ASCII. 

The full ASCII character set is decoded, 
including upper and lower case (denoted by 
brackets) letters, numbers, and all control 
characters. Those entries in the ASCII string 
that are not decoded (displayed as seven binary 
bits) are the characters that are not universally 
defined. 

In the Special Data domain, you can 
arrange the channels in any desired order, and 
in any combination of groups. 

You may also use the SEQUENCE field 
to display less than the total number of 
channels. Placement of the period, or decimal 
point, anywhere in the SEQUENCE row will 
delete from display all channels to the right 
of the period. The double entry rule also 
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Figure 3.4. Special display mode, where you 
can format the data decoding in any channel 
order and any channel grouping to get binary, 
octal, hex, and/or ASCII. 

applies to the period or decimal point. 

TRUNCATED DISPLAY 

The position of the decimal point con- 
trols what is actually displayed on the CRT. 
Thus, if you enter 

FEDC BA98. 7654 3210 

the K100-D will display only channels F 
through 8, but trigger from all 16 inputs. 

If you enter 

FEDC BA98. 

where channels 7 through are deleted using 
the SPACE key, the K100-D will display, 
and trigger from, only channels F through 
8. 

As an example, press the blue key SEQ 
and, using the Cursor or Reference position 
keys, place the underline one position to the 
right of Channel C. Key in a period and 
press ENTR. The ERROR LED* will come 
on. Note that the underline cursor now 
positions itself to the second entry of the 
period. Press SPACE and then ENTR. The 



Status display will be refreshed and show only 
four channels. 

Press the blue key labeled TIMING. Also 
press the white key labeled X20. Your display 
should now look like Figure 3.5. 




Figure 3.5. Just four channels are displayed, 
giving an automatic vertical expansion of 4. 
Times 20 horizontal expansion is also selected. 

Notice that only four channels are now 
displayed, F through C. Also notice that a 
vertical expansion by a factor of 4 has 
occurred. This vertical expansion is automatic 
when four or less channels are displayed. A 
vertical expansion of X2 occurs whenever 5 
to 8 channels are displayed. Also, since you 
selected a horizontal expansion factor of 20, 
the data displayed is now only 50 memory cells 
and gives a very easily examined timing 
format. 

Press XI and then STATUS. Next press 
SEQ and place the cursor at the position of 
the period. Press SPACE and ENTR. 

Press TIMING. Your display should now 
look like Figure 3.6. 

Here we are displaying all 16 channels 
of information and 50 words of memory. 

Press STATUS. The POLARITY portion 
of the parameter field allows you to select 
for display, on a per channel basis, either 
positive or negative convention polarity. This 
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Figure 3.6. Same as Figure 3.5, except that 
all 16 channels are displayed. 

allows you to rearrange the data domain 
format to allow for any inverted signals in 
your system. You can enter plus or minus 
signs by using the black keys labeled +/-. 

(6) ENABLE, (7) TRIGGER AUTO/ 

MANUAL ENABLE 

The Enable parameter field allows you 
to define a 16-bit word, plus two qualifier 
bits. Once the unit is Armed, it must find 
the Enable word before it can look for the 
Trigger word. 

The default condition for the Enable 
word is automatic, as denoted by the A in 
parentheses. This means that the K100-D 
bypasses the Enable event and immediately 
looks for the Trigger. 

There are two other conditions for the 
Enable event. They are manual (M) and 
combinational (C). These other two con- 
ditions are also shown within the paren- 
theses. To define a manual Enable, press 
down switch 7, and the M will appear in 
the parentheses. Note that the unit will 
not seek a defined Enable word, but will 
always expect to see a manual Enable, ini- 
tiated by switch 7. 

The act of defining an Enable word 
changes the letter in parentheses to a C, 
denoting combinational Enable. This is done 



bv nneninn the enable Darameter field with 
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the enable KEY. You can then key in, using 

either the three binary keys (black keys labeled 

1, 0, X), or key in a hexadecimal word. When 

you key in a hex word, the unit decodes each 

hex character (16 white keys) and places four 

binary bits in the parameter field for each 

hex character entered. 

If you define a combinational Enable for 
a subsequent measurement, the Enable word 
selected may not be found by the instrument 
once you Arm it. In that case, you may press 
down on switch 7 to manually Enable the unit, 
and complete the measurement. For the next 
measurement, the unit will be in the manual 
Enable mode, and you will have to press switch 
7 again. To select a combinational Enable 
without disturbing the Enable word previously 
entered, you must reopen the Enable parameter 
field and enter that Enable word already there. 
In other words, press ENABLE, then ENTR. 

To the left of the Enable word parameter 
field is a reverse video T. This denotes true 
or false Enable. When you have selected true 
Enable, the instrument will seek the Enable 
word. When it finds a condition where the 
input signals match the pattern defined, it will 
have detected the Enable event. 

It can also select combinational false 
Enable. In this mode, the unit will seek the 
defined Enable event. It will continue to 
monitor this event until any one of the bits 
changes states. At that point, it will recognize 
the Enable event. 

To select Enable true or false, open the 
Enable parameter field by pressing the key 
ENABLE. The underline cursor will locate 
itself to the entry for the left most channel; 
in this case, Channel F. Then use the Cursor 
or Reference left arrow key to move the 
underline cursor beneath the T in the field. 
Then use white key FALSE to change the T 
to F. To select T, again position underline 
cursor as before, and press FALSE again. 

The qualifiers Ql and Q2 at the right 
end of the Enable and Trigger parameter fields 
can be independently set for both Enable and 
Trigger Events. When you have entered the 
LSB for the enable word, in this case Channel 
0, the underline cursor will step to the Ql 
position. You can then select the states for 
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Ql and Q2 by using the three binary keys. 

QUALIFIER EXPANSION 

You may wish to Enable or Trigger 
from a word wider than 18 bits. You can 
expand Ql and Q2, each by a factor of 10, 
by using the Model 10-TC Probe Pod. Power 
for the Pod is obtained from the rear panel 
of the K100-D. For specific information on 
this accessory, contact the factory of your 
local Gould/Biomation representative. 

TRUNCATED DISPLAY 

As discussed under item 5, SE- 
QUENCE/POLARITY, the position of the de- 
cimal point controls what is actually dis- 
played on the CRT. Thus, if you enter 

FEDC BA98. 7654 3210 

the K100-D will display only channels F 
through 8, but trigger from all 16 inputs. 

If you enter 

FEDC BA98. 

where channels 7 through are deleted using 
the SPACE key, the K100-D will display, 
and trigger from, only channels F through 
8. 

(8) TRIGGER, (9) TRIGGER FILTERED/ 
MANUAL TRIGGER 

All the comments that apply to the 
Enable parameter field also apply to the 
Trigger field, with the exception that there 
is no automatic Trigger mode available, just 
combinational and manual. As before, the 
letter in parentheses denotes which mode 
has been selected or used for a given 
measurement. 

DATA THRUPUT RATES 

The data thruput rate, or maximum 

r^ot'o r\f onnonfinn f-n! ri«-ioi» ov/ont-e onri fronninn 

data, depends on the display mode used. 
Using Auto arm, the following nominal rates 
apply, assuming a clock interval of 20 ns: 



Timing diagram 
Data list 
Status 



1 cycle per 2 s. 
1.5 cycle per s. 
12 cycles per s. 



(10) THRESHOLD, (11) VAR A, (12) VAR 
B 

This parameter field allows you to in- 
dependently select a threshold reference level 
for each channel. You can assign one of four 
different threshold voltages to any one 
channel. The black THRESHOLD key opens 
this field. Notice on the keyboard that the 
row of four white keys to the right of the 
THRESHOLD key are those keys used to assign 
the thresholds. You can select from a preset 
TTL (+1.4 V), preset ECL (-1.3 V), and two 
variable thresholds, A and B, that you can 
specify through the keyboard. 

All 16 input channels, plus the qualifier 
inputs and the external clock and its qualifier 
may be independently assigned from this list 
of four different threshold levels. 

To specify the variables A and B, you 
open these parameter fields by pressing the 
blue SPECIFY key, and then the white VAR 
A or VAR B key. You can enter a threshold 
voltage from the keyboard using keys through 
9, subject to two restrictions. 

1. Voltage entered must lie between 
-6.4 V and +6.35 V. 

2. Voltage can only be specified in 0.05 
V increments. 

Any entry condition that violates the 
above rules will cause the ERROR LED to 
come on. 

(13) INPUT MODE 

You can select Sample or Latch input 
modes independently for each channel. This 
parameter field is addressed via the black key 
INPUT. Notice, as with the Threshold para- 
meter field, the four keys associated with the 

Tnni if mnrlo ot»o in fho oomo t»*-«a/ \*/il-K fl-»o Tnmif 
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key. 

There are two ways of programming the 
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inputs. First, you may go through the para- 
meter field and assign Sample .and Latch 
input modes on a per channel basis by 
pressing SAMPLE or LATCH keys. 

If you wish to assign Sample and Latch 
input modes on a group basis, you may do 
so by pressing the 0-7 key and SAMPLE or 
LATCH keys. This will program channels 
0-7 to whatever Input mode you select. The 
same holds true for channels 8 through F. 
The K100-D will seek out these channels, 
no matter where they appear in sequence, 
and assign them Sample or Latch input 
modes. 

The ability to assign Sample or Latch 
Input mode on a per channel basis gives you 
an extra measure of flexibility. For in- 
stance, you may wish to ignore any asyn- 
chronous glitches (those noise spikes that 
are not synchronous with a Sample Clock 
Edge), except on one or two channels. This 
per channel assignment gives that flexibility. 

Refer to Figure 3.7. In the Sample 
mode, the unit will ignore threshold tran- 
sitions between active clock edges. This 
mode finds greatest use when recording in 
synchronous logic systems. Synchronous lo- 
gic makes decisions at active system clock 
edges and is immune to logic changes that 
occur between these clock edges. 
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Figure 3.7. Sample and Latch Input modes, 
and an illustration of how each mode affects 
the data recorded in memory. 

Asynchronous logic is not clocked, and 
responds to virtually any threshold transition 
within its speed range even if it is noise. 
Knowing that narrow noise spikes exist in 
an asynchronous logic system is of great 
value. 



The Latch mode detects and flags in the 
analyzer's memory any threshold transitions 
that occur between the clock edges. The 
K100-D can detect glitches or noise spikes as 
narrow as 5 ns, with a voltage overdrive of 
25% of total voltage swing or 250 mV, 
whichever is greater, even though the shortest 
clock period is 10 ns. 

The sensitivity of the Latch mode is 
depicted in Figure 3.8. Note that the speci- 
fication is not stated in terms of absolute 
voltage levels, but rather a percentage of 
voltage swing. This is important in those logic 
systems, namely ECL, where, as the clocking 
rate of the logic increases, the total voltage 
swing on either side of the threshold decreases. 
Thus, the glitch capture capability is in reality 
only related to percentage of voltage overdrive 
rather than a finite voltage swing. 




Figure 3.8. A graphical illustration of the 
Latch mode specification, which is related to 
percent voltage overdrive rather than a finite 
overdrive. VOD is 25% of VS. The same is 
true for negative-going glitches. 

Noise spikes between clock edges are 
flagged in memory as pulses represented as 
being one clock interval wide, opposite in state 
to the previously clocked state. Figure 3.6 
illustrates the treatment of an input signal, 
with both the Sample and Latch modes, and 
what effect these input modes have on the 
actual recorded information. 

The Latch mode indicates the presence 
of noise spikes, or glitches, and their time 
occurrence relative to the other recorded in- 
formation. The period of the noise spike is 
not indicated by the Latch mode flag; the 
measurement of the glitch is limited to the 
time value of one memory cell. 
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Even though you cannot measure the 
actual width of the glitch, its presence is 
recorded, and this gives you very definite 
information for diagnosing a problem in your 
system. 

(14) SEARCH 

This parameter field operates on the 
Data domain display. When in Status display 
mode, open this parameter field by using 
the blue SEARCH key. This allows you to 
specify, in binary or hexadecimal, a word 
that you wish to find in the Data domain 
display. The word need not be known to 
exist in the memory. The analyzer will find 
that word for you if it exists. 

Using the data automatically stored in 
memory upon power up, let's use this mode 
to search for a word. In the Status display, 
open the Search parameter field by pressing 
the SEARCH key. Then key in hexadecimal 
1010, and press the ENTR key. 

Press the blue DATA key and the blue 
SEARCH key. Your display will look like 
Figure 3.9. 
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Figure 3.9. Here the unit has been pro- 
grammed to search for the hex word 1010. 
It found this word 14 times; first occurrence 
at memory location 12, and last one at 292. 
This information is read out at the bottom 
of the screen. Each occurrence is marked 
by an asterisk. 

Note that there are 14 occasions where 



the hex words 1010 occurred. These 

occurrences are marked by asterisks, and the 
total number of occurrences is tallied along 
with the first and last occurrences of that 
word. If your display does not look like Figure 
3.9, go back and execute the above routine. 

To look at the last occurrence of 1010, 
for instance, you can specify Cursor position 
as follows without scrolling through the 
memory. Press SPECIFY and either Cursor 
arrow key. At the CRT bottom, the Cursor 
parameter field will be in reverse video. Key 
in 292 and press ENTR. The Cursor will 
reposition itself to memory location 292, the 
last time 1010 occurred. The Reference po- 
sition can also be specified in this fashion. 

The Search mode allows you to spotlight 
a particular address in a loop, for instance, 
so that you may be able to visualize in the 
data domain the structure of that loop. Notice 
that you need not specify a state for every 
channel; for instance, if you wish to find those 
occasions in memory when the first four 
channels assume a particular combination of 
states, you may key in the desired states for 
the first four channels only, and leave the 
other channels in "don't care" positions. Then 
the instrument will search for those occasions 
where the first four channels occupied the 
desired states. This gives you the flexibility 
of finding in memory only those states that 
you wish to locate. 

(15) ARM MODE 

You can select either Auto Arm or 
Manual Arm with switch 16. In Manual Arm 
mode, the instrument makes a measurement 
after you have manually armed it with switch 
16. It completely executes the measurement 
and returns to a ready for arm state, as 
denoted by entry 18 RDY. If you push up on 
switch 16, the instrument then automatically 
arms itself upon completion of each mea- 
surement. Because of internal housekeeping, 
the maximum rate at which the instrument 
can arm itself, and detect Enable and Trigger 
events, is on the order of 10 times per second. 

Usually, you use the Manual Arm mode 
when you wish to directly control the mea- 
surement process. Use of the Auto Arm mode 
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is generally in those cases where you wish 
to observe continuous updates of the opera- 
tion of your circuit. To avoid possible errors 
in a recording, always return the instrument 
to Manual Arm, RDY state, before changing 
any record parameters. If the instrument 
is in some other state, this can be 
accomplished by pressing switch 16 down a 
second time. 

The Arm function also controls the 
Compare mode of the instrument. This is 
a mode in which you can store in a reference 
memory a sequence of events from your 
system. This may be, for instance, a correct 
sequence of events against which you wish 
to compare an incorrect sequence of events. 
Specifically, this could be a situation where 
you have a system that randomly mal- 
functions. By the nature of the malfunction, 
or symptoms of it, you can usually narrow 
down on a certain portion of the system 
program within which the malfunction 
occurs. This series of program steps can 
be recorded and stored in the Reference 
memory, B. The instrument can then be 
put into a mode where it will continually 
monitor that flow of program executions, 
make a measurement each time, and com- 
pare that captured data with the reference. 
Once it finds a difference between the two 
memories, it will halt on that occurrence 
and save the incorrect sequence of program 
steps. The instrument can do this in the 
automatic and unattended mode; therefore, 
you can allow it to monitor your system for 
any length of time and be sure that the 



malfunctioning sequence will be captured and 
displayed. 

The manner in which the instrument does 
this is via the Compare mode. Figure 3.10 is 
a block diagram of the memory structure of 
the K100-D. The memory M receives the 
signal inputs at real time rates; M is the 
memory that operates at 100 MHz. Once the 
memory has been filled with data, this data 
is then automatically transferred to the A 
memory, and then will be displayed on the 
CRT. 

In addition, you can manually transfer 
using the A — +B key, the contents of A into 
memory B. By doing so, you have created in 
B a reference memory of up to 1024 program 
steps, against which the instrument will auto- 
matically compare the contents of A. Manual 
comparison between two subsequent mea- 
surements can also be compared. 

The steps to follow for the use of this 
feature are as follows. 

The use of the Auto Stop Compare mode 
depends upon measurements made with respect 
to some system clock (synchronous recording) 
and some specific trigger event. If the com- 
parison is made with respect to data stored 
using the internal clock of the K100-D (asyn- 
chronous recording), a valid comparison cannot 
be made because of the asynchronous nature 
of the measurement; i.e., the two compare 
recordings can differ by one clock period, thus 
making comparisons invalid. 
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Figure 3.10. Record (M) and display/compare (A and B) memory structure inside the 
K100-D. 
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1. Select from your system operation 
a sequence of events that you will 
use as a reference, and record this 
sequence in the instrument. Use 
manual Arm mode, rather than 
Auto, at this point. 

2. Transfer the contents of the A 
memory into memory B by using 
the blue key A — *B. 

3. Call up Auto Stop mode by using 
the blue key AUTO STOP. The 
Arm mode parameter field will 
change from MANUAL to AUTO. 

4. Select the condition for com- 
parison, either A=B (black key) or 
A#3 (white key). Arm mode field 
will now read AUTO STOP, A=B 
or Aj^B. 

You have control of the interval over 
which the comparison will be made, in 
addition to the width of the word compared. 
You can place the Cursor and Reference 
anywhere within the 1024 word memory to 
specify a sequence of memory locations for 
comparison. For instance, in Figure 3.8 if 
you invoke the limits on the comparison, the 
actual comparison interval between the two 
memories would be memory locations 491 
through 509 inclusive. 

To control the width of the word to 
be compared, use the decimal point as ex- 
plained under item 5, SEQUENCE/PO- 
LARITY. Thus, if you enter 

FEDC BA98. 7654 3210 

the K100-D will display and compare only 
channels F through 8 in A and B memories, 
but will trigger from all 16 channels. 

If you enter 

FEDC BA98. 

where channels 7 through are deleted by 
using the SPACE key, these deleted channels 
will not be displayed, nor be compared, nor 
contribute to the combinational trigger 
word. 



To tell the K100-D to observe the limits 
imposed by the Cursor and Reference positions 
in the Status display mode, after specifying 
Auto Stop, A=B or A/B, press the blue key 
(LIMITS). The display will now read AUTO 
STOP <A=B> . 

5. Without changing any recording para- 
meter fields, press switch 16 up. 
This initiates the sequence of making 
a measurement and then comparing 
that measurement with the stored 
reference. When the unit is in the 
Auto Stop mode, it will not update 
the display memory until it finds a 
block of data that meets the selected 
condition. At that point, the A 
memory will be updated with the just 
trapped and compared data. This 
allows the unit to detect triggers at 
rates up to about 8 per second. 

6. The Status byte in the lower left 
corner, entry 18, will be blinking 
through its routine. When the in- 
strument display is a steady RDY 
indication, it means that the selected 
condition has been met. The unit is 
now standing by with information in 
the A memory that compares, or does 
not compare, with the reference. 

To view the two memories, press the 
blue key DATA and the blue key A/B. Now 
the instrument will alternately display the in- 
formation from the A and B memories. By 
moving the Cursor through the memory, you 
may view those selected portions. 

To initiate another round of comparisons, 
merely press switch 16 up. This will cause 
the instrument to go through measurement and 
compare cycles until the selected condition is 
met. Before initiating the Auto Stop cycle 
again, place the instrument back into the 
Status Display mode so that you can achieve 
the maximum throughput rate. 

AUTO STOP RECORD RATES 

When C is set at memory location and 
R at 999, the Auto Stop cycle takes approxi- 
mately 120 ms, assuming a record clock period 
of 10 ns. When C and R are both set to the 
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same memory location during Compare with 
limits, the cycle takes approximately 100 
ms. 

When comparing a full memory, the 
unit will be unable to respond to each trigger 
event unless it occurs at an interval greater 
than 120 ms. 

Note that when in the Auto Stop mode, 
the unit will repeat the cycle until the 
comparison condition is met (A = B or A k 
B)* It will not update the display until the 
condition is met. 

(17) FILTER 

This parameter field is selected by 
pressing switch 9 up. Any number between 
1 and E (14) may be entered in this field. 
The K100-D will then test any input bit 
patterns that match the specified Enable 
and Trigger events. Any bit pattern must 
match for a minimum of record clock sample 
periods. For instance, if you enter the 
number 5, the K100-D will test the Enable 
and Trigger events to insure that these 
events are valid for a minimum of 5 clock 
periods. On the Time or Data displays, 
notice that the Trigger event is labeled not 
at the first period that it matches the 
trigger combination, but after the number 
of clock periods specified by the trigger 
filter. 

The filter will always reject events 
when the event time duration T meets the 
following: T^(F-l) (CLK INTERVAL) -3 ns, 
where F = Filter setting. The Filter will 
always accept events that meet the 
following: T >F (CLK INTERVAL) +4 ns. 

(18) RDY, CK?, EN?, TG?, DLY, BSY 

The Status byte is displayed in the 
lower left-hand corner of the Status, Time 
and Data Domain displays. Beiow is a tabu- 
lation of the meaning of each one of these 
bytes, in the order in which they are dis- 
played. Refer to Figure 3.3. 

RDY The unit is ready for an Arm 

event* The only time you will see 
this displayed is when you are in 
manual Arm mode. If you have 



Armed the instrument and wish to 
get it back into a ready for arm 
status, press switch 16 down a se- 
cond time. This will cancel the 
measurement that you called for. 
As mentioned earlier, all changes to 
record parameters should be made 
from the RDY state to avoid erro- 
neous recordings. 

CK? When you are operating the in- 

strument with an external clock 
from v our system- and the clock is 
very slow or not active in your 
system (or the clock qualifier bit is 
in the opposite state of that speci- 
fied) the instrument will respond by 
asking for a clock. This will occur 
only when trigger holdoff is opera- 
tional. 

Trigger holdoff can be locked out. 
See Figure 3.2. 

When you are operating on internal 
clock, and this message is displayed, 
it means that the instrument is exe- 
cuting a trigger holdoff and is 
flushing its memory of any old data 
that exists. During this time it will 
not recognize Enable or Trigger 
events. The clearing of the record 
memory occurs at the record clock 
rate, so that if you're operating at 
clock intervals considerably shorter 
than 1 ms, you will not see this 
message. 

CK? will only be displayed under the 
above conditions. It will NOT be 
seen after the trigger holdoff period 
if the clock is halted. 

EN? The unit is waiting to receive or 

detect an Enable event. If you have 
it programmed for a combinational 
Enable event, it means that the 
instrument has not yet detected it. 
If you have it programmed for 
manual, it is asking you to press 
down switch 7. 

TG? The unit is waiting for a Trigger 

event. It has not yet detected it 
or is waiting for you to manually 
trigger it via switch 9. 
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DLY The unit is counting down the 

trigger delay, either in terms of 
clock periods or trigger events. 
When delay is no longer displayed, 
it means that the recording has 
been completed, and the following 
message will appear. 

BSY The unit has completed the mea- 

surement and is now updating its 
display memory. The unit will not 
record any information during this 
period of time. 

(19) Input A, Input B 

These connectors are labeled so that 
you can match up the labeled probe assem- 
blies to the proper connector. The only 
difference between the two probe assemblies 
supplied is the shrink sleeve label at the 
end of each probe wire. Otherwise, the 
probe assemblies are identical. 

A 

The probe assembly inputs are rated 
50 VDC maximum. 

Figure 3.11 shows a representative 
probe podlet along with its supplied acces- 
sories: one each red and black short flying 
leads, and two spring loaded hook tips. The 
BNC adapter shown is an accessory available 
from the factory. This BNC adapter allows 
for easy conversion of any probe podlet to 
a female BNC for convenient connection of 
the Model 10-TC Probe Pod. This pod may 




Figure 3.11. Channel F probe podlet. The 
flying leads and spring loaded hook tip are 
supplied with the instrument, along with the 
probe assemblies. The BNC adapter shown 
is an accessory. 



be used for extending the combinational 
Trigger word (or Enable word) out to the 
maximum of 36 bits. 

Each 10-TC can detect up to a 10-bit 
word. By connecting two 10-TCs to Ql and 
Q2 respectively, you are then able to AND 
together the 16 bits of the trigger word with 
the tv/o qualifier inputs, v/hich gives you a 
total of 36 bits for a trigger. The trigger 
output on the 10-TC is via coax cable and a 
BNC connector. Thus, the adapter shown pro- 
vides an interface between the trigger qualifier 
input and the trigger output cable of the 
10-TC. In like manner, you can expand the 
clock qualifier CQ. Thus, you can qualify an 
external clock with up to 10 bits from your 
system. 

PROBE INPUTS 

Each probe assembly consists of 10 pod- 
lets; each podlet contains a hybrid active cir- 
cuit. All 20 podlets are identical electrically. 
Each podlet provides a 1 Mfl , 5 pF input 
impedance provided by the buffering amplifier 
in the hybrid circuit. The hybrid also provides 
threshold detection, and converts this discri- 
minated signal to a differential ECL signal, 
which drives the flat ribbon cable back to the 
instrument. Thus, your system only sees the 
input circuitry of the podlet, and not the flat 
ribbon cable. 

Each input has a voltage rating of 50 
VDC maximum. 

The length of the short flexible leads has 
been selected for a maximum length that will 
not degrade the high performance of the in- 
strument. Attaching flexible leads of a length 
longer than those supplied will cause degra- 
dation in performance. However, if you wish 
to use flexible leads of a length longer than 
that supplied, you may purchase from the fac- 
tory a connector kit containing both connectors 
used on the flexible wire. From this you may 
fabricate any special wire lead assemblies that 
you desire for connection to your system. 

Notice that the female socket that mates 
with the spring loaded hook tip kit is designed 
to mate with a 0.025 inch square post. Even 
though these female connectors were chosen 



-19- 



for their rugged design, damage may result 
in forcing them over posts of larger size. 
The result wiii be that if you subsequently 
mate this socket to the hook tip, the inte- 
grity of the connection will be lost. This 
is an Augat receptacle, part number 
LSG-2BG2-1. 

The female connector at the other end 
of the wire lead is a snap fit into the male 
pin recessed into the podlet. This means 
interconnection to your system is a very 
good compromise between ruggedness and 
miniaturization. This is an AMP receptacle, 
part number 60789-3. 

Available also from the factory is a 
repair kit for each individual podlet, in case 
of physical damage to the active circuitry. 
For details on any of the above mentioned 
accessories, please contact us at the factory 
or your local Biomation representative. 

EXTERNAL CLOCK AND CLOCK QUALI- 
FIER INPUTS 

The K100-D can accept your system 
clock at rates between DC and 70 MHz. 
The minimum clock pulse width shall be 5 
ns. The setup time requires that the data 
be present and settled out 2 ns before the 
active clock edge. Likewise, the hold time 
requires that the data must stay settled for 
2 ns after the active clock edge. 

When you input a qualifier signal on 
CQ, it must go TRUE a minimum of 12 ns 
before the clock goes TRUE, and go FALSE 
a minimum of 1 ns after the clock goes 
TRUE. Also, the qualifier must go FALSE 
a minimum of 10 ns before the clock goes 
FALSE. See Figure 3.12. 

These timing requirements are ne- 
cessary to ensure that no false clocks are 
generated due to signal edge overlap. The 
requirements are such as to limit the qua- 
lified clock rate to a maximum of approx- 
imately 40 MHz. 

(20) M-»A 

During normal K100-D operation, the 
unit completes a measurement, transfers the 
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Figure 3.12. To qualify clock pulse 2, the 
minimum timing requirements for the qualifier 
are as shown. 

data from the record (M) memory to the 
display memory (A), and puts the data on the 
CRT. A complete measurement requires that 
a record clock be present for the duration of 
the measurement, including Enable, Trigger, 
and Trigger delay. See Figures 3.3 and 3.10. 

In some cases when using an external 
clock, the clock may cease activity before the 
measurement has been completed. This may 
be due to a normal system function or a 
failure. When this occurs, the data existing 
in M may still be of interest for analysis. 

The M-»A key allows you to transfer the 
contents of M into A for display. You can 
record a short burst of data, press M-*A, and 
view it. You can record and display a second 
burst in the same fashion. The second burst 
will be displayed following the first, provided 
the total number of clocks received during the 
two bursts is less than 1024. This preserves 
all of both bursts in memory. 



3.3 



Rear Panel Inputs and Outputs 



Refer to Figure 3.1 while reviewing this 
section. 
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(i) TRIG OUT 

This signal is TTL active high. It goes 
low as soon as the instrument detects the 
trigger event selected. The signal stays low 
for the entire period of time that the trigger 
event is valid. This signal is synchronous 
with the input data. 

ADDENDUM FOR (1) TRIG OUT 

This output is useful for synchronizing 
other instruments, such as a scope or other 
logic analyzer, with the occurrence of the 
defined trigger event. Please note the 
following: 

1. TRIG OUT exhibits a nominal delay 
of 45 ns between input of the 
trigger word at the probe tips, and 
output at the rear panel BNC. 

2. When the K100-D is in the RDY 
state (see item 18), TRIG OUT 
occurs each time the trigger word 
occurs. During display update, or 
during comparison in the Auto Stop 
mode, TRIG OUT does not occur. 

(2) SPARE BNC CONNECTORS 

(3) VIDEO OUT 

This is a composite video output with 
an amplitude of 1 V peak-to-peak into a 
75 9. load. With this output you can drive 
a large raster scan CRT display for viewing 
by several people. 

Note that the video output is such that 
it causes full scan on a video monitor. Since 
many video monitors overscan by approxi- 
mately 10%, you will lose the outside edges 
of the K100-D display unless your monitor 
can be adjusted to just scan the screen area 
with no overscan. 

(4) +5 V CONNECTORS 

These outputs provide power for two 
10-TC probe pods, or for various signal input 
adapters. Minimum available power is +5 
V at 1.1 A, -5.2 V at 0.3 A. 

(5) DIGITAL INTERFACE CONNECTOR 
This connector is used for digital I/O 



in the IEEE 488-1975 format, if the instrument 
is so equipped. 

Refer to the appropriate operating 
manual supplement that describes this digital 
interface and the I/O software. 

(6) LINE VOLTAGE SELECTOR, (7) FUSE 

The K100-D may be used on a wide range 
of power line voltages at frequencies of 50 or 
60 Hz nominal. The rear panel contains a 
fuse holder and a pair of slide switches for 
selection of nominal power line voltages. 
Table 3.1 shows these voltages, switch 
positions, and fuse selection required for that 
power line voltage. The selected switch 
positions are referred to as left and right when 
viewed facing the rear panel. 





Table 


3.1 




Range 
(+10%) 


Selector 

Switch 

Positions 




Fuse-Amp 
(Slow Blow 
3AG) 


100 
120 
220 
240 


Both in 

Left in, right out 
Left out, right in 
Left out, right out 


5 
5 

2.5 
2.5 



Figure 2.2 shows the placement of a 
jumper on the MPU PC board for 50 Hz 
operation of the display. You may have to 
adjust the horizontal oscillator frquency con- 
trol, R2, for 50 Hz operation. See Section V 
for display control layout. 

(8) POWER INPUT CONNECTOR 

Connect the line cord to this connector, 
using a three-wire grounding type plug for 
connection to line power. 



3.4 



Set-up Procedure and Operation 



The purpose of this section is to offer 
the K100-D user several operating examples 
that he may duplicate in his facility. The 
examples are designed to increase user under- 
standing and familiarity with the K100-D. The 
examples highlight recording in the self- 
programmed mode (default); recording using a 
50 ns clock period; recording with 200 words 
of pretrigger and 800 words of post-trigger 
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information; and recording with a user- 
selected event delay of four. 

The data source selected for the 
following examples is a pulse generator that 
has a manual, single pulse output mode. The 
high and low levels of the pulse output should 
be adjusted for TTL compatibility. A "1" 
= 2.4 V and a "0" = 0.4 V. The width of 
the pulse should be 1.0 jus. Again the 
generator should be in the manual, single 
pulse output mode. 

3.4.1 Self-Programmed Recording 

The K100-D has a self-programmed 
mode of operation that was designed to 
enhance its self-teaching ability. This first 
recording will be made with all the status 
parameters programmed exactly as they are 
immediately after power up. Turn the power 
off, wait 1 minute and turn the power back 
on. The KlOO-D's status display will look 
exactly like the one shown in Figure 3.1. 

Connect the signal generator's output 
and ground to their corresponding points on 
probe zero of the K100-D. The status 
display indicates that this recording will be 
at the KlOO-D's maximum recording rate 
and that half of the unit's memory will be 
allocated to pretrigger and the other half 
to post-trigger recording. The Enable and 
Trigger channel are zero; however, the 
Enable word has been defeated by being 
placed in the auto mode. All thresholds 
have been set at TTL, which is compatible 
with the signal generator's output. The Arm 
mode is auto, but becomes manual the first 
time the K100-D is manually Armed. 

Manually Arm the K100-D and the unit 
begins recording. Note that the record 
status (lower left corner of the CRT) reads 

I *~3 '. , II luiuatii ly uic li lyyci wuiu nao nut 

been detected. Manually pulse the 

generator. The record status indicator will 
read RDY. Press the blue TIMING button 
in the Display button group. The timing 
display will be exactly like Figure 3.13. 

In this recording it is important to 
note that the trigger point is exactly in the 
center of the memory as dictated by the 




Figure 3.13. A self-programmed recording by 
the K100-D of a 1 jus pulse. 

delay of 500 clocks, and the 1 jus pulse has 
been sampled 100 times as a result of the high 
clock rate (100 MHz or 10 ns/sample) of the 
K100-D. 

The number of times that the K100-D 
has sampled the pulse can be determined by 
moving the C Cursor to the rising edge of the 
pulse and the reference cursor to the right 
edge of the pulse. The word difference and 
time difference between the two cursors is 
found at the lower right corner of the display, 
R-C. The number in front of the parenthesis 
represents the number of memory cells the 1 
jus pulse occupies. The number inside the 
parenthesis is the period of the pulse. These 
numbers should be +100 and 1.0 jus, re- 
spectively, contingent upon how accurately the 
period of the generator pulse was set. 

Please recall that all logic analyzers are 
sampling devices and this was an asynchronous 
recording. That is, the logic analyzer's 
sampling clock has no fixed phase relationship 
to the pulse output. If this example recording 
is repeated several times, a + 1 word variation 
will be noted in the word difference indicator. 
The time difference indicator will also reflect 
this variation. These variations are inherent 
in asynchronous recordings. 



■22- 



3.4.2 A User Programmed Recording 

Using a 50 ns Clock 

To program the KlOO-D's clock for the 
next recording, the following keystrokes are 
necessary. 



STATUS 



CLOCK 

















ENTR 



50 



NSEC 



The new status, STATUS W, will look exactly 
like Figure 3.14. 
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Figure 3.14. Status W reflects the fact that 
the clock period has been changed to 50 ns. 

Manually arm the K100-D; the record 
status will read TQ? Manually pulse the 
generator. The record status indicator will 
read RDY. Depress the blue TIMING button. 
Your display will be a duplicate of Figure 
3.15. Note the left and right cursors in this 
figure reflect the suggested pulse mea- 
surement of the previous example. 

Note that the pulse period appears 
shorter even though the pulse is the same 
period. The changing of the clock sample 
period has increased the amount of time 
recorded and displayed on the CRT by a 
factor of 5. This dwarfs the 1 jus pulse. 
Using the KlOO-D's cursors, horizontal ex- 
pansion and word difference/time difference 




Figure 3.15. A 1 us pulse recorded using a 
50 ns clock period. 

indicators, verify that the pulse's period is 1 
jus. Remember that when operating in a 
horizontal expansion of X5, X10, or X20, the 
data to the right of the C cursor is expanded. 
Figure 3.16 measures the 1 jus pulse using a 
X20 horizontal expansion. 




Figure 3.16. This 1 jus pulse is being measured 
using both cursors and a horizontal expansion 
of X20. 

3.4.3 A User Programmed Recording With 

200 Words of Pretrigger and 800 
Words of Post-Trigger Data 

To make a recording with the memory 
allocations indicated in the title, the following 
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keystrokes are necessary. 



S l ATU5 DELAY 









8 














ENTR 



Arm the K100-D and manually pulse 
the generator. After pressing the TIMING 
button the display should look exactly like 
Figure 3.17 when viewed with a XI 
horizontal expansion. 




Figure 3.17. This figure demonstrates a 
recording where 200 words of Pretrigger and 
800 words of post-trigger information have 
been saved. 

Note that Delay positions the KlOO-D's 
1024 word recording relative to the Trigger. 
In the first two examples, the Delay was 
set for 500 words resulting in half of memory 
being allocated to pretrigger and the other 
half to post-trigger recording. This last 
example has changed the memory allocation 
to 20% pretrigger and 80% post trigger. 

This information may be viewed in the 
data domain by pressing the DATA button, 
then the BIN button. This will give you a 
Binary display of the recorded information. 
To view channel zero changing from a logic 
"0" to "1", address the C cursor to memory 
position 199 as follows. 

SPECIFY LEFT CURSOR 



USE 



9 




ENTR 



Moving the cursor has allowed the user to view 
channel changing to a logic "1" at K100-D 



iiiciiiuiy i_oii cxjKJt 



Figure 3.18 illustrates the resultant CRT 
display. Other decode formats may be used 
by depressing the desired decode base buttons 
to the left of the DATA button. 
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Figure 3.18 A BINARY decode of the data 
recorded at the trigger point. 



3.4.4 



A User Programmable Recording 
with an Event Delay of Four 



To program the K100-D for a four event 
delay recording, the following changes to the 
status must be made. Make these changes 
with the following keystrokes. Please pay 
special attention to the DELAY switch mani- 
pulations; this will change the K100-D from 
Clock to Event delay. 

STATUS DELAY DELAY 



Clocks 



Lvents 



I 



ENTR 



The K100-D is now programmed for a 
event delay recording of 4. Recall that the 
KlOO-D's formula for event delay is N (user 
selectable) +1. The K100-D adds 1 event of 
static delay in addition to the user-selected 
amount, giving an event delay of four. 
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Manually ARM the K100-D and 
manually pulse the signal generator four 
times. The K100-D will record the data 
about the fourth occurrence of the "0" to 
"1" trigger on channel 0. The exact data 
recording allocation about the fourth trigger 
is: 

500 words of pretrigger information, 
and 

523 words of post-trigger information 
including the trigger word. 

The fourth trigger will be in memory 
cell 501. This can be verified by pressing 
the DATA button and moving the C cursor 
to the 500 memory cell. See Figure 3.19. 




Figure 3.19. This Event delay recording of 
four allows the user to view 500 words of 
pretrigger and 523 words of post-trigger 
information. 

User-generated variations on the ex- 
amples given will further your understanding 
of the K100-D. 
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SECTION IV 
PRINCIPLES OF OPERATION 



4.1 



Introduction 



This section is divided into two parts. 
The first part gives a block diagram descrip- 
tion of the instrument, and the second part 
gives a detailed treatment of the theory of 
circuit operations. 



4.2 



Basic General Description 



Figure 4.1 is a block diagram of the 
Model K100-D. The blocks are arranged in 
their approximate physical locations as view- 
ed from the top. 

Each block in Figure 4.1 will be de- 
scribed briefly to indicate the functions per- 
formed. Then, each block will be described 
in greater detail in subsequent sections. 

4.2.1 MPU PWB 

6800 microprocessor. 

ROM program storage (up to 24K bytes). 

RAM for processor use (32K bytes). 

Crystal-controlled processor clock generation 
and dynamic RAM timing generation. 

CRT controller using "split-phase memory ac- 
cess" and "dot-mapped" display. 

Strappable-50 Hz or 60 Hz CRT frame 
rate. 

Automatically refreshes dynamic RAM. 

Keyboard scanning interrupt (50 Hz or 
60 Hz). 

Provides separate signals for VIDEO, 
HORIZ.SYNC, and VERT.SYNC. 

Provides COMPOSITE VIDEO for ex- 
ternal use. 



I/O device address decoding on MPU board. 
(Allows simple I/O device decoder) 
Memory mapped I/O. 

Buffers Address Bus and Data Bus (Bi- 
Directional) for system use. 

MPU self diagnostics. 

4.2.2 Front End 

Differential Line Receivers for all 20 input 
probes. 

Clock selection (INT/EXT) and distribution. 
Up to 100-MHZ clock rate; provides 
Clock to Record Control Logic. 

Input sampling circuitry (sample/latch mode). 
Sixteen data inputs and two qualifiers. 

Combination Detector Logic (Trigger* 

Sixteen data and Two qualifiers fEnable* 
"1", "0", or "X" selection. (Scope Sync* 

♦Passes these signals to Record Control Logic. 

Completely controlled by the MPU. 

Clock selection. 

Sample/latch control. 

Combination selections. 

High-speed memory diagnostic. 
Diagnostic logic to allow MPU data input to 
high-speed memory. 

Differential line drivers for data to high speed 
memory. 

4.2.3 High-Speed Memory 

100-MHZ recording rate. 

1024 words x 16 bits/word. 

Partitioned into two identical boards, where 
each provides 1024 words x 8 bits/word. 

Differential line receivers for data from Front 
End. 

Data is transferred to the MPU for display 
processing. 
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Figure 4.1 Block Diagram of K100-D 
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4.2.4 Record Control Logic 

Completely controlled by MPU. 

Time Base generates 10 ns to 50 ms sample 
rates in 1,2, 5 sequence; sends to Front End 
for clock selection and distribution. 

Record cycles are always initiated by the 
MPU and may be terminated by the MPU. 

Provides "Trigger-Hold-Off 1 logic. 

Provides Transition Detection Logic and Digi- 
tal Filtering Logic for both Enable and Trig- 
ger signals from the Front End board. 

Trigger Delay counter determines the "END 
OF RECORD" as specified by the MPU. May 
be N clocks after trigger or may be 500 
clocks after the Nth Trigger event. 

Provides clock and control signals to the 
High-Speed Memory boards (2). 

Provides "RECORD CONTROL STATUS" in- 
formation to the MPU. 

Switches allow user selection of power-up 
initialization conditions for threshold selec- 
tion TTL/ECL (on all inputs), clock selection 
INT/EXT/, and trigger hold-off ON/OFF. 



4.2.5 



Threshold/GPIB 



Completely controlled by MPU as memory 
mapped I/O. 

GPIB circuitry was never utilized on this 
board (refer to 0112-1040). 

Generates threshold levels- 

TTL +1.4 nominal * 

ECL -1.3 nominal * 
*both are internaiiy adjustable from -2.0 V to 
+2.0 V. 

VAR A ** 

VAR B ** 
**MPU programmed D/A converters that pro- 
vide outputs from-6.40 V to +6,35 V in 0.05 
V steps. 



Selects any one of the four threshold levels 
to be provided to each of the twenty input 
probes. 

4.2.6 CRT Display 

7 in. CRT (Diagonal measure). 

Viewing area (3/8 in. x 5.0 in.). 

Raster scan type display. 

Requires +15 VDC at 1 A. 

TTL inputs for Video, Horiz.Sync, and Vertical 
Sync. 

4.2.7 Front Panel and Keyboard 

Interfaces to the MPU address (3 LSBs only) 
and Data Bus. 

Completely controlled by MPU. 
Scanning is done by the MPU with memory 
mapped I/O. 

(Scan rate is 60 Hz or 50 Hz). 

Forty-seven keys on keyboard plus eight mo- 
mentary switches on the front panel. 

Two LEDs ["Power on"} under MPU control, 
(J'Error" J 

Connectors for the input probes provide sepa- 
ration of (power, ground, thresholds) and (in- 
put signals) and connectors to route them to 
their destination. 

Circuitry for detection of special input adap- 
ter probes. (E.g., K100-D/32, 32-channel a- 
dapter.) 

4.2.8 Probes 

Unique hybrid design gets active circuitry 
close to the input signal source (3 in. normal- 
ly). Reduces ioading effects. 

Hybrid contains— 

FET input buffer (allows 1 Mft input 
impedance). 

Threshold Detector (+10 V range). 

ECL differential line driver, 

Signal ground isolation from power 
ground. 

Removable input wires allow flexibility. 
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4.2.9 



Unregulated Supply 



Provides for input line voltage selections 
of 100 V, 120 V. 220 V, 240 V nominal 
+10%. 

Provides 120 V +10% for the fan. 

Has fuse and RFI filter unit. 

Provides four unregulated DC voltages. 

+7 V min./+10 V max. for +5 V reg. 

-7 V min./-10V max. for -5.2 V and 
-2.0 V reg. 

+17 V min./+25 V max. for +15 V 
and +12 V reg. 

-17 V min./-25 V max. for -12 V 
reg. 

4.2.10 Regulator 

Voltage reference (early boards) 

+5 V reg. 
-5.2 V reg. 
-2.0 V 

Overvoltage protection. 

Current limit circuit (+5 and -5.2). 

+15, +12, -12 V three terminal regulators. 



4.3 



Detailed Description 



4.3.1 MPU and Address Decoding 

(Refer to Figure 4.2A) 

The MPU board is a complete micro- 
computer. It includes the MPU (6800), 
32K bytes of dynamic RAM (Random Ac- 
cess Memory), 24K bytes of ROM (Read 
Only Memory), the CRT display controller, 
Input/Output address decoding, keyboard 
scan interrupt logic, and timing generation 
for the MPU and the CRT controller. 

The MPU is a standard 6800 and is 
operated at a 1-MHZ clock rate. The 16 
address lines are buffered by 74LS244s (at 
locations Bll and D13) and are terminated 
by 220/330 ti thevinin terminations (at 
locations D14 and Cll). The eight data 
lines are buffered by 74LS244s (at loca- 
tions E9 and E10) and are terminated by 
220/330 Q thevinin terminations (at loca- 
tion D5). 



The addresses are decoded into 16K byte 
pages and separated for Read or write by a 
74LS138 (at location E8). The pages are used 
as shown in Table 4.1. 





Table 4.1 




Paqe 


1 

2 
3 


Hex Addresses 
0-3FFF 

4000-7FFF 

8000-BFFF 
C000-FFFF 


RAM (used by 
MPU and CRT) 
RAM (used by 
MPU only) 
I/O and ROM 
ROM only 



This address decoder is enabled by the 
signals VMA (Valid Memory Address) and J0f2 
(phase two) to ensure that the decoder outputs 
are always valid and glitch free. The page 
and 1 write outputs of this decoder directly 
drive the WE (write enable) lines of the RAMs 
and the read outputs enable the buffers that 
read the data from the RAMs to the DATA 
Bus. The page 2 read output is gated with 
address A13 so that the first half of this page 
(i.e., when A13 is low) enables the I/O address 
decoders and the second half of this page (A13 
high) enables the address decoder for the first 
four ROMs (ROM 0,1,2,3). The page 3 read 
output enables the address decoder for the 
other eight ROMs (ROM 4 through ROM B). 

The ROM address decoder consists of two 
74L5244s (at locations B10 and D8), and it 
decodes an enable signal for each of the 13 
ROMs. The ROM address lines and the ROM 
data output lines are buffered to reduce load- 
ing on the bus and to increase the output drive 
capability of the ROMs. 

The I/O address decoders provide a Read 
Enable (RE) and a Write Enable (WE) signal 
for each I/O device. This simplifies the inter- 
face circuitry required on each I/O device. 
This decoder provides signals listed in Table 
4.2. 

Table 4.2 

Hex Signal 

Address Name Description 



8000-83FF RRE1 



Ram Read Enable 1 
(used for CH 0-7 high 
speed RAM) 
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Figure 4.2 A Block Diagram of MPU Board 
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Hex Signal 

Address Name 

RWE1 

8400- RRE2 

RWE2 
8800- CRE 

CWE 



8C00- FERE 

FEWE 



9000- GPRE 

GPWE 

9400- FPRE 



FPWE 
9800- 
9C00-9FFF 



Description 

Ram Write Enable 1 
(not used) 

Ram Read Enable 2 
(used for CH 8-F high 
speed RAM) 
Ram Write Enable 2 
(not used) 

Control Read Enable 
(reads status of record 
control) 

Control Write Enable 
(control words for re- 
cord control board) 
(not used) 

Front End Write Enable 
(trigger/enable/clock 
select/sample) 
GPIB Read Enable* 
GPIB Write Enable* 
*not used. 

Front Panel Read En- 
able (keyboard scan- 
ning) 

Front Panel Write En- 
able (error lite) 
not used 
not used 
not used 
not used 



4.3.2 



RAM (Refer to Figure 4.2B) 



Each I/O device is decoded as a IK 
byte page even though no more than 16 bytes 
are used by any I/O device. This is done to 
make the decoding simpler. The read enable 
signals are enabled by the tl clock and they 
are used by the I/O devices to enable 74LS244 
buffers that place the data onto the DATA 
BUS. 

The Write Enable signals are enabled by 
a special clock CP2P, which clocks 50 ns 
before the end of J02. This allows for prop, 
delay in the Write Enable decoder and in the 
I/O devices. The rising edge of these signals 
are used to transfer the data from the DATA 
BUS to holding registers in the I/O devices. 



The dynamic RAM uses sixteen 16K x 
1-bit dynamic RAM ICs of the 4116 type. 
Locations Bl through B8 are addressed as 
page (add 0-3FFF) and locations CI through 
C8 are addressed as page 1 (addresses 4000- 
7FFF). The dynamic RAMs are run with a 
500 ns READ/WRITE cycle. The RAM is 
organized as a two port split-phase memory 
system that allows transparent DMA access 
for the CRT controller. The MPU and the 
CRT controller are synchronized in such a 
way that the RAM performs two complete 
Read/Write cycles every 1 jus. The first cycle 
occurs during 01 and is used by the CRT 
controller to read the display data. The 
second cycle occurs during SSI and may be 
used by the MPU to either Read data (from 
the RAM to the MPU) or Write data (from 
MPU to RAM). 

Refer to Figure 4.2C for a detailed 
timing diagram of the RAM operation, the 
MPU clock generation, and the CRT data 
transfer. 

The RAM operation is as follows: 

1. Arbitrarily define T=0 at the trailing 
edge of 02 at T=0. The CRT row 
address (bits 0-6) is gated to the RAM 
address pins and RAS is already high. 

2. At T=50 ns, CAS is brought high com- 
pleting the previous cycle. 

3. At T=100 ns, RAS is brought low; trans- 
ferring the row address into the RAM 
chips. 

4. At T=150 ns, the CRT row address is 
removed and the CRT column address 
(bits 7-13) is gated to the RAM. 

5. At T=200 ns, CAS is brought low; trans- 
ferring the column address into the 
RAM chips. 

6. At T=400 ns, RAS is brought high and 
the CRT column address is removed. 

7. At T=500 ns, the RAM output data is 
transferred into the CRT data shift re- 
gister (location D7). Also, at T=450 ns, 

fko K/1DI I .»«»,, n ^r. nnn f AD AO'S lo nn i- n ^ 
nit i»ii »_> iuv» ouuigoo \r-\\j-r-\\*ji/ to uaucu 

to the RAM inputs for the next RAM 
cycle. 
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Figure 4.2B Block Diagram of RAM 
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Figure 4.2C Timing Diagram of RAM Operation 
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8. At T=550 ns, CAS is brought high com- 
pleting the first RAM cycle; also, if the 
MPU is doing a write cycle, the WE 
line will be brought low. 

9. At T=600 ns, RAS is brought low; trans- 
ferring the MPU row address into the 
RAM chips. 

10. At T=650 ns, the MPU row address is 
removed and the MPU column address 
is gated to the RAM inputs. 

11. At T=700 ns, CAS is brought low; trans- 
ferring the MPU column address into 
the RAM chips. 

12. At T=900 ns, RAS is brought high. 

13. At T=1000 ns, the RAM data is trans- 
ferred to the MPU if the MPU is doing 
a read cycle. Or, at T=1000 ns, WE is 
brought high if the MPU is doing a write 
cycle. 

14. At T=1050 ns, CAS is brought high com- 
pleting the second RAM cycle. Also, 
at T=1000 ns, the CRT row address is 
gated to the RAM inputs for the next 
RAM cycle. 

The RAM is automatically refreshed for the 
row addressed by each cycle. And, because 
the CRT controller increments its address 
every 1 jus, all of the row addresses will be 
accessed approximately every 128 jus. 



4.3.5 



The signal SHIFT CLK is generated by 
a 74S65 (location F3) to provide a clock 
edge every 125 ns. This clock shifts 
the data in the shift register eight times 
for each data byte from the RAM. Pre- 
senting the data bits in sequence 
7/6/5/4/3/2/1/0. 

A video gating pulse is generated by a 
74LS123 (location Ell) and blanks the 
video for appoximately 50 ns immedi- 
ately following each SHIFT CLK. This 
prevents display of erroneous data dur- 
ing the propagation time of the ICs and 
it also creates the video "DOT" for each 
data point on the CRT. 
The CRT video is the combination of 
the serial RAM data from the shift 
register and the three blanking signals 
(video gate, horizontal blanking, and 
vertical blanking). 

CRT Controller 



4.3.3 



MPU Clock Generation 



The CRT controller is shown in the block 
diagram of Figure 4. 2D and in the schematic 
in Section VII, Figure 7.11 (sheet 3). The 
desired CRT Display pattern is computed by 
the MPU and stored in the RAM as a complete 
"DOT MAP"; i.e., every "dot" location of the 
CRT is represented by a bit in the RAM 
("l"=white, "0"=black). A typical procedure 
for the MPU is: 



The MPU clock generation makes both 
01 and 02 450 ns wide and provides 50 ns 
between them on both edges. To meet the 
6800 specified logic levels for fil and J02, a 
special driver circuit is made by paralleling 
six CMOS inverters for each clock phase 
(locations C9 and C10). 



4.3.4 



CRT Data Transfer 



The CRT data transfer cycle operates 
as follows: 

1. The trailing edge of J&l is used to clock 
everything in the CRT controller except 
for the data shift register (the signal 
is called CRT CLK). 

2. The RAM data is loaded into the shift 
register (location D7) 25 ns before the 
trailing edge of /Efl. At this time data 
bit 7 from the RAM is presented at the 
output of the shift register. 



1. The CRT display addresses are all set 
to zero (blanking the CRT). 

2. The MPU converts each displayed char- 
acter into a pattern of "Is" and "0s" 
and stores them in the proper locations 
in RAM. 

3. The CRT controller continuously cycles 
through the RAM and transfers the in- 
formation to the CRT. Each RAM byte 
is read from RAM and converted into 
a string of eight "DOTs" on the CRT. 

The CRT controller generates a standard 
"RASTER SCAN" display format with data 
being presented as a series of horizontally 
scanned lines. Each horizontal line is pre- 
sented starting at the left side and proceeding 
to the right side. The first horizontal line 
displayed is at the top and the last is at the 
bottom. Sync and blanking signals are gen- 
erated per the standard. 
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4.3.5.1 Horizontal (Refer to Figure 4.3A) 

Each horizontal scan line is 64 jus and 
presents 52 jus of video with 12 jjs blanked 
and a 5 jus sync pulse during the blank time. 
This horizontal sequence is generated by the 
circuitry as follows. 

1. The 74LS161s (locations B14 and B15) 
run continuously and count from 0-63 
repeatedly. Note that only 6 bits are 
used and that the two used bits are 
always set to "Is." The outputs of this 
6-bit counter are referred to as the 
Horizontal Address. 

2. The horizontal blanking pulse is gener- 
ated by the 74LS112 (location B17) and 
goes true (i.e., blanked) at address 
and false (unblanked) at address 12. 
Thus addresses through 11 are blanked 
and addresses 12-63 are unblanked. 
Note that the data from the RAM is 
delayed by one clock when it is strobed 
into the data shift register. Thus the 
actual displayed data is from address 
11 through address 62. 

3. The horizontal sync pulse is generated 
by the 74LS112s (locations B17 and B18) 
and the 74L511 (location B16) and goes 
true for addresses 1 through 5. 

4. The horizontal scan is not affected by 
the position of the 50 Hz/60 Hz jumper. 

4.3.5.2 Vertical (Refer to Figure 4.3B) 

The vertical address is generated by two 
74LS161s (locations C16 and C17) forming an 
8-bit binary counter. This counter is con- 
trolled by the PROM (location D16) and the 
vertical sequence counter (74LS161 at loca- 
tion D15). The vertical sequence is generated 
as follows. 

For 60 Hz operation, 

1. assume the sequence counter is at zero 
(D15). The PROM will be addressed to 
24 and its output should be 10, (refer 
to the table on sheet 3 of Figure 7.11). 

2. when the vertical address counter 
reaches TC, then at the next line (TC 
from the horizontal address) the vertical 
address counter will be present to 
"10",, n and the vertical sequence 
counter will advance to 1. This begins 
the vertical unblanked display (which 
will last for 240 lines). 



3. i he vertical aaaress counter win tnen 
continue to increment at the beginning 
of each horizontal line until it reaches 
TC (FF. ). At the beginning of the 
next line, the vertical address counter 
will be preset to "FD" hex and the 
vertical sequence counter will advance 
to 2. This begins the blanked portion 
of the vertical sequence. 

4. The sequence counter will remain at 2 
for three lines (192 jjs) and then advance 
to 3. This will initiate vertical sync 
and preset the address counter to "FD" 
again. Vertical sync will remain true 
for 3 lines (192 jjs) until the counter 
again reaches TC ("FF"). 

5. the secquence counter will advance to 
and the vertical address counter will 
be preset to "Fl" hex. This state pro- 
vides a vertical retrace delay of 15 lines 
(960 jus). 

6. The process returns to step 1 above. 

For 50 Hz operation: 

The PROM values are changed so as to 
change the length of time spent in the se- 
quence state as shown in Table 4.3. 

Table 4.3 

State 60 Hz 50 Hz 

15 lines 40 lines Delay from sync to 

scan. 

1 240 lines 240 lines Scan (i.e., display). 

2 3 lines 28 lines Delay from scan to 

sync. 

3 3 lines 3 lines Sync pulse. 

Note that the scan (display) and the 
vertical sync remain the same and the extra 
time is divided equally between the two de- 
lays. This keeps the display centered verti- 

The PROM values are determined by 

taking the desired length of the next state 

and subtracting it from 256 and converting 
the answer to hex. 

PROM = (256 - length) 
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For example: 

PROM (state 0)=(256-iength of state 1) 
=(256-240) 
=(16) 
=10 hex 

The correct PROM values are shown in Table 
4.4 







Table 


4.4 




Prom 

State Addr. 

(dec.) 


Prom 
Data 
(hex) 


Delay 
// of 


lines 


0* 

1* 
2* 
3* 


16 (20) 

17 (21) 

18 (22) 

19 (23) 


10 
E4 
FD 
D8 


240 

28 

3 

40 


total 311 lines 


0** 

1** 

2** 
3** 


24 (28) 

25 (29) 

26 (30) 

27 (31) 


10 
FD 
FD 
Fl 


240 

3 

3 

15 


total 261 lines 


* 
** 


50 Hz 
60 Hz 









Note that the values are repeated twice 
for each state. This is because the third 
output of the vertical sequence counter is 
connected to the PROM address input to allow 
for the possibility of generating an "inter- 
laced" raster scan display. If interlaced scan 
were desired, then pin 14 of the PROM (loca- 
tion D16) would be jumpered to ground and 
another set of values would be programmed 
into the first 16 locations of the PROM. The 
interlaced scan technique was evaluated for 
the K100-D and was found to have an unde- 
sirable flutter effect. Therefore, the first 
half of the PROM is left unprogrammed and 
the third bit of the counter is not used. 

Note that the PROM table given on 
sheet 3 of Figure 7.11 may be in error. The 
specification drawing for the PROM (P/N 
0112-0064) gives the correct values. 



Table 4.5 

RAM 
address 13 12 11 10 9 8 7 6 5 4 3 2 1 

6-bit horizontal 
address 5 4 3 2 10 

8-bit vertical 
address 13 12 11 10 9 8 7 6 



RAM row 
address 

RAM column 
address 13 12 11 10 9 8 7 



6 5 4 3 2 10 



The RAM address may be calculated 
from the vertical address and the horizontal 
address by the following formula. 

RAM address (decimal)=Horiz.Add + 
(Vertical Add x 64) 



or 



RAM address (hex)=Horiz.Add(hex) + 
(Vertical Add (hex) x 40 (hex)) 
The first displayed dot of each horizontal line 
is bit 7 of Horiz. Add 11 and the last displayed 
dot is bit of Horiz. Add 62. 

The first displayed line is Vertical Add=16 
(or 10 hex) and the last line is Vertical Add 
= 255 (or FF hex) 

Thus the first dot of a raster is 

RAM add (first dot)=B u + (10. 

hex hex 

x 40 hex) =40B(hex) bit 7 

RAM add (last dot)=3E hex +(FF hex 

x 40. ^=3FFE(hex) bit 
hex) 



/■ X «; 1 r^OT DAKvi ajj : /'r->_r__ »._ 

-r.s.s.s v^i \ i i\r-\m r-vuui essmy UNtJitsi LU 

Figure 4.3C) 

The CRT address that is presented to 
the RAM is formed by combining the hori- 
zontal address and the vertical address as 
shown in Table 4.5. 
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CRT RAM Addressing 
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4.4 



Front End 



The Front-End board provides the input 
probe line receivers, input sampling, combi- 
nation detectors, and clock selection. Figure 
4.4 is a block diagram of the Front-End board. 



4.4.1 



Input Probe Line Receivers 



The input probes (discussed in detail 
later) provide a differential ECL signal. 
These signals are received on the Front-End 
board by differential line receivers (10216 
type). There are 20 input signals; 16 data, 
two trigger qualifiers, one clock qualifier, 
and one external clock. 



4.4.2 



Input Sampling 



The input sampling circuit (for channel 
only) is shown in Figure 4.5. Note that 
all termination resistors are omitted. This 
circuit can operate in either "sample" or 
"latch" mode as controlled by the MPU. 

For "Sample" mode, the signal from 
5B-4 (CH Sample mode) is HI and this 
forces 1C-3 and 1C-2 low and enables the 
10130 (IE) such that the output (1E-2) follows 
the input (1E-7). The 10231 (1H) then samples 
the input data each time it is clocked. 

For "Latch" mode, the signal from 5B-4 
is LOW and this allows the 10130 to operate 
as a latch. The D input (1E-7) of the 10130 
no longer has any effect on the output. The 
outputs now are determined by the signals at 
the direct set (1E-5) and the direct reset 
(1E-4) input as follows: 

1. Assume 1E-2 and 1H-2 are HI to 
start. 

2. The input 1C-5 is high and 1C-3 
is held low. Thus, no signal can 
be applied to 1E-5 as long as 1H-2 
is HI. 

3. The input 1C-9 is low, allowing 
any low input signal to reset the 
latch (by placing a high on the 
direct reset (1E-4)). 

4. The latch remains in this state 
regardless of any other activity on 



4.4.3 



the input signal (thus it is referred 
to as "latched"). 

At the next clock the 10231 goes 
to a low (on 1H-2) and 

the latch is enabled to respond to 
a high input signal only. 

If, at any time, the input signal 
goes high, signal 1A-14 goes low 
and 1C-3 goes high and sets the 
latch to a high for the next clock. 

Combination Detectors 



There are three combination detectors; 
asynchronous trigger, synchronous trigger, and 
enable. Both the asynchronous and the syn- 
chronous trigger detectors are controlled by 
the same selection register from the MPU. 
The asynchronous trigger detector monitors 
the data at the output of the latch (10130) 
before it has been sampled by the 10231. 
This detector provides an output signal when- 
ever the specified combination is true. The 
delay from signal input to trigger output is 
the delay of the probes and the gates only 
and is not affected by the K100-D sample 
clock. This delay is typically 40-50 ns. 

The combination detector circuit is 
shown in Figure 4.6. The circuit is shown 
for the synchronous trigger detector only and 
channels 0, 1, 2, and 3 only. Note that the 
data has been sampled by the K100-D clock 
before being presented to the combination 
detector. Each channel has two select lines 
from the MPU and they are active low. Se- 
lect HI is low if that channel was specified 
to be a high by the operator and select LO 
is low if low was specified. If "X" (don't 
care) was specified, then both select HI and 
select LO are high. The terms HI and LO 
correspond to "1" and "0" when positive logic 
polarity is specified by the operator. If 
negative logic polarity is used, then HI 
corresponds to "0" and LO corresponds to "1." 
Each gate in the detector circuit is drawn 
as an "AND" gate and is programmed by the 
MPU to respond to a condition that would 
cause the trigger to be false (i.e., not trigger ). 
For example, if CH select HI is active 
(low) and the CH data is low, then the 
output (1J-3) is forced high (indicating not 
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trigger detected). To have the trigger de- 
tected (1J-3 low), the CH data must be 
high. 

Each 10121 in the detector handles two 
data channels. There are a total of nine 
10121's for each combination detector (eight 
for the 16 data channels and one for the two 
qualifiers). To get the complete trigger for 
all 18 inputs, the outputs (pin 3) of all nine 
10121's must be logically OR'ED together. 
Figure 4.7 shows how this is done. 

To achieve operation at 100 MHz clock 
rate, the trigger node must be broken into 
several smaller nodes. This keeps the capaci- 
tive loading down and also reduces the prob- 
lem of glitches that can be generated in a 
large "wired-OR." The trigger node is broken 
into four partial nodes (Ta, Tb, Tc, and Td). 
The propagation delay up to this point is 
typically about 9-10 ns. This is the propaga- 
tion delay of the sampling 10231 (location 
1H) and the 10121 (IK) and the extra delay 
caused by the extra heavy loading on both. 
The register at location 7K (10010 or 10016) 
serves two purposes; it resynchronizes the 
nodes with the clock and it buffers the nodes 
so that they can be "wired-OR'ED." The 
clock to this register is delayed by approxi- 
mately 2 ns (18 in. of twisted pair) to allow 
the required set-up time (1 ns minimum). 
The flip-flop (10231 at location 6H) also 
serves two purposes; it provides differential 
drive for sending the signal to the Record 
Control board and it resynchronizes the signal 
to the clock with minimum propagation delay. 
The extra 2 ns of delay caused by delaying 
the clock to the register adds to the propaga- 
tion delay of the register such that the total 
propagation delay (as seen by 6H) is approxi- 
mately 6-8 ns. Because the 10231 at 6H 
does not have its clock delayed, the effect 
of delaying the clock to the IK register does 
not affect the propagation delay of the signal 
being transmitted to the Record Control 
board. 



4.4.4 



Enable 



The Enable combination detector works 
the same as the Trigger. 

The asynchronous trigger detector cir- 



cuit is the same as Figure 4.6 except that 
the data is taken from the outputs of the 
latch (10130) instead of from the sampling 
flip-flop (10231). This means that the data 
has not been clocked by the sample clock. 
Also, because the asynchronous trigger is not 
clocked, the trigger node is formed by a 
simple "WIRED-OR M of all nine 10121s and 
then buffered by a 10117 (6E) for transmission 
to the Record Control board. 

The sampled data is buffered by 10117s 
and driven on twisted pairs to the Record 
Memory boards. The 10117s also provide a 
means for the MPU to turn off the sampled 
data and substitute diagnostic data instead. 



4.4.5 



Clock Selection 



Clock selection and distribution is done 
by four 10211s (locations 7C, 7E, 7H, and 
7J). Figure 4.8 shows half of the circuit; 
refer to the schematic for the other half. 
The four gates (in each half of the circuit) 
form a "Wired-OR." This allows for the 
selection of one of three clock sources; Inter- 
nal, External positive edge, or External nega- 
tive edge. The fourth gate is used for the 
clock qualifier. Each gate has three identical 
outputs. Thus a total of six clock circuits 
are formed that allow each clock circuit to 
drive two or three inputs. The MPU controls 
the selection of one of the three clock sources 
and the clock qualifier is enabled by the 
hardware whenever external clock is selected. 
Figure 4.8 shows an "OR" gate that enables 
the qualifier circuit. This "OR" gate is made 
by a "wire-OR" of two unused 10216 gates 
(10A and 9A) followed by a third unused 10216 
(HA) that inverts. These 10216 are converted 
from differential line receivers to one-input 
buffers by connecting one of their inputs to 
a bias voltage source (-1.3 V), which is sup- 
plied by pin 11 of each 10216. 



4.4.6 



Control Signals 



The control signals for the Front-End 
board are transferred from the MPU to hold- 
inn rpnicforc nn tho F"rnnf_F"nrl hnorrl Rononoo 

all of the logic on the Front-End board is 
ECL, the holding registers are operated be- 
tween ground and -5.2 V. To communicate 
with the MPU (which is TTL), the MPU data 
bus and address lines (3) are translated by 
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the circuit shown in Figure 4.9. This circuit 
also inverts the signals. The signals that are 
translated are: 

DB0-DB7 data bus (eight lines) 

A0-A3 address (four last significant 

bits) 

FEWE write enable pulse (decoded 
by th e MPU board) 

MRST master reset (used at pow- 
er-on only) 

The holding registers are 8-bit addres- 
sable latches (4724). This reduces the amount 
of decoding needed on the Front-End board 
and also reduces the number of traces that 
must be run to each register. This type of 
register also offers the advantage of getting 
8 bits of storage into a 16-pin IC (for exam- 
ple, an 8-bit parallel load register would re- 
quire a 20-pin IC). Because the 4724 is 
CMOS, it can directly drive the ECL inputs. 
Note that, because the address lines are in- 
verted, the 4724 output 07 is addressed by 
the MPU as address and output 06 is address 
1, etc. 



4.5 



Record Control 



The Record Control board contains the 
time base for generating the internal clock, 
the enable and trigger filter/edge detector, 
the trigger hold-off counter, the trigger delay 
counter, and the record control flip-flops. 



4.5.1 



Time Base 



The crystal-controlled oscillator circuit 
provides a stable and accurate 100 MHz sig- 
nal. The crystal (Yl) is designed to operate 
at the fifth overtone. Inductor LI and capaci- 
tors CIO, Cll and C46 form a resonant "tank" 
circuit at 100 MHz and guarantee that the 
crystal does not oscillate on any other over- 
tone. Resistors R10, Rll, and R82 establish 
a bias point for the transistor. Resistors R9 
and R48 establish the quiescent DC operating 
voltage on the collector of Q15. Inductor 
L2 acts as a high impedance at 100 MHz and 
increases the circuit gain so that it can 
oscillate. Adjustment of the pot (R48) shifts 
the average value of the 100 MHz signal on 
the collector of Q15 and this adjusts the 
symmetry of the clock signal (output from 
17B-2). 



The 100 MHz clock is divided by a series 
of counters to provide 10 MHz, 1 MHz, 100 
Ki iz, ±0 kHz, x kHz, and xuu i iz signais. i he 
counters for 10 MHz and 1 MHz are 10138s 
(locations 16C and 15C respectively) and are 
connected as bi-quinary counters so that they 
provide 50% duty cycle signals. The duty 
cycle of these clocks is not critical. The 1 
MHz clock output from 15C-15 is buffered 
by Q16 to provide a larger signal to allow 
the use of CMOS counters for the next four 
decades. 

The 10164 at location 17C is program- 
med by the MPU and selects one of the six 
decade clocks. This selected decade clock 
(output on 17C-15) clocks the counter 18C 
and generates a divide-by-two clock and a 
divide-by-five clock. The MPU then programs 
the 10102 at location 18B to select one of 
these three clocks to be used as the internal 
clock. Gate 17B-13 then buffers this clock 
and drives the coax to the Front-End board 
clock selection circuitry. 



4.5.2 



MPU Data Bus 



The MPU data, address, and control 
lines are translated from TTL (+5 V) to CMOS 
(-5 V) by transistors Ql through Q14. This 
allows the use of less expensive low-power 
Schottky circuitry for decoding and latching 
the MPU control information. The 74LS138 
at location 8D decodes the six addresses used 
by the Record Control board and provides the 
clock signals to the six 74LS273 registers that 
latch the information. To ensure that the 
"high" logic level output by the 74LS273s is 
high enough to meet the input requirement 
of the ECL, each output is connected to a 
pull-up resistor to ground. Outputs that drive 
more than one ECL input are connected to 
more than one resistor. 



<+.j.j r 
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The Filter/Edge Detector circuit is 
shown in Figure 4.10. 

The enable circuit operates in the following 
way: 

1. Assume that the enable condition is 
false(this is determined on the Front- 
End board) and that the MPU has selec- 
ted "enable true." 
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2. The signal "Enable" from the Front-End 
board is high at 6B -5 and the signal 
"select enable true" is low at 6B-4; 
therefore, 6B-3 outputs a low. 

3. The flip-flop (10231 at location 8B) is 
clocked by the sample clock to resyn- 
chronize the signal to the clock. This 
has no logical effect; it is solely for 
the purpose of removing the effect of 
the delays. 

4. Thus the output of the 10231 (pin 8B-2) 
is also a low and this is applied to the 
PE input of the 10016 (pin 7A-5). The 
10016 is thus preset to the number that 
was loaded into the register (location 
7C) by the MPU. 

5. Assume a filter of 1 was selected. Then 
the MPU loads the number 14 into the 
register and at this time the 10016 is 
preset to 14. Since the 10016 is a 
binary counter, its TC output is false 
at this time (i.e., high at pin 7A-4). 

6. When the enable condition becomes 
true, the signal "Enable" goes low and 
this is clocked through the 10231 and 
puts a low on 7A-5. If the "Enable" 
condition remains true, then on the next 
clock the 10016 is allowed to count 
from 14 to 15. This causes the TC 
output to go low. 

7. On the next clock the record control 
flip-flop is clocked to the enabled state 
and the 10016 is clocked to count zero. 
Thus the TC output returns to high. 

8. When the count of zero is reached, the 
outputs of the 10016 (go es to a low) 
and the gate 9A pulls the CE pin high 
and the counter stops at count zero. 

9. When the enable condition is no longer 
true, the counter again presets to count 
14. 

10. If the enable was only true for one 
sample, the counter would have counted 
from 14 to 15 and then back to 14. 

4.5.4 Filter Values Other Than 1 

For filter values other than one, the circuit 
operates as follows: 



4.5.5 



Thus, whenever the enable is false, the 
counter is preset to 10. For the counter 
to get to the count 15, the enable signal 
must go true for at least five consecu- 
tive clocks. If the signal goes false 
before the counter reaches 15, it resets 
back to 10. 

See Figure 4.11 for some examples of 
the filter operation. 

Trigger Filter/Edge Detector 



The Filter/Edge Detector for the Trigger 
operates exactly the same as the Enable with 
the following exceptions: 

1. The output of the 10117 is taken from 
pin 15 instead of pin 14. This inverts 
the signal at this point. The_signal is 
then reinverted by using the Q output 
of the 10231 (pin 8B-14). 

2. The net result of inverting this signal 
twice is that the circuit operates exact- 
ly the same except that the signal from 
6B-15 may now be "Wire-Or'ed" with 
the signal from the 10106 (pin 9C-15). 

3. In normal 16-channel operation, this 
gate (9C-15) is disabled by the MPU 
and the trigger circuit operates exactly 
the same as the enable circuit. 

4. In 32-channel operation (when the 
K100-D/32 is plugged into the K100), 
the MPU enables this gate by putting 
a low on pin 9C-14. ' This mode may 
be called Sequential Enable/Trigger be- 
cause it requires that the trigger must 
be true on the next clock immediately 
following the enable true. 

5. This is accomplished by "or-ing" the 
output of 8B-2 (enable) with the input 
to 8B-10 (trigger). Thus, for the trigger 
circuit to receive a trigger, enable must 
have been true for the previous clock. 

6. In this mode the filter values are always 
set for one and the enable and trigger- 
conditions are always true for only one 
clock period. The enable is used for 
the "address" information and the trig- 
ger is used for the "data" information. 



1. Assume a filter value of 5. The MPU 
subtracts the filter value from 15 (15- 
5=10) and stores the number 10 in the 
register. 



-51- 



-TLrLrLrLTLrLrLrLn 



CLK(7A-13) 



FOR A SINGLE ENABLE: 



PE (7A-5) 



TC (7A-4) 
COUNTER 



\_/ 



14 14 



FOR A LONG ENABLE: 



PE (7A-5) 



TC (7A-4) 



COUNTER 



CE (7A-6) 



14 14 



14 j 15 j 14 J 14 



/ 



14 15 



/ 



FOR A FILTER OF FIVE WITH AN ENABLE OF FOUR CLOCKS: 



PE 

TC 
COUNTER 



10 10 



/ 



\ 



10 I 11 I 12 I 13 I 14 I 10 I 10 



FQR A P" TPR QP Fl\/P \A/lTU am CMAOi c nc ci\/c r\ nr/c 



PE 



TC 



COUNTER 



10 10 



/ 



\ 



10 I 11 I 12 I 13 14 I 15 I 10 I 10 



Figure 4.11 Filter Operation Examples 

-52- 



4.5.6 



Trigger Hold-Off Counter 



The Trigger Hold-Off Counter is con- 
trolled by the Record Control Logic and its 
purpose is to inhibit (or hold-off) the accep- 
tance of the enable event until the memory 
has been filled with new data. This prevents 
the display of any "old" data. 

Operation is as follows: 

1. When a recording is initiated by the 
MPU, the hold-off counter is reset to 
zero and the counter is enabled to count 
(a low applied to 13D-6 and 13D-11). 

2. The two flip-flops (at location 13D) 
form a 2-bit binary counter and their 
output (13D-14) clocks the 8-bit counter 
formed by two 10016's (locations 11D 
and 11C). 

3. Note that 11D and 11C are ripple 
clocked by the 10231. This is accept- 
able here because the exact number of 
hold-off clocks are not critical. The 
only requirement is that there be at 
least 1,000 clocks in the hold-off time. 



4.5.7 



The TC output of this counter is formed 
by the 10102 at location 18B. When 
the output of 18B-9 goes low, the con- 
trol flip-flop (at location 10B-3) changes 
state to indicate the end of the hold-off 
period and the enable circuitry is al- 
lowed to begin operation. The output 
of this flip-flop also disables the hold- 
off counter by placing a high on 13D-6 
and 13D-11. 

The trigger hold-off may be defeated 
by a switch at location 7E. If this 
switch is in the open position, then 
12E-11 is allowed to go low and the 
output 12E-7 goes low and puts a low 
on the PE inputs of the 10016s. This 
causes the 10016s to go to TC as soon 
as they get a clock. The hold-off is 
thus reduced to one clock. 

Trigger Delay Counter 

The Trigger Delay Counter is controlled 



is to determine the end of the record cycle. 
The end of the record cycle is specified as 
a certain number of clock cycles after the 
detection of the trigger event. In the 



"EVENTS DELAYED" mode of operation this 
counter serves two functions; it counts the 
"events" delay and then it counts the number 
of clocks to the end of the record cycle. 

4.5.7.1 Operation in "CLOCK DELAYED" 
Mode 

1. The trigger delay counter is held preset 
to the value that the MPU has loaded 
into registers 2C and 3C (74LS273s) by 
the control logic until the enable condi- 
tion is detected and the "ENABLED" 
flip-flop set (i.e., 9B-14 goes high). This 
puts the PE inputs to the 10016s high 
and allows them to be controlled by the 
CE inputs. 

2. The counter does not begin counting 
until the trigger condition is detected 
and the "TRIGGERED" flip-flop is set 
(i.e., 9B-3 goes high). The signal 9B-2 
goes low which turns off the outputs of 
the 10210 (location 4C) and allows the 
CE inputs of the counters (locations 2A, 
2B, 3A, and 3B) to_be controlled by the 
gate 4A. The CE input of the first 
counter goes low whenever 9B-2 is low. 
The CE input of the second 10016 goes 
low only when 9B-2 is low and the TC 
output of 2A is low. The CE input of 
the third 10016_goes low when 9B-2 is 
low and both TC of 2A and 2B are low. 
Similarly, the_CE of the fourth 10016 
requires the TC of all three 10016s 
preceding it to be low. Note that the 
TC output of each 10016 is low when- 
ever the count of that 10016 is at 15 
and does not include the CE input. 

3. When the counter reaches top count on 
all four counters, then on the next clock 
it counts to all zeros. When this hap- 
pens the TC output of the last counter 
(pin 3B-4) goes from low to high and 
clocks the flip-flop 12B-15 from high 
to low. This flip-flop is called "DELAY 
INHIBIT" and it indicates that the coun- 
ter has completed the amount of delay 
that the MPU programmed it for. 

4. The counter continues counting for 16 
more clocks at which time the "16" 
output of the counter (pin 2B-3) goes 
high and the 10121 at location 5B out- 
puts a low (pin 5B-3), indicating the end 
of the record cycle. 
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5. Thus the counter counts the number 
specified by the register (as a two's 
complement number; plus 16 more 
counts. These extra 16 counts plus the 
extra clocks that were required to pass 
the trigger condition through the front- 
end (two clocks), the filter/edge detec- 
tor (two clocks), the "ENABLED" flip- 
flop (one clock) and the flip-flop that 
stops the recording, result in the actual 
end of the recording being 22 clocks 
beyond the actual desired piace. This 
number was chosen to allow for the fact 
that the record memory actually is 1024 
samples long and the user specified end 
of record point is defined as the 1000 
sample. The number loaded by the MPU 
into the counter is actually the one's 
complement (inverted) of "the number 
entered by the operator plus one." For 
example, for a delay of zero the counter 
is preset to FFFE (hex) and for a delay 
of 10 the counter is preset to FFF4 
(hex). 

4.5.7.2 Operation in "EVENT DELAYED" 

Mode 

1. In this mode, the counter serves two 
different functions. First it counts the 
specified number of trigger events after 
the "TRIGGERED" flip-flop is set and 
then it counts 516 clocks after the last 
trigger event. The reason for the num- 
ber 516 is that it positions the last 
trigger event at the 500 sample. Note 
that 516 is exactly 500 more than the 
16 that was used in "CLOCK DELAYED" 
mode. 

2. In this mode, the MPU puts a low on 
the signal "EVENTS" and puts a high on 
the signal "CLOCKS." This enables the 
10106 gate (location 9C) to control the 
CE inputs to the counter. The counter 
is then allowed to count only if 
"ENABLE" is set and the trigger detec- 
tor output says the trigger is detected. 
Since the "trigger detected" output is 
only true for one clock period (because 
it is edge detected), the counter can 
only count once each time the trigger 
is detected. The flip-flop (location 
10B-14) delays the trigger detected sig- 
nal by one clock so that the counter 
counts the trigger event, which causes 
the "ENABLED" flip-flop to be set. 



Note that the signal out of 10B-14 goes 
through two gates before it gets to the 
CE inputs of the counters. This is too 
much propagation delay for operation 
at 100 MHz clock rate; therefore, this 
mode of operation is specified for a 
maximum clock rate of 50 MHz. 
3. When the specified number of trigger 
events have been counted, the "DELAY 
INHIBIT" flip-flop is clocked and a high 
is applied to input 9C-5. This enables 
the counter to count on every clock. 
This also enables the end of record 
detector (the 10121 at 5B) to start look- 
ing for count 516 (the combination of 
the 512 bit (3A-2) and the 4 bit (2A-15)). 
When count 516 is reached, 5B-3 goes 
low and the record cycle is stopped on 
the next clock. 

4.5.8 Record Control Flip-Flops 

The record control flip-flops are shown in 
Figure 4.12 and their functions are described 
as follows: 

1. All five are set to a one at the beginning 
of each record cycle. 

2. Hold-off prevents the acceptance of any 
enable condition until after the hold-off 
condition is satisfied. Normally the 
hold-off condition is 1020 clocks (see 
Section 4.5.6). 

3. Enabled (not enabled) prevents the ac- 
ceptance of any trigger condition until 
after the enable condition is detected. 
The enable condition may be a specified 
combination (see Section 4.5.3) or it 
may be a manual enable or auto enable. 
For a manual enable the MPU puts a 
low pulse on 12D-11, which sets the 
Enabled flip-flop. For auto enable, the 
MPU puts 12D-11 low continuously and 
as soon as the hold-off flip-flop is set 
the enabl ed flip-flop is set. 

4. Triggered (not triggered) prevents the 
delay counter from starting until the 
trigger condition is met (see Section 
4.5.7). 

5. Delay Inhibit prevents the end of record 
logic from decoding end of record until 
the counter reaches TC. It is also used 
to switch from counting trigger events 
to counting clocks in the "EVENTS 
DELAYED" mode (see Section 4.5.7). 
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6. RECORD enables the clock for the re- 
cord memory. This flip-flop stops the 
record memory system when the trigger- 
delay counter decodes the end of record 
condition (see Section 4.5.7). After the 
recording is complete, the MPU resets 
the record flip-flop to enable the 
memory address counters so that the 
MPU can read the data from the record 
memory (see Section 4.5.10). 

4.5.9 The record control flip-flops are 
translated from ECL to TTL by the 10124s 
at 9D and 10D and are read by the MPU 
(using 74LS244 at 9E) so that the MPU may 
determine the record control status. The 
record status indicator displayed in the lower 
left-hand corner of the CRT is a direct indi- 
cation of the state of these flip-flops. The 
status displays are: 

1. CK? means that HOLD-OFF is still 

set. 

2. EN? means that HOLD-OFF is satis- 

fied and "not enabled" is still 
set. 

3. TG? means that both Hold-off and 

"not enabled" are satisfied (i.e., 
reset) and "not triggered" is still 
set. 

4. DLY means that CK?, EN?, and TG? 

are satisfied and the record 
flip-flop is still set. 

5. BSY means that the record cycle is 

completed and the MPU is pro- 
cessing the data. All five of 
the record flip-flops must have 
been satisfied (reset) to reach 
this point. Note, however, that 
the MPU sets RECORD true 
again to read the data from the 
Record Memory. 

6. RDY means that no recording is in 

process and the MPU has pro- 
cessed the data from any previ- 
ous recording. If either Man 
Arm or Auto Arm is pressed by 
the operator at this time, the 
MPU begins a new record cycle. 

4.5.10 Clock distribution for the Record 
Control board is shown in Figure 4.13. The 
primary purpose of the clock distribution is 
to buffer the clock to reduce the loading 
effects. On early boards (designated by -10) 



the sample clock came from the Front-End 
board on a single coax (called "S") and was 
connected to the three inputs of the 10210s. 
These 10210s then provide nine buffered out- 
puts. In this design the "S" clock signal is 
quite heavily loaded - four outputs "wire- 
or'ed" at the Front-End board and three inputs 
on the Record Control board. The -20 design 
reduced the loading by splitting the signal 
into two coaxes and using the 10210s to "or" 
them together. The "S" coax carries the 
clock oniy if INT is selected and the "SX" 
coax carries it if EXT is selected. Thus the 
loading for the INT clock is reduced from 
four outputs to one output at the Front-End 
board. This removes about 10-15 pF of load 

and gives a much better waveform. 

The outputs are distributed in such a 
way that each output drives no more than 
two inputs and the length of the trace is 
kept to less than 2 inches after the coax. 
The coaxes also allow for some adjustment 
of the delays by changing the lengths. 

The clock outputs for the Record Mem- 
ory boards are wire-or'ed to allow the use of 
the signal "RRE1" to clock the memory ad- 
dress counters when the MPU is reading the 
data from the Record Memory. The MPU 
terminates the recording process as follows: 



1. 



2. 



3. 



The MPU detects that the recording is 

completed - the RECORD flip-flop is 

cleared. 

The MPU deselects all clock sources - 

i.e., no clock is selected and both "S" 

and "SX" go to low. (This is done by 

loading the clock selection register on 

the Front-End board.) 

The MP U sets the signal "MPU Clock 
Source" to a low. This enables the 
signal "RRE1" to be the clock to the 
Record Memory board. At this time, 



igh 



ell iQ 1.1 ic uiuur ■ 



emi 



4. 



low. 

The MPU sets the signal "Address 
Counter Enable" high (see Figure 4.12), 
forcing the RECORD flip-flop to be set. 
This puts RECORD low, enabling the 
Record Memory to respond to the clock 
signal "CI" or "C2". This signal also 
forces the signal "WRITE" to a low and 
this disables the write enable circuitry 
on the Record Memory board. Thus the 
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Figure 4.13 Block Diagram of Clock Distribution on Record Control Board 



-57- 



system is now ready to read data from 
the Record Memory to the MPU. 

5. The MPU now executes a read from the 
memory board for channels 0-7. This 
is decoded by the MPU logic an d qener- 
ates a 500 ns negative pulse on "RRE1". 
The clocks "CI" and "C2" go high for 
500 ns. The memory address counters 
are increments when "CI" goes high. 
The data from the Record Memory 
board is gated onto the MPU data bus 
by the RRE1 pulse and the MPU reads 
the data near the end of the pulse. 
Thus the address is incremented before 
the data is read by the MPU. Note 
that both memory boards are incremen- 
ted by the RRE1 signal. 

6. The MPU now executes a read from the 
memory board for channels 8-F. This 
generates a similar pulse on "RRE2" and 
reads that data into the MPU. This has 
no effect on the clock signals and does 
not increment the address counters. 

7. The MPU repeats steps 5 and 6 above 
a total of 1024 times to read all of the 
data. Note that at this time the Record 
Memory address counters return to ex- 
actly the same address that they were 
at when the recording was completed. 

8. The MPU loads the Front-End board to 
select the sample clock to the original 
source (either INT, EXT /or EXT\). 
At this time the selected clock is ap- 
plied to all circuits, incl uding th e mem- 
ory's because the signal "RRE1" is high. 
The signal "W RITE" is still held low. 

9. The MPU sets "MPU Clock Source" high 
and "Address Counter Enable" low. This 
allows the "WRITE" signal to go high 
as long as the RECORD flip-flop stays 
set and the data in the Record Memory 
board may be destroyed. This data is 
no longer needed by the MPU because 
the MPU has stored it all in the MPU 
RAM on the MPU board. 

10. If, at any time, the operator pushes the 
»M-»A" button, the MPU performs the 
above sequence starting at step 2. Note 
that when step 9 is executed the K100 
resumes the recording process at the 
same state that it was in when the 
M-*A cycle was started. This is why 
the RRE1 signal is not allowed to clock 
any of the other logic. During the 
execution of step 8 one extra clock may 
be generated when the clock is reselec- 
ted. Also note that the last sample of 



data that was recorded in the Front-End 
board 10231's was not transferred to the 
Record Memory board and wiii thus not 
be transferred to the MPU. 

4.5.11 Power-up MPU diagnostics also 

utilize this control logic for using RRE1 as 
the clock source for the Record Memory. In 
this mode the clocks are deselected and the 
"Address Counter Enable" signal is asserted. 
In addition, the signal "MPU Write Mode" is 
also asserted, enabling the record memory 
write enable circuitry. Thus each time the 
MPU executes a read on RRE1, the data from 
the Front-End board is written into the Re- 
cord Memory board. When the MPU has 
written all 1024 addresses, it then turns off 
the write enable circuitry by setting "MPU 
write mode" false. Then the MPU can read 
the data and see if it is correct. 



4.6 



Record Memory 



The Record Memory provides the pri- 
mary means of storing data as it is recorded. 
The Record Memory can operate at up to a 
100 MHz clock rate in the Record mode and 
the data may be read by the MPU at the 
data bus rate (1 MHz). The Record Memory 
system is divided into two identical boards 
because it does not fit on a single board. 
Each board provides eight channels of memory 
and all of the required address counters, write 
enable circuits, and other control logic. Each 
board receives its data signals from the 
Front-End board and its clock and control 
signals from the Record Control board. The 
MPU communicates to the Record Memory 
boards through the Mother board. The Mother 
board wiring dictates the function of each 
board; connectors J3/J4 (closest to the 
Front-End board) are wired for channel 8-F 
memory and connectors J13/J14 are wired 
for channel 0-7 memory. The Memory boards 
may be interchanged without affecting oper- 
ation as long as the data cables from the 
Front-End board are connected to the correct 
Memory board (channels 8-F to the first mem- 
ory and channels 0-7 to the second memory 
from the Front-End board). The clock and 
record control signals are identical for both 
Memory boards and may be interchanged. 

4.6.1 A block diagram of the Record 

Memory board is shown in Figure 4.14. The 
basic memory element used on this Memory 
board is a 256 x 1 TTL RAM of the 82S117 
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type. These memory ICs are operated in a 
four-way multiplexed system. There are four 
identical memories for each data channel and 
the data is sequentially stored into each of 
these four memories. In this way each mem- 
ory receives every fourth data bit and the 
memory system operates at four times the 
rate of each memory. Thus for a 100 MHz 
memory system, each memory is required to 
operate at 25 MHz. This multiplexed system 
is implemented by the clock distribution cir- 
cuit that generates a four phase clock. Each 
phase of this clock drives one of the four 
memory banks. Each memory bank has an 
8-bit holding register for the input data, an 
8-bit address counter, a write enable pulse 
generator, and eight RAMs. All of these 
elements of the memory bank are activated 
by the positive edge of the clock for that 
bank. The four memory banks are referred 
to as Phase 1, Phase 2, Phase 3, and Phase 
4 and they operate in time sequence 1, 2, 3, 
4. Thus a typical sequence of operation is 
as follows. (Refer to Figure 4.15.) 

1. Assume that the clock distribution flip- 
flops are both reset. This gives DC1 
and DC2 low and DC3 and DC4 high. 

2. On the next clock, DC1 (pin 4C-2) goes 
high. This clocks the data into the 
holding registers for phase 1 (locations 
3A and 4A). 

3. The level translator circuit provides a 
clock AC1 to the address counters (18A 
and 19A) and increments the address to 
the RAMs for phase 1. 

4. The write enable generator for phase 1 
is clocked by WC1 (which is the same 
as DC1 clock) and generates a write 
enable pulse about 20 ns after the posi- 
tive edge of DC1 with a pulse width of 
about 20 ns. 

5. On the next clock, DC2 (pin 4C-15) goes 
high. This clocks the data, address, and 
write enable nenerator for phase 2- 

6. On the next clock, DC3 (pin 4C-3) goes 
high. This clocks phase 3. 

7. On the next clock, DC4 goes high. This 
clocks phase 4. At this point both 
flip-flops have returned to the initial 
state (reset) and the above cycle re- 
peats. 

8. Note that when DC3 goes high, DC1 
goes low and vice versa. Because all 
of the circuits are clocked by the posi- 
tive edge, the exact time when each 
clock goes low does not affect the oper- 



ation. However, it is quite helpful to 
generate phase 1 and 3 (also 2 and 4) 
as complementary signals. This allows 
the use of twisted pairs for transmission 
instead of coax and it also allows the 
use of the differential level translators 
Ql, 2, 3, 4, which are much faster than 
10125s. 

4.6.2 Figure 4.17 shows the typical timing 
of the memory system signals. 

4.6.3 Figure 4.16 shows the write enable 
generator circuit (for phase 1 only). This 
circuit is enabled to operate only if the signal 
WRITE MODE is high. This signal comes 
from the Record Control board and is directly 
controlled by the MPU. If Write Mode is 
high, then when the clock goes high (WC1) 
the first flip-flop (11C-2) goes high. The Q 
output (11C-3) is pulled low by the resistor 
R13 with the capacitor C17 determining the 
time required to reach the threshold level of 
the 10195 (10C-12). When the threshold is 
reached, the output of the 10195 (10C-15) 
goes high and resets the 10231 (forcing 11C-2 
low and 11C-3 high). This also charges C17 
back up to a high. The resistor Rll (30 ft ) 
limits the charging current to C17 and re- 
duces any tendency for ringing on the positive 
edge of 4C-3. When 4C-2 goes low, the 
output 10C-13 goes high and clocks the second 
10231 (forcing 11C-15 high and 11C-14 low). 
The RC time constant of R12 and C16 then 
determines the time delay until the output 
10C-14 goes high and resets the 10231 (11C- 
15 low and 11C-14 high). Note that the next 
WC1 clock may be received before the second 
flip-flop has completed its cycle. 

4.6.4 The signal RESET is generated by 
the MPU at the beginning of every record 
cycle and resets all four memory address 
counters and the two clock distribution flip- 
flops. The data holding registers are not 
reset. This reset signal is not necessary for 
normal operation of the Record Memory 
board. However, it allows the power-up diag- 
nostic to determine which RAM is being ad- 
dressed during the diagnostic. 
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4.7 



Threshold 



The Threshold board has holding regis- 
ters for the MPU control information, two 
8-bit D/A converters, twenty-four input ana- 
log switches and twenty op amp buffers. 

4.7.1 The MPU data bus is buffered into 

the Threshold board by the 74LS244 at loca- 
tion 7E whenever the MPU is doing a WRITE 
operation. The three lowest address lines 
(A0-A2) are decoded by the 74LS138 (location 
8D) and provide the clock signals for the 
74LS273 holding registers. The Threshold 
board is addressed by the MPU as if it were 
part of the Record Control board. Address 
"880X" hex is decoded by the MPU board and 
sent to both th e Re cord Control and the 
Threshold (called CWE). The A3 bit is then 
used to determine which board responds. The 
Record Control responds if A3 is low and the 
Threshold responds if A3 is high. This is 
done by connecting A3 to the Gl input of 
the 74LS138 (8D-6) and connecting CWE to 
the G2 inputs (8D-4 and 8D-5). The holding 
registers are as shown in Table 4.1 





Table 4.1 




MPU 




Location 


Address 


Description 


7C 


8808 


DAC All zeros: 
A -6.4V 


7B 


8809 


DAC All ones= 
B +6.35 V 
Effective 
Threshold 


6C 


880A 


ch E,F,CQ,CK 

Threshold 

Selection 


7D 


880B 


ch A,B,C,D 

Threshold 

Selection 


6D 


880C 


ch 8,9,Q1,Q2 

Threshold 

Selection 


6A 


880D 


ch 4,5,6,7 
Threshold 
Selection 


6B 


880E 


ch 0,1,2,3 
Threshold 
Selection 


None 


880F 


not used 



4.7.2 The Threshold DAC (Digital-to-Analog 
Converter) circuit is shown in Figure 4.18. 
Only the circuitry for DAC A is shown. The 
DAC B circuit is similar. The 1408 is a 
multiplying-type DAC. The output current 
is equal to the reference current (IREF into 
pin 13) times the number applied to the digital 
input. The digital input is interpreted as a 
binary fraction (i.e., the MSB is 1/2, the next 
MSB is 1/4, etc.). Some examples are shown 
in Table 4.2. 









Table 4.2 




Inputs 






Multiplier 


DAC Output 


D 7 D 6 D 5 D 4 










D 3 D 2 D 1 D 








pin 9B-1 














3.20 V 


10 








0.5 


V 


10 








0.25 


-1.60 V 


111111 


1 


1 


0.996 


+3.175 V 



The output of the DAC is converted from a 
current to a voltage by the op amp (9B-1) 
and the feedback resistor (3.16K). The op 
amp maintains the voltage on the inverting 
input (pin 2) at V. Thus the output voltage 
goes to that value that makes the current 
flowing in the feedback resistor equal to the 
sum of any other currents from the input pin. 
The 4.53K resistor and the IK pot are ad- 
justed to give one-half of the DAC current 
(approximately 1 mA). This is called I nFF( , FT 
and causes the output voltage to be offset 
by one-half of the full-scale value. Thus the 
output goes from -3.20 V to +3.175 V. This 
voltage is multiplied by two by the output 
buffer. See Figure 4.19. 

4.7.3 The reference voltages (+VREF and 
-VREF) are generated by the zener diode 
(IN751A) and the op amp (9C) and provide 
stable operation that is insensitive to changes 
in any of the supply voltages. The first op 
amp provides a current source for the zener 
(approximately 20 mA). The second op amp 
is a unity gain inverter and provides the 
positive reference voltage. 
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-V 



TH 



4.7.4 The TTL and ECL thresholds are 
generated by a resistor divider between 
+VREF and -VREF. The 10K resistors limit 
the range of adjustments to +1.0 V (+2.0 V 
at the probes) and improve the settability. 
The op amp (9B) buffers both TTL and ECL 
thresholds to allow them to drive all 20 of 
the analog switches. 

4.7.5 The analog switches are CMOS 4051s 
and are operated from +5 V and -5.2 V sup- 
plies. This requires that the analog signals 
input to the 4051s be kept to less than +5 
V, which is the reason for the output buffers 
having a gain of 2. Thus the maximum analog 
signal required at the 4051s is +3.2 V to give 
an output range of +6.4 V. There are twenty 
4051 switches (one for each probe) and each 
switch is controlled by two signals from the 
MPU (stored in the 74LS273 registers). 

4.7.6 The circuit shown on the schematic 
and identified with asterisks (*) was intended 
for future use as an IEEE 488 (GPIB) inter- 
face. It has never been implemented on this 
board. A new board was designed for GPIB 
operation. 



4.8 



Front Panel and Keyboard 



Refer to the Front Panel schematic and 
the Keyboard schematic in Section VII. The 
Keyboard is arranged as an X-Y matrix. 
There are eight columns (vertical) and six 
rows (horizontal). When a key is pushed it 
makes a connection between the column and 
row that are connected to that key. For 
example, pushing the "ENABLE" button con- 
nects column X n to row Y n . The row lines 
are each pulled up to +5 V Dy a 10K resistor 
and connected to the 74LS244 input (U5), 
which allows the MPU to read the level of 
each row. The column lines are driven by 
the 74LS138 (U4). U4 is connected to the 
MPU address lines (A0, Al, and A2) such that 
the line X n is driven low when the address 
is 0, and line X, is low when the address is 
1, etc. The address lines are buffered by U3 
(74LS04) to ensure an adequate voltage level 
to drive Ul, U2, and U6, which are CMOS. 

4.8.1 Ul is an 8-bit addressable latch (4724) 
and is used to Gontrol the two L EDs (E RROR 
and POWER-ON). The signal FPWE clocks 
data from the MPU data bus (bit 7) into the 



bit, which is addressed by A n -A ? . Address 
7 writes D7 into the Q n bit and controls the 
"power-on" LED. A nigh on Q n turns the 
LED off and a low turns the LED on. Address 
5 writes D7 into the GL bit and controls the 
"Error" LED. The resistors Rl and R2 set 
the LED current at 10 mA. 

4.8.2 The switches on the Front Panel (not 
the keyboard) are read into the MPU by the 
eight-input multiplexer (U2) and are buffered 
onto the data bus Dl by U5 (74LS244). The 
circuitry of U7 (NE521) is used to detect 
when the 32-channel adapter is connected to 
the K100-D. Resistors R7 and R8 set the 
noninverting inputs of U7 to -2.6 V. R5 and 
R6 connect the inverting inputs of U7 to the 
clock qualifier input lines. These lines are 
terminated on the Front-End board by 51 
resistors to -2.0 V. The outputs of U7 are 
thus LO if the CQ lines are higher than -2.6 
and are HI if they are lower than -2.6. If 
nothing is connected, both lines are at -2.0 
V and both U7 outputs are LO. If the probes 
are connected, the lines are ECL logic levels 
(-0.8 and -1.3 V) and both U7 outputs are 
LO. If the 32-channel adapter is connected, 
resistor R13 in the adapter is connected from 
the CQ line to -5.2 V and pulls it to -3.0 V. 
This causes output U7-9 to go high (U7-4 is 
LO). The eight-input multiplexer (U6) reads 
the outputs of U7, and U5 buffers them onto 
the data bus. 

4.8.3 The input A and B connectors (J20 
and J21) are mounted on the Front Panel 
circuit board. The signal lines from each 
input connector are connected to a 20-pin 
connector (J22 and J23) that goes to the 
Front-End board. The threshold lines, the 
power (-5.2) and the ground lines are con- 
nected to a 14-pin connector (J18 and J19) 
that goes to the Threshold board via the 
Mother board. 



4.9 



Probes 



Figure 4.20 shows the probe circuit. 
The nrnbfi rircnif nnmnarPR fhp innnf cinnal 
to the threshold level and outputs a differ- 
ential ECL logic signal. 
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Figure 4.20. Probe Circuit 



4.9.1 Resistor Rl (500K) is connected to 
the input and resistor R2 is connected to the 
threshold voltage. The voltage at the junction 
of Rl and R2 is equal to zero when the input 
voltage is exactly opposite of the threshold 
voltage (e.g., +1.4 V and -1.4 V): 



V J=i (V 



IN 



+ v thP- 



4.9.2 Transistor Ql protects the gate of 
Ul from large voltages. The base-collector 
junction breaks down if V, is greater than 
20 V, and it also conducts if V-, is less than 
-6 V. J 

4.9.3 Capacitor CI compensates for the 
capacitance from the junction (V,) to ground. 
CI was determined to provide a small amount 
of overshoot (5-20%). 

4.9.4 Transistor U1A operates as a source 
follower and provides a very high input impe- 
dance for V,. The output of U1A (pin 12) 
is about 2-3 v lower than the input. Transis- 
tor U1B provides a reference voltage that is 
the same as the gate to the source voltage 
of U1A. Resistor R13 drops about 300 mV 
and resistor R14 is adjusted so that, if V-,=0, 
the voltages at U2-9 and U2-10 are equal. 
This compensates for the offset voltage of 
U1A and U1B. The maximum voltage that 
U1A can output is about -0.6 V at U2-10. 



4.9.5 U2 is a 10216 ECL differential line 
driver and operates in this circuit as a dif- 
ferential amplifier. All three stages are 
connected to increase the gain. Each stage 
has a differential gain of about 5 (125 gain 
for three stages). Thus an input voltage of 
8 mV is sufficient to change the output from 
balanced (both at -1.3 V) to full output (one 
output at -0.8 and the other at -1.8). To 
change the outputs from HI to L0 would 
require about 16 mV of input change. 

4.9.6 Resistor R12 provides positive feedback 
and introduces hysteresis. The amount of 
hysteresis is: 



V 



1 volt 



HYS" 



x 200 fi =20 mV 



10 K 
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4.9,7 Resistor R15 connects the input ground 
to the power ground. This protects the input 
ground lead in case it is connected to a 
voltage other than ground. The maximum 
voltage that may be applied without damaging 
the probe is +5 V. This resistor also allows 
the voltage drop in the probe cable (about 
50 MV) ground wire to be eliminated and 
reduces the flow of ground current in the 
event that the K100 ground is not at the 
same potential as the system that the probe 
is connected to. Any ground potential dif- 
ference changes the effective threshold of 
the probe. Operation of the probe without 



connecting the ground lead introduces about 
a 50-mV threshold shift (negative). 



4.10 



Regulator 



Refer to the regulator schematic in 
Section VII. 

4.10.1 The Regulator board receives un- 

regulated DC power and provides regulated 
DC power at the following voltages and cur- 
rents: 



+5 V 
-5.2 V 
+15 V 
+12 V 
-12 V 
- 2 V 



up to 15 A 
up to 15 A 
up to 1 
up to 1 
up to 1 
up to 3 



4.10.2 Standard three-terminal regulators 
are used for +15 V (U3), +12 V U2, and -12 
V (Ul). R46 and R47 are bleeder resistors 
for discharging the capacitors when power is 
off. C14, C15, C17, and C18 are filter caps 
to ensure stability of the regulators. C12, 
C13, C16, C21, C19, and C20 also ensure 
stability and reduce the AC output imped- 
ance. Each output has an LED to indicate 
power-on. R42, R43, and R44 set the LED 
current at 10 mA. 

4.10.3 Regulator boards ETCH D and earlier 
have a reference voltage circuit that is used 
by both the +5 V and the -5.2 V regulator. 
The reference voltage circuit provides a 
stable +1.2 V reference. The op amp U7C 
outputs a constant current (26 mA) to the 
diode CR3 (pin 1). The voltage at pin 1 of 
CR3 is typically 0.8 V. The resistor R52 
provides most of the current necessary and 
the op amp sources or sinks a small amount 
of current so as to regulate the current to 
the diode. The second op amp (U7D) outputs 
the reference voltage (+1.2 V): 

V ref = (V 2 - V l' x3t V 4 V 3V 1 
= (0.8 - 0.6) x 3 + 0.6 



The current in the second diode is about 10 
mA. The temperature coefficient of the first 
diode is greater than the second diode because 
it has 2.5 times the current. The result is 
that the temperature coefficient of the refer- 
ence voltage is much less. 



4.10.4 Regulator boards ETCH E and later 
use the output of the -12 V regulator as the 
reference for the +5 and -5.2 regulators. 

4.10.5 The +5 output voltage is regulated 
by op amp U7B. The output voltage is sensed 
by R32, R30, and R37 and the op amp 
compares this to the reference voltage. If 
the output voltage is low, the op amp output 
(U7-7) increases. This causes Q4 to conduct 
more current from the base of Q3 and Q3 
supplies more current to the output, which 
raises the output voltage. The output current 
is sensed by a 0.01 ft resistor (actually a PC 
trace with 0.01 ft resistance). Resistors R25, 
R33, R34, R35 form a balanced bridge 
and R24 unbalances it. If the voltage drop 
across the 0.01 ft resistor exceeds the voltage 
across R24 (about 150 mV), then U7-3 is 
higher than U7-2 and the output U7-1 goes 
positive until CR4 starts to conduct. This 
raises the voltage at U7-6 and causes the 
drive to Q3 to be reduced so that the output 
current cannot increase. The voltage drop 
across R24 is equal to the voltage drop across 
the 0.01 ft resistor. Note that the voltage 
drop across R24 is proportional to the output 
voltage. This causes the maximum output 
current to decrease as the output voltage 
decreases (called foldback current limit) and 
reduces the power dissipated in the pass tran- 
sistor (Q3) during current limits such as out- 
put shorts. Resistor R36 alters the current 
limit value so that it does not decrease all 
the way to zero. 

4.10.6 The short circuit current limit can 
be determined in the following manner: 



Vout 







2. 



V(at U7-2) . 8 Vxl3 ° ,12 mV 
100K 



150 ft is R25 in parallel with R33 

3. V(at U7-3) = 12 mV + Voffset of 
U7 

, t . • -f V(U73) 804+R o/ , Vl - /v 
a. T Lirait~ _v 24-5 A. 

200 ~ 0.01 



if R 2 4 =25 n and Voffset=0 
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Note that if Voffset is more than 12 mV 
positive, the current limit is zero and this 
could cause start-up problems. And if Voffset 
is equal to 10 mV negative, the current limit 
is 9 A. 

4.10.7 The maximum current when the 

output is +5 V is: 



I L (at 5 V)= 



5 volts 



R34+R35 



^24 

0.01 



+1 



S.C. 



= (0.62 A/^)R 24+ 5 A 
for R 24 = 25 
I L (at 5 V) = 20 A 

4.10.8 The -5.2 V circuit operates basic- 
ally the same as the +5 V circuit. 

4.10.9 The transistor Q7 provides a -2.0 
V output. Resistors R48 and R49 put the 
base of Q7 at about -3.5 V. The base to the 
emitter voltage of Q7 is about 1.5 V and the 
output (emitter of Q7) is -2.0 V. Short circuit 
protection is provided by the -5.2 V regulator 
circuit. 



4.11 



CRT Display 



The CRT display receives three signals 
from the MPU board (Horizontal Sync, Verti- 
cal Sync, and Video) and +15 V power (1 amp 
max.). Figure 4.21 is a block diagram of the 
CRT display. 

4.11.1 The horizontal processor (Ul) gener- 
ates and synchronizes the horizontal scanning 
by controlling the horizontal output transistor 
Q2. The flyback transformer serves two 
purposes; it provides the energy required to 
return rapidly the scan to the left side and 
it serves as a DC-to-DC converter for gene- 
rating the operating voltages for the CRT. 
The voltages are: 



1. 


+10 kV 


Anode Voltage 


2. 


+200 V 


Focus Voltage (grid 2 and 3) 


3. 


+38 V 


Video (on cathode) 


4. 


-40 V 


Brightness Control (on grid 
1) 



The horizontal output transistor also serves 
two purposes; it provides energy to the fly- 
back transformer and it draws current from 
the horizontal deflection coil to generate the 
scan from left to right. The horizontal pro- 



cessor synchronizes the horizontal scan so 
that the "flyback" begins at the same time 

flip*- *-*-»o WnRT7 QVMP rjiilco honinc Tho 

MPU board generates the SYNC pulse such 
that it begins (goes low) 1 us after the end 
of the video for each horizontal line and 11 
jus before the beginning of the video for the 
next line. The synchronization may be ad- 
justed by R10 (HORIZ. PHASE) over about a 
2-jjs range to compensate for component vari- 
ations. The inductors LI and L2 allow adjust- 
ment of HORIZ. LINEARITY and HORIZ. 
WIDTH respectively. 

4.11.2 The vertical processor (U2) generates 
and synchronizes the vertical scanning. The 
vertical processor drives the vertical deflec- 
tion coil directly and senses the current by 
measuring the voltage drop across the 1 Q 
resistor (R44) in series. U2 contains an 
oscillator that is synchronized to the VERT. 
SYNC input pulse, an adjustable constant cur- 
rent source ramp generator, an emitter fol- 
lower buffer and a power amplifier to drive 
the deflection coil. The vertical processor 
circuitry allows adjustment of VERT. HOLD 
(R36), VERT. HEIGHT (R37), and VERT. 
LINEARITY (R40). 

4.11.3 The VIDEO INPUT signal (+2 V = 
WHITE, V = BLACK) is amplified and inver- 
ted by transistor Q3 and controls the beam 
current in the CRT (VI). The voltage levels 
are typically +38 V for black (no beam cur- 
rent) and +20 V for white. The voltage 
applied to grid #1 is adjusted by R23 
(BRIGHTNESS) to compensate for variations 
in the CRTs. The amplitude of the video 
signal applied to the cathode may be adjusted 
by R24. The adjustment procedure for R23 
and R24 is covered in the calibration section. 

4.11.4 Refer to the schematic (0113-0006) 
in Section VII for the following more detailed 
description. Components that are part of the 
integrated circuits Ul and U2 are denoted by 
an asterisk following their designators (e.g., 
Q5*). 

4.11.5 Horizontal processor (Ul) contains 
an oscillator, an output buffer, and a phase 
detector. The oscillator is formed by transis- 
tors Q5*, 6*, 7*, 8*, 9*, and 10*. Assume 
a starting point with C3 discharged (i.e., 
V across C3). Q5*, 6*, 7*, and 10* are off 
and Q8 is on. Q9 is a constant current source 
for the pair Q7 and Q8 and does not change. 
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Figure 4.21 CRT Block Diagram 
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Because Q5* is off, the voltage on C3 is 
allowed to raise as C3 is charged by the 
current Trom Rz ana r\3. r\o- anu Kxu- ocu 
the base of Q8* at about 5 V. Thus, when 
C3 reaches 5 V, Q7* begins to conduct and 
the voltage dropped across R6* turns on Q6*, 
which turns on Q5* and Q10*. Q10* and R9* 
pull the voltage at the base of Q8* down to 
2.2 V. This causes Q8* to be turned off 
completely (and Q7* completely on) until the 
voltage on C3 drops down to 2.2 V. The 
voltage on C3 is discharged by Q5* and R4* 
(430 n ). This takes about 3 jus. When C3 
reaches 2.2 V, Q7*, 6*, 5*, and 10* all turn 
off, Q8* turns on, and C3 is allowed to begin 
charging up again. The rate at which C3 
charges is determined primarily by R2 and 
R3 and is typically about 61 jjs. The complete 
period is 64 jus for both charging and discharg- 
ing (15,625 Hz). Transistor Q4* is an emitter 
follower buffer and Q3* gives an output signal 
(Ql* on) whenever C3 is above the voltage 
level set by R6 and R7 (typically 3.6 V). 
Typically Ql* is on for 40 jus and off for 24 
jus. The resistor R5 can change the frequency 
of the oscillator by about 2% and is used to 
synchronize the oscillator to exactly the same 
frequency as the HORIZ. SYNC input. The 
voltage applied to R5 is controlled by the 
phase detector part of Ul. C2, CI, and R4 
form a low-pass filter and smooth out the 
voltage. The phase detector compares the 
leading edge of the HORIZ. SYNC pulse to 
the leading edge of the flyback voltage and 
increases or decreases the voltage applied to 
R5 so as to keep them in synchronization. 
RIO allows about 2 jus of adjustment by delay- 
ing the flyback signal before it gets to the 
phase detector input (Ul-4). When properly 
synchronized, the signal at Ul-4 crosses the 
V RF(r level (2 V) exactly in the middle of 
the phase detector window (established by the 
HORIZ. SYNC signal applied to Ul-3). C28 
differentiates the SYNC signal and makes the 
"window" about 1 or 2 jjs wide beginning when 
the SYNC input goes low. Refer to the 
waveforms on the schematic (0113-0006), 
sheet 1. The phase detector operates only 
during this "window" (when Ul-3 is below 
+1.25 V). When Ul-3 is above +1.25 V, Q12* 
is on and Q17* is off and the phase detector 
has no current. 

4.11.6 Transistor Ql buffers the output of 
the horizontal processor (Ul-1) and drives the 
horizontal output transistor (Q2). The trans- 



former Tl provides a negative base drive to 
Q2 to ensure good turn-off characteristics 

when kh± it> ui i \m jus + t- jus/. »»nen oiz. can is 

off, the stored energy in Tl causes the trans- 
former to kickback until the equivalent cur- 
rent is drawn by the base of Q2. The current, 
when Ql is on, is about 210 mA (a 1-V drop 
across R12). Because of the 6.7:1 turn ratio 
of Tl, the base current when Ql is off is 
about 1.4 A. During the 40 ps when Ql is 
off, this current gradually decreases. When 
Ql is on, the current increases again for the 
next cycle. 

4.11.7 Horizontal Output Transistor (Q2). 

At the moment just before Q2 turns 
off, Q2 is drawing current from the flyback 
transformer (-3 A typical) and from the hori- 
zontal deflection coil (-3 A typical). When 
Q2 turns off, both the flyback and the deflec- 
tion coil kickback and raise the collector 
voltage to about 150 V. This very rapidly 
increases the deflection current to +3 A 
(rapidly deflecting the CRT beam to the left 
side of the CRT). The flyback transformer 
then rings negative and the catch-diode CR1 
clamps the Q2 collector to about V. The 
clamp diode now supplies the deflection cur- 
rent until the deflection current reaches zero. 
At that time, Q2 (which has already been 
turned on) begins supplying the deflection 
current and also starts charging up the fly- 
back transformer. The single turn winding 
on Tl provides a small voltage to minimize 
the negative voltage on the collector of Q2 
while CR1 is conducting. This negative vol- 
tage causes a slight nonlinearity in the hori- 
zontal deflection. The single turn winding 
may be increased to 2 or 3 turns if it is 
necessary to reduce this nonlinearity. 

4.11.8 Horizontal deflection is proportional 
to the current in the deflection coil and the 
distance traveled by the electrons. When the 
beam is deflected, the distance traveled by 
the electrons increases because the face of 
the CRT is almost flat. This changes the 
amount of current required to deflect the 
beam. To compensate for this and to have 
a uniform motion of the beam from left to 
right, the deflection current is changed more 
slowly when the beam is at either side than 
when it is in the center. (Once again refer 
to the waveform on the schematic.) This is 
implemented by the capacitor C27 (called an 
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"S" cap because it creates an "S" shaped 
current waveform). The value of C27 is 
chosen to give enough voltage change to com- 
pensate correctly for the change in deflection 
sensitivity. A larger value of C27 causes 
faster deflection at the edges and a smaller 
value of C27 causes slower deflection at the 
edges. The variable inductor L2 increases or 
decreases the deflection current without 
changing the shape of the waveform and is 
used to adjust the width of the scan. The 
inductor LI can be adjusted to saturate near 
the end of the waveform. When LI saturates, 
the total inductance decreases and the rate 
of change of current increases. This changes 
the rate of deflection at the right side of 
the CRT without affecting the left side. 
Sometimes a small correction is needed at 
the left side of the screen, and resistor R52 
and capacitor C29 slow down the scan slightly 
there. Normally R52 and C29 are not needed. 



4.11.9 The vertical processor (U2) is syn- 
chronized to the VERT. SYNC input. When 
the VERT. SYNC input goes low, a negative 
pulse is applied to U2-3 (by C19) and the 
capacitor C20 is discharged. The ramp gener- 
ator is also discharged (U2-12) goes to zero 
and U2-1 goes to zero). The oscillator is 
adjusted to a slightly lower frequency than 
the vertical sync pulses. Thus the sync pulse 
always discharges the oscillator just before 
it reaches the threshold of Q3*, and the 
oscillator runs at the sync input frequency. 
The ramp generator output (U2-12) supplies 
a constant current of about 20 jjA (determined 
by R37 and R38), and the network of R39, 
C20, C21, R40, and R41 generates the ramp 
waveform as shown on the schematic. This 
curved waveform, when added together with 
the waveform generated by C23, controls the 
deflection current waveform. These signals 
are added together by R42, R45 and R46. 
The waveform at U2-4 shows the operation 
as follows: 



4. The deflection current rapidly decreases 
to zero. 

5. The amplifier turns on saturated and 
provides a +15-V output until the deflec- 
tion current reaches the desired level 
(+0.25 A). 

6. At this time, U2-4 drops to the voltage 
required to maintain the desired cur- 
rent. 

7. The voltage across C26 is approximately 
8 V and the voltage dropped by the 
0.25 A flowing through the deflection 
coil (6 0.) and the current sense resistor 
R44 (1 Q ) is about 1.75 V. 

8. The voltage at &2-4 is maintained at 
about 0.35 V below the sum of C26 and 
the drop across the series resistance. 
This causes the desired decrease of de- 
flection current of about 0.033 A/ms. 
The voltage at U2-4 is about 10 V (8 
+ 2) at the beginning and about 6 V (8 
- 2) at the end of the vertical scan. 

4.11.10 R48 and C25 provide a low impe- 
dance load for the amplifier at high frequen- 
cies to ensure stability of the amplifier and 
do not otherwise affect the shape of the 
deflection waveform. R47 and C24 are also 
used only to compensate the amplifier to 
ensure stability. 



1. 



2. 



3. 



Just before the sync pulse is received, 
the deflection current is about -0.25 A 

iflovA/inn info I I9_/i^ 

The leading edge of the sync pulse re- 
sets the ramp and the amplifier stops 
drawing current. 

The deflection coil kicksback until it 
forward biases the catch dioded from 
U2-4 to +15. 
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SECTION V 
CALIBRATION PROCEDURES 



5.1 



Recalibration of Internal 



Circuits 



The following calibration procedures 
are intended to be used in recalibrating 
the internal circuits of the Model 
K100-D. The entire circuitry was 
calibrated before shipment and should not 
require any recalibration for at least six 
months or 1000 hours of operation. 
Refer to the schematics and assembly 
drawings in Section VII for additional help 
in locating devices referenced in this 
procedure. The raster scan display used 
in the K100-D has many adjustments that 
can be verified during power up 
"STATUS" mode. 

5.2 Required Test Equipment 

The test equipment listed in Table 
5.1 are required to calibrate the K100-D. 



Table 5.1 Test Equipment 

Model 
Equipment Manufacturer No. 



Digital 
Voltmeter 



Dana 



4200 



Oscilloscope 

Pulse 
Generator 


Tektronix 485 
Tektronix PG502 


5.3 Calibration of Raster Scan 


D 


isplay 



5.3.1 



Front Panel Controls 



To check the front panel function 
and software control, select AC input to 
120 VAC, connect AC power input, and 
turn the K100-D ON. 



1. The "POWER ON" LED and the 
"ERROR" LED should both come 
on. 

2. The "ERROR" LED should go 
out after 12 to 13 s. 

3. Within one minute the CRT 
should show the Status mode. 

4. "POWER UP COMPLETE" should 
be in the upper left corner of 
the screen. This is the only 
time this label appears. 

5. If a fault is detected in power 
up, "ERROR IN POWER UP" 
should appear in the upper left 
corner of the screen. 

6. Check the screen in Figure 5.1 
for the proper power-up format. 

7. Check all modes for proper 
format and operation. 

8. Verify the quality of the display 
by checking for a linear display, 
a stable horizontal sync, good 
intensity (brown out), and 
characters centered in the 
display field and CRT. 

9. With "POWER UP COMPLETE," 
the diagnostic routine has 
performed the following checks. 

- All keys and switches on the 
front panel are checked for a 
"not pressed" condition. 

- All 32,768 bytes of processor 
RAM are checked by writing 
and reading data to and from 
every bit. 
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- All 24,576 bytes of processor 
ROM are checked. 
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Figure 5.1 Status Display and 
Keyboard 
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- All 1024 words of high-speed 
record memory are checked. 

10. Remove the top cover of the 
K100-D by taking out six 
screws. The display board will 
be accessible. 

NOTE: If an error has occurred, an 
error indication will be given. 
Go to the Maintenance 
section of the manual for a 
fuii explanation. 



The display was fully calibrated prior 
to shipment on an alignment fixture. 
Any adjustment will be minor unless total 
failure has occurred. Calibration of the 
display is as follows. 

Power up the K100-D. Status mode is 
shown. Verify the full display on the screen. 
Obtain the desirable display as follows (see 
Figures 5.1, 5.2 and 5.3): 

- Adjust L2 for WIDTH. 

- Adjust R14 for FOCUS. 

- Adjust R23 for BRIGHTNESS. 

- Adjust R37 for HEIGHT. 

Adjust R37 (height) so that full 
Status mode display is shown 0.250 in. 
from top and bottom of screen (see 
Figure 5.2). 

Adjust L2 (width) so that full status 
mode display is horizontally about 0.100 
in. from the edges of the bezel (see 
Figure 5.2). 

Adjust R14 and R23 to obtain a 
clear display. 



i 



0.250 in 



3 



0.100 in. 



0.100 in. 



0.250 in. 



H 



i 



Figure 5.2 Position of Status Mode 
Display 



If total alignment is required, consult 
the Biomation Division factory for 



information. 
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Figure 5.3 Data Display Assembly 
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5.4 



Power Supply Adjustments 



- CAUTION - 

First select proper AC voltage on 
slide switches on the rear panel. 



Allow the unit to warm up for 10 to 
15 minutes. After warm up, turn the 
power off and put the regulator board on 
the extender. 



- CAUTION - 

Do not remove the regulator board 
immediately. After AC power has 
been turned off, allow 15 to 20 s 
for filter caps to discharge. 



Turn power on. 



- CAUTION - 

Do not leave the regulator on the 
extender for more than 20 minutes. 



Adjust R30 for +5 V +0.01 V at J10-4. 

Adjust R2 for -5.2 V +0.01 V at 39-3. 

Check +12 V for +12 V +0.6 V at 
J10-8. 

Check +15 V for +15 V +0.75 V at 
J10-11. 

Check -2 V for -2 V +0.06 V at J9-11. 

Check for -12 V +0.6 V at J10-9. 

Turn power off and return the 
regulator board to its chassis position. 

5.5 Threshold Adjustments 

Place threshold board on the extender. 
Turn the K100 on and allow 2 to 3 minutes 
for power supplies to stabilize. See Figures 

5.4. and S.5. 
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Figure 5.4 Regulator Board 



DD DD DD 

AO BO TTL ECL 
AG BG 



D C Qi 4 8 6 9 7 Qi 2 5 

D DD DD DD DD D 

BE 0CK 2CQ 3F 1 

a DD DD DD DD D 



.1 L 



Figure 5.5 Threshold Board 



Monitor IC IE pin 1 with DVM. 
Perform the following tests while 
monitoring the test point. 



KEYSTROKE 



THRESHOLDi/AR A 



DpAR A 
jVAR Aj 



STEP 1 



ARAI STEP 2 
IVAR Bl STEP 3 



fe 



AR B STEP 4 



(20 times) 



ENTER 
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SPECFY 



VAR A| [-J STEP 1 



VAR A| [T[ STEP 2 



VAR Bl □ STEP 3 



VAR B| |T] STEP 4 



HU|3||5| 



[ENTER [ IAUTO ARM \ 



1. Use "VAR A," "VAR A," and "-" 
for set up. Test point should read 
+6.35 +50 mV. Adjust AO to ob- 
tain proper value. 

2. Use "VAR A," "VAR A," and "+" 
for set up. Test point should read 
-6.35 +50 mV. Adjust AG to ob- 
tain proper value. 



3. 



Use "VAR B," "VAR B," and "-" 
for set up. Test point should read 
+6.35 +50 mV. Adjust BO to ob- 
tain proper value. 

Use "VAR B," "VAR B," and "+" 
for set up. Test point should read 
-6.35 +50 mV. Adjust BG to obtain 
proper value. 



KEYSTROKE THRESHOLD TTL 



(20 times) 



ENTER 



AUTO ARM 



1. Test point should read -1.40 +50 
mV. Readjust TTL to obtain proper 
value. 



KEYSTROKE 



THRESHOLD 



ECL 



(20 times) 



ENTER 



AUTO ARM 



I. Test point should read +1.30 +50 
mV. Readjust ECL to obtain 

proper value. 

Monitor all threshold outputs: THO- 
THCQ (20 each) for all the above tests. See 
Figure 5.6. 



ffl R R R 



w 



Figure 5.6 



*NOTE:Some units have two ICs in 
each IC location, labeled A 
and B. Pins 1 and 7 are the 
outputs. 

This procedure adjusts the threshold to 
its proper values, but if failure occurs contact 
the Customer Service Department at the fac- 
tory, Phone (408) 988-6800, TWX 910-338- 
0509, for the Summation Alignment tech- 



nique. 
5.6 



Record Memory Adjustments 



Remove the "0-7" memory board (see 
Figure 5.10) and put on an extender. Turn 
the power on. Tests are performed using 
power up status mode. 

Using input B, put a 1 MHz TTL 
square wave into channels 0-7. 

1. If there is an error in power up, 



keystroke ICE 



ivi | 



be 



Keystroke 

flickering "BSY" should 
displayed in the lower left corner 
of the screen. Keystroke 



TIMINGl . The timing mode 
should be displayed with some 
kind of data on channel 0-7. 
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3. Monitor test point IC 9A pin 12 
(WE) with Channel A of scope. 
With Channel B monitor test 
point IC 9A pin 1 (ADDR). 
Synchronize scope to Channel A. 

NOTE: Superimpose the two patterns 
so as to create a common 
TTL threshold (+1.4 VDC). 

a. Adjust Dl (R13) for 10 ns 
between the last address e dge 
and falling edge of the WE 
(see Figure 5.7). 



TTL 
THRESHOLD 



°y*fF- \ f 



10 ns 



Figure 5.7 



b. Adjust Wl (R14) for 10 ns 
between the WE rising edge 
and the first address edge. 
(See Figure 5.8). 



TTL 
THRESHOLD 




Figure 5.8 



4. Repeat procedure for J82, £3, and 
M. See Figure 5.9 and Table 5.2. 



W3 


W1 W4 W2 


oo 


OO OO OO 


D3 


D1 D4 D2 



L 



Figure 5.9 Adjustments 



Table 


5.2 


Testpoint 


Adjust 


02 9D12 


W2 (R20) 


9D1 


D2 (R21) 


05 9B12 


W3 (R6) 


9B1 


D3 (R7) 


#4 9E12 


W4 (R14) 


9E1 


D4 (R15) 



Turn power off and return "0-7" 
memory to its chassis position. 
Repeat the process for "8-F" 
memory (see Figure 5.10). Use 
an input. 

Turn unit off and replace "8-F" 
memory to its chassis position. 



REAR CHASSIS 



r 

I IZ] 



^MEMORY 0-7 
MEMORY 8-F 
FRONT END BOARD 



Figure 5.10 8-F Memory Location 
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5.7 Special Precautions 

There is an adjostment on the record 
control board for a 100 MC oscillator. 
This adjostment was set at the factory 
using a special alignment technique. Do 
not change the setting unless failure 
occurs! Consult the factory for the 
alignment procedure. This adjustment is 
critical to the operation of the K100-D- 

This completes the calibration of the 
Model K100-D Logic Analyzer. 
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SECTION VI 
MAINTENANCE 



6.1 



Introduction 



This section covers the K100-D self- 
diagnostic routine within the instrument. 
The diagnostic routine checks the micro- 
processor ROMs and RAMs. Repair of other 
boards can be performed with the aid of the 
technical description or additional informa- 
tion from the factory. 

The drawings in Section VII have been 
included to aid service personnel who wish 
to troubleshoot to the component level. Ad- 
ditional assistance in a particular problem 
can be obtained by contacting the Customer 
Service Department at the factory: Phone 
(408) 988-6800, TWX 910-338-0509. 

In summary, there are two methods of 
service available: 

1. Return the entire unit to the factory 
or service center for repair. 

2. Troubleshoot the problem to the com- 
ponent level with the aid of the Tech- 
nical Description and schematics or 
with the aid of factory personnel. 

6.2 Diagnostic Routine and Indications 

The K100-D diagnostic routine per- 
forms the following checks everytime the 
power is turned on. 

1. All keys and switches on the front 
panel, except AC POWER, are checked 

I Oi a nui jjFcoSSu uumQihuiii ±% aliy 

key or switch is pressed or shorted, an 
error indication is given. 

2. All 32,768 bytes of microprocessor 
RAM are checked by writing and read- 
ing data to and from every bit. If 
any failure is detected, an error in- 
dication is given. 



All 24,576 bytes of microprocessor ROM 
are checked. A parity byte is generated 
for each ROM when the ROM is "burnt." 
The parity value is generated again by 
the diagnostic routine and compared to 
the original parity byte. If there is a 
difference, an error indication is given. 

All 1024 words of high-speed record 
memory are checked by writing and read- 
ing data to and from every bit. If any 
failure is detected, an error indication 
is given. 

If no errors are discovered by the diag- 
nostic routine, the following occurs: 

As soon as the AC POWER switch is 
turned on, the ERROR light at the top 
of the keyboard will light. The CRT will 
display a random pattern. (If the K100-D 
is "cold" when power is turned on, nothing 
will be displayed until the CRT warms 
up. This usually takes longer than it 
takes to execute the diagnostic routine. 
In this case, steps 1 through 5 will not 
be seen on the CRT.) 

The CRT will have an all bright display. 

The CRT will be erased (i.e., the screen 
will be dark). 

The CRT will display alternating black 
and white vertical lines. 

The vertical lines will shift slightly. By 
the end of this step, about 4 s wiii have 
gone by since the power was turned on. 

After about 13 s from power on, the 
ERROR light will go off and STATUS 
display will appear on the CRT. The 
message "POWER UP COMPLETE" will 
be in the upper left corner of the screen. 
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If an error has occurred, an error in- 
dication will be given. The following is a 
list of the error indications that can occur 
and the associated error description. 



ERROR INDICATION 

The ERROR light is still on at least 20 s 
after power is turned on. It is not blinking. 



The ERROR light starts to blink as soon as 
power is turned on. Pressing only the black 
"X" key for at least 1 s does not stop the 
blinking. 



The ERROR light starts to blink within 6 s 
after power is on. Pressing only the black 
"X" key for at least 1 s turns the ERROR 
light off for as long as the key is pressed. 



ERROR DESCRIPTION 

The microprocessor has failed to reset and/or 
cannot run properly. No operation of the 
K100-D is possible. 

One or more keys or switches are pressed or 
shorted. The key or switch must be released 
or the short must be cleared before any further 
operation of the K100-D is possible. 

NOTE: The operator of the K100-D may 
check to see that a particular key or 
switch makes contact by doing the 
following procedure. 

1. Turn the power off. 

2. Press the key or switch. (If a switch 
under the CRT is being checked, it 
should be held either up or down.) 

3. Without releasing the key or switch, 
turn the power on. The ERROR light 
should immediately start to blink and 
should continue to blink as long as 
the key or switch is pressed. 

4. As soon as the key or switch is 
released, the ERROR light should re- 
turn to a steady on state. The re- 
maining diagnostics will run and if 
everything else is okay, normal 
operation will begin. 

An error has been detected in either ROM or 
RAM of the microprocessor. To determine 
which part of ROM or RAM has the error, do 
the following. 

1. Press the black "1" and the black "0" 
keys down one key at a time. Hold the 
key pressed for at least 1 s. Do not 
press any other key or switch. One of 
these keys will turn the ERROR light 
off for as long as the key is pressed. 
The other key will have no effect on the 
ERROR light. If the "1" key turns the 
ERROR light off, the error is in ROM. 
If the "0" key turns the ERROR light 
off, the error is in RAM. 
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ERROR INDICATION ERROR DESCRIPTION 



Hold the key pressed for at least 1 s. 
Do not press any other key or switch. 
One of these keys will turn the ERROR 
light off for as long as the key is pressed. 
The other keys will have no effect on 
the ERROR light. Note the number or 
letter of the key that turns the ERROR 
light off. If the error is a ROM error, 
do steps 3 and 5. If the error is a RAM 
error, do steps 4 and 5. 

3. Find the ROM on the microprocessor PC 
board that has the same number or letter 
as noted in step 2. (The number or letter 
will be on the PC board immediately 
above the ROM.) That will be the ROM 
in error. 

4. The table below gives the relationship 
between the number or letter of the key 
that turns off the ERROR light and the 
code for the defective RAM. 



Key 


RAM Code 





Bl 


1 


B2 


2 


B3 


3 


B4 


4 


B5 


5 


B6 


6 


B7 


7 


B8 


8 


CI 


9 


C2 


A 


C3 


B 


C4 


C 


C5 


D 


C6 


E 


C7 


F 


C8 



NOTE: The C8 RAM is the first RAM tested. 
If it appears to be in error, it is likely 
that the problem is really somewhere 
else (e.g., a short in the address lines 
or chip select lines.) A check should 
be made for these other possible 
problems before replacing the RAM 
chip. 
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ERROR INDICATION 



ERROR DESCRIPTION 



The ERROR light starts to blink 6 to 13 s 
after power on. A display similar to Figure 
6.1 appears on the CRT. 



-'-»=" 


EET REXO" 


1 MEMC 
HIT PC 


f V 




IPS 




_•■"-" :£/?- ->-■' 


I FIDC 


BA9S 


?>- 


54 


3210 




i ■■■.!' 


0182 


1180 


01 


11 


I000B 


URIT'E'- 




? ?0 


1100 


11 


1 1 


mm 


FE^I 


- , - 


1:11 


0000 


01 




n?0 


k*IT"' 




1 1 1 i 


2000 


1 1 


1 1 


1100 


■i" E : r 


. ■■' I 


:;;! 


till 


01 


10 
10 


1001 

1011 


• ■It I j i. "■ 


■- /' 


0100 


1100 


01 




0000 


- I - ~ 




' . ».? 


1 100 


■1 1 




0000 


__ .._ 




1 1 ! 1 


2000 


01 




1 100 


; ,- ; r 




nil 


0300 


0. 


; > 


11?? 

10? 1 


" r 7 : 




•? i ?? 


1100 


1 




2000 


'..; 7 ; t '." I. -= 




•> i ,<> 


1 103 






0000 


" ~ .... '"' 






? 


i. 




1 100 


'. = 1 """"; '■ 




i*ii 


0000 


1 1 


1 1 


-' ' y i? 


RL ; -^ 


*.'\ 


ill 1 
i n • 


: i ! 1 


01 


1 ? 


10 , ; 1 


■■•■'-■. 




,. v „ . Z"'.^ 


**..". v. - 











Figure 6.1 



The RAM code gives the PC board the 
row letter (either B or C) and the column 
number (1-8.) The row letters and 
column numbers are printed on the PC 
board, not on the chip. 

5. The operator may attempt to bypass 
errors in microprocessor ROM or RAM 
by pressing the CE key for at least 1 s. 
If the CE key is pressed, the K100-D 
will skip the remaining diagnostics and 
go to the STATUS display. The message 
"ERROR IN POWER UP" will be in the 
upper left corner of the screen. 

Note that the K100-D may not function 
properly if an error is bypassed in this 
way. 

An error has been detected in high-speed 
record memory. The display on the CRT gives 
the following information. 

1. ADDRESS - The address within high- 
speed record memory (0 through 1023) 
where the error was detected. 

2. PHASE - The phase within high-speed 
record memory (1 through 4) where the 
error was detected. 

3. BIT PATTERN WRITTEN - The bit 
pattern that was written to high-speed 
record memory. Each bit corresponds to 
a particular channel (0 through 9 and A 
through F). The channel ID appears as 
a column heading on the display. 

4. BIT PATTERN READ - The bit pattern 
that was read back from high-speed re- 
cord memory. 

Any difference between what was written and 
what was read is an error. Up to nine 
addresses with one or more bit errors will be 
displayed on the CRT. Usually, when a 
particular chip is bad, all addresses will have 
the same phase number and all addresses will 
have the same channel bit wrong. Refer to 
the record memory board schematic to locate 
the bad chip. If more than one phase is wrong 
or more than one channel bit is wrong, the 
error is usually a shorted trace or other PC 
board error. Other kinds of errors can cause 
these same indications. 
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ERROR INDICATION 



ERROR DESCRIPTION 



The operator may attempt to bypass errors in 
high-speed record memory by pressing the CE 
key for at least 1 s. The K100-D will go to 
the STATUS display. The message "ERROR 
IN POWER UP" will be in the upper left corner 
of the screen. 

Note that the K100-D may not function pro- 
perly if an error is bypassed in this way. 



6.2.1 



Failure Chart 



The following setup shows how to read 
the failure chart. Refer to Figure 6.1. 

HIGH SPEED RECORD MEMORY 
ERROR BIT PATTERN 

Address/Phase * FEDC B A98 765433210 



1/2 






(Channel Designation) 
r*0100 1100 0111 0000 Written 

I (Data going into memory) 

r»0100 1100 1111 0000 Read 
L—(Data read out of memory) 

1111 0000 0111 1100 Written 

1111 0000 1111 1100 Read 

(Phase of sample clock failed) 

(Location in memory addressing) 



NOTE: Upon reading this chart, notice 
Channel Designation 7 has written 
and 1 read out of memory. This 
shows data is incorrect at Memory 
Address 1, Sample Clock phase 2. 

Phase location on PCB: 

Phase 01 Row A 

Phase 02 Row D 

Phase 03 Row B 

Phase 04 Row F 
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Channel Location on PCB: 



CHANNEL 


INPUT 


COLUMN 


B 


A 


on PCB 





8 


9 


1 


9 


10 


2 


A 


11 


4 


B 


12 


5 


D 


14 


6 


E 


15 


7 


F 


16 



Locate the channel where the failure 
to read back what was written in occurred. 
Determine the phase of failure and its loca- 
tion in memory. Verify the inputs on the 
failed memory I.C. See Table 6.1. 

NOTE: The Memory boards, when 
viewed from front of machine, 
can be identified as follows: 

Channel 0-7: Third from right 

side. 

Channel 8-F: Second from right 

side. 



Table 6.1 Identification o 
and Clock Pulse. 


f Failed Record Memory IC Package Related to Input 


Channel 


Channel 


0/8 


1/9 


2/A 


3/B 


4/C 


5/D 


6/E 


7/F 




Phase 




















1 


9A 


10A 


11A 


12A 


13A 


14A 


15A 


16 A 




3 


9B 


10B 


11B 


12B 


13B 


14B 


15B 


16B 




2 


9D 


10D 


11D 


12D 


13D 


14D 


15D 


16D 




4 

... 


9E 




10E 


HE 


12E 


13E 


14E 


15E 


16E 
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6.3 Required Test Equipment 

The following test equipment wiii be required to conduct the diagnostic procedure. 

1. Two pulse generators capable of <1 ns rise and fall times. A minimum pulse width 
of 2 ns of output adjustable from -5 to +5 V into 50 Q with single pulse capability. 

2. An oscilloscope: two channel DC to 200 MHz input bandwidth. Horizontal resolution 
to 1 ns. 

3. A frequency counter, range 1 to 100 MHz (minimum). 

6.4 Diagnostic and Troubleshooting Procedures 

DIAGNOSTIC PROCEDURE 

6.4.1 Equipment Set-Up 

Connect the K100-D to AC power cord. Turn on the K100 and allow a few minutes for 
"POWER UP COMPLETE" status mode: 

NOTE: The "POWER UP COMPLETE" status mode should appear in the upper left-hand 

corner of the display. If failure occurs, verify step 6.2, diagnostic. 

Connect Input A and Input B probe sets to K100-D inputs. 

Display should be as in Figure 6.2. 




Figure 6.2 



NOTE: The Power Up Status mode condition can be selected so that all channels start in 
TTL or ECL Threshold. The Clock can be started in INT or EXT / via the customer 
selection switches on the Record Control board. The switches are factory set so that 
all channels power up in TTL Thresholds and Internal Clock. 
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Depress Manual Enable, Arm, Enable and Trigger. Verify that lower left-hand corner of the 
display changes. RDY-*EN?-+TRIG?-*BSY-*RDY . 



Depress [TIMINGj , verify sixteen traces on screen. Data should be all logic Low levels. 



Depress [STATUS j , [ "THRESHOLD ! , JECLj , 16 times jENTRl . Manual Arm . 



Depress Q^Aj , LLMNGj . Verify tha t there a re sixteen traces on the screen. Data 
should be all logic High levels. Depress jSTATUSl , j THRESHOLD ) , 1"TTL| , 16 times 



6.4.2 Combinational Trigger 

Set an external pulse generator for 1 MHz square wave at +3 V level (0 VDC baseline) Input 
to Channel 0, K 

Depress Auto Arm, Auto Enable, | STATUSL I TRIGGER] , Auto Arm. Ve rify that lower 
left-hand corner of the display changes RDY->BSY rapidly. Depress [TIMINGl • Verify data 
on screen. Trigger point to show up on rising edge of data in the center of screen. 



De P ress 1 STATUS 1 , | ENABLE 



1 "X" | , 14 times, |jT 7 
Depress [ TRIGGER! , |j2<!!J ' 14 times > f"l" 



*>d 



ENTR 



"X" j, [eNTRJ , Auto Arm. 



Move input to channel 1. Verify display RDY-^BSY rapidly changes. 

Repeat for all channels 2-F. Change TRIGGER and ENABLE to "1" on channel under test. 
Return channel not under test to "X". Verify results. 



Perform same test starting with channel 0, but change TRIGGER BIT to "0." Verify results. 

Input external generator to channel with all ENABLES set to "X." Set channel TRIGGER 
tc i "1," all other channels to "X." Depress AUTO ENABLE and AUTO ARM. Verify RDY-» 

Set external generator to 1 MHz at ECL levels (-0.8 V to -2.0 V). 



Depress [STATUS, ' , j THRESHOLD 1 , [eCLJ , 16 times, f TRIGGER! , \T\ , 4 times fENT^ 
Input to channel 0. 1 ' 



Depress AUTO ARM, | TIMING] , verify data on display. Remove input from channel 0. 
Repeat test for all channels (1-F). 
6.4.3 Threshold Checks 



Bepress | STATUS ! [SPECIFY 1 , H , □, ,LJ , DO , , {b*M , I THRESHOLD 



[AJ 16 times lENTR 



— ~...^ y^.,^x U o^r , ox j. ,v„ ,^ o H uciit; wave at -d v level {U vuu baseline). Input 
to channel 0. Depress [TIMING 1 and verify data on screen. 



Repeat tests for channels 1-F. 



Depress 1 STATUS) JSPECFYJ | A] , |T[ , j_4j U fol fol iENTRf 



Depress | TRIGGER] [ \ (white), 4 times. 
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Set external g enerator for 1 MHz square wave at +5 V level (0 VDC baseline). Input 
to channel 0. 1 TIMINGJ , verify data on screen. 



Repeat tests for channels 1-F. Repeat tests using |_Bj in place of j_Aj and verify results. 
6.4.4 Internal Clock 



Depress I STATUS f , | THRESHOLD! I TTLl 16 times 1 ENTRj, Auto Arm. 



Set external generator to rates in Table 6.2. Verify j TIMING j diagram. Specify clock 
as in Table 6.2. Rearm (Auto Arm) is necessary after clock change. 

Data may be input to any channel. The combinational trigger for channel used may be 
"1" or "0"; set all unused channels to "X." 



Data Rate 



10 us (square wave) 



100 us (square wave) 



1 ms (square wave) 



10 ms (square wave) 



100 ms (square wave) 



1 s (square wave) 



10 s (square wave) 



Table 6.2 




Clock 


Rate 


Display Cycles 


10 


ns 


1 


20 


ns 


2 


50 


ns 


5 


100 


ns 


10 


200 


ns 


2 


500 


ns 


5 


1 


us 


10 


2 


jus 


2 


5 


JUS 


5 


10 


,us 


10 


20 


us 


2 


50 


JUS 


5 


100 


us 


10 


200 


jus 


2 


500 


JUS 


5 


1 


ms 


10 


2 


ms 


2 


5 


ms 


5 


10 


ms 


10 


20 


ms 


2 


50 


ms 


5 



Return ail settings as in Figure 6,2. 



ENABLE! , Auto Arm, TRIGGER FiLTERED 



_3j I ENTRl , Auto Arm. Set external generator to +3 V (15 ns pulse width and 100 ns (Period) 
with VDC baseline. Input to channel 0. Verify EN? Increase pulse to 20 ns. Verify that 
unit triggers. Perform values as in Table 6.3. 



F = 4 
F = 5 



Table 6.3 

PW = 30 ns (triggers unit) 
PW = 40 ns (triggers unit) 
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6.4.5 Filter Tests 

Depress Auto Enable. With F=5, reduce pulse width to less than 37 ns. TG? should appear. 

6.4.6 Delay Insertion Tests 

Return all settings as shown in Figure 6.2. Set external generator to 1 >js pulse, with single 
pulse capability. The signal should be at a +3 V level (0-VDC baseline). 



Depress AUTO ENABLE. J STATUS [ [ DELAYf [s\ |_Qj |0J IENTrI . Arm the K100-D and manually 
pulse the generator. TIMING. Display should show pulse at 200 (TRIGGER-T). 



Depress LSTATUSM DELAY] |.4 I | j LPj JENTRI-. Arm the K100-D and manually pulse the 
generator, j TIMING} . Display should show pulse at 600 (TRIGGER-T). 



Depress [STATUS 1 [ DELA Y] [ 2~|| IJOj jENTRl . Arm the K100-D and manually pulse generator. 
jTIMIN Gj, Display should show pulse at 800 (TRIGGER-T). 



Depress | STATUS[ 1 dela y 1 flj j o]j 0J | eNTR | . Arm the K100-D and manually pulse generator. 
TIMING. Display should show pulse at 900 (TRIGGER-T). 

Return all settings as shown in Figure 6.2. Pulse generator should be set for 1 ps. 



Depress | CLOCK | [20lM 1 ENTRJ . EVENTS DELAY [DELAY ! f 4 1 1 ENTR 1 AUTO ARM. 
jTIMINGl 



Pulse generator five times. Verify that the edge (positive going) is at the center of the 
screen. 



SPECIFY] | DELAY ] |j?J l£NTRJ AUTO ARM * 



Pulse the generator nine times. Verify that the edge (positive going) is at the center of the 
screen. 

NOTE: 100 MHz operation is not specified in EVENTS DELAY. 

6.4.7 Display Functions 

Power down K100, then turn on. Allow five minutes for warm up. 

Depress f TIMING j . Verify data as in Figure 6.3. 

Depress |X5J . Verify data as in Figure 6.4. 

Depress [XIOJ . Verify data as in Figure 6.5. 
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Figure 6.3 
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Figure 6.4 
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Figure 6.5 



Depress !X2u . Verify data as in Figure 6.6. 




Figure 6.6 
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Depress | SPECIFY) p 111 ] CURSOR J5J (5) [6] | ENTR[ . Verify that the vertical line at the 
left-hand edge of the display is "T." 



Depress | SPECIFY^ REFERENCE [5] [2) [4j [ENTRJ . Verify that vertical line at center 
of screen is "524." 



Observe the characters at the bottom of the display. They should read as follows: 
RDY T:500 C <500.)> R <^524> R-C = +24 (0.24 jjs). 



Depress [ SPECIF YF »1 REFERENCE g [I] [fij |ENTR[ . Verify that the vertical line moves 



left to "510." 

Observe the characters at the bottom of the display. They should read as follows: 

RDY T:500 C <500)> R <5lti> R-C = +10 (0.10 jus). 
Depress DATA BIN . Verify that the display is as in Figure 6.7 
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Figure 6.7 



Depress lOCTALJ . Verify that the display is as in Figure 6.8. 
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Figure 6.8 



Depress [HEX] . Verify that the data on display is as in Figure 6.9. 
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Figure 6.9 



Depress | A | . No change of data. 



Depress |A— »B[ . | M— >Aj • Verify data is all Logic Low levels. 

Depress [Bj . Verify that the data on display is as in Figure 6.9. 

Depress |A/B| . Verify that the data alternates between all Logic Low levels and Figure 
6.9. 

Power down K100, then power up. Allow a few minutes for warm up. (This allows A to be 
inputted with data.) 
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Depress DATAJ [ SPC LJ . Verify that the display is as in Figure 6.10. 
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Figure 6.10 



Depress SEARCH . Verify that the display is as in Figure 6.11. 
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Figure 6.11 



DepressF-RCURSQR down. Display should update (addresses change). Single step i — »( CURSOR; 
verify single increments of Address. Return cursor to Address OOOQ* by depressing; «s— | cursor. 



Depress SPECIFY! [SEQJ SPACE 8 times. |ENTR| [HEXj. Verify that the display is as in 
Figure 6.12. 
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Figure 6.12 



.Depress ISPECIFY 1 ISEol J SPACEJ 8 times. L_ZJ 1 SPACE? |_6j [SPACEJ |_5j [ SPACE! 1 SPACE j 
[3J [_2J |jj [Oj JSPACE | 2 times, j ENTR] , Auto Arm. Verify display as in Figure 6.13. 
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Figure 6.13 



Depress | TIMING J . Verify that the display is as in Figure 6.14. 
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Figure 6.14 



Depress JSPECIFYI | 5EQ | [ SPACE] enough to place (-) under 3. | ENTRJ 
in Figure 6.15. 



Verify display as 




Figure 6.15 



6.4.8 



Auto Compare Operation 



Set external generator for 10 MHz square wave at +3 V level (0 VDC baseline). Input to 
channel 0. 



Keturn setting s a s in t- ig ure 6.z. Auto Arm. I iminu \ azu| | bHLUit- Y[ \<—\ LUKbUK )_2 
[0] [Tj] [ ENTR| fSPECIFYj P*] REFERENCE |T] [ 0| [3 | [ENTRJ . Verify the data and that 



CURSOR 5 
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the vertical lines move. 



Depress |A->B| [AUTO MODEj [ A f B | j LIMITS | jENTRj Auto Arm. Verify that the lower 
left-hand corner rapidly changes RDY-»BSY. 



Depr ess Eg] REFERENCE . Verify that the display stops and that RDY is shown. Depress 
A/B}. Verify that the data alternates between old versus new. 



Depress [a]> I AUTO MODE) , Auto Arm. The display data and the vertical li 
6.4.9 Input Performance 

Return settings as in Figure 6.2. 



nes move. 



Depress ) INPUT| [" FT] HATCH] l ENfRJ JJNPUT) J8^Fj [LATCHJ | ENTrI [ TRIGGER! [l) white 
4 times jENTRl . " TTIMING | | X5| Auto Arm. Input data as in Figure 6.16. 

Verify individual channel performance. 



PERIOD = 100 ns 

PULSE WIDTH = 6 ns at VjH 



+ 1.650 V 

+1.4V(VTH) 
+0.650 V 



if 



+2.150 V 

+ 1.4 V(VTH) 

+ 1.150 V 



+ GOING 



- GOING 



Figure 6.16 



Verify no data dropouts. Allow to run a few minutes. 



Depress | STATUS I SPECIFY j | TRIGGER] \ F 1 4 times ! ENTRf i_SPECIFY J I THRESHOLD | ECLj 
16 times, j ENTR | | TIMINGT TX37 ' ' "" 
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Auto Arm. Input data as in Figure 6.17. Verify individual channel performance. 



PERIOD = 100 ns 

PULSE WIDTH - 6 ns at VjH 



■1.050 V 

■1.3V(Vth) — 
-2.050 V 



-j=-- ^-----^wr 
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-0.550 V 

-1.3 V (VjH) 
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-GOING 



Figure 6.17 



Verify no data dropouts. Allow to run a few minutes. 

6.4.10 Qualifier Tests 

Return settings as in Figu re 6.2. 

SPECIFY | 1 TRIGGER] | "X"| 16 times [ "0" 1 2 times 1 ENTRJ . 



Set external generator for 10 ns at +2 V level (pulse width at +1.4 V), V baseline, 100 ns 
period. 

Input to Ql, Auto Arm. Verify that unit runs. Move to Q2. Verify results. 

Set external generator for 10 ns at -0.8 V level (pulse width at -1.3 V), -2 V baseline, 100 
ns period. 



Depr ess [TRIGGER J | "X"| 16 times 
JECLJ 2 times [ ENTRE 



"1" 2 times ENTRl . 1 THRESHOLD] |TTL| 16 times 



Input to Ql, Auto Arm. Verify that unit runs. Move to Q2. Verify results. 
Return unit settings as in Figure 6.2. 

Set external generator #1 for 100 kHz square wave at TTL levels. Set external generator 
#2 for 50 MHz square wave at TTL levels. 



Input generator #1 to channel 0, and generator #2 to CK. Auto Arm. 



TIMING 



Verify that data runs. | SPECIFY 



CLOCK] JEXT/1 1 ENTRJ • Verify that data runs (no breakup). 



I5PECIF Y 1 1 CLOCK | |EXT\ | ENTR , no breakup. Place CQ on a +5 V level source. Depress 
CLOCK EXT /I 1"0"| 1 ENTR|. Auto Arm. Display stops. Remove +5 V. Source, unit runs. 



THIS ENDS THE DIAGNOSTIC PROCEDURE FOR THE MODEL K100-D. 
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SECTION VII 
SCHEMATICS AND ASSEMBLY DRAWINGS 



7.1 



Introduction 



This section contains the schematics and 
assembly drawings for the Model K100-D. 
Parts lists are also included for user conve- 



nience. 



7.2 



List of Drawings 



Figure 

7.1 Top Assembly, 0112-0003 

7.2 Front Panel PWB Assembly, 
0112-0115 

7.3 Front Panel Schematic, 
0112-0116 

7.4 Front End PWB Assembly, 
0112-0010 

7.5 Front End Schematic, 
0112-0011 

7.6 Record Memory Assembly, 
0112-0150- 

7.7 Record Memory Schematic, 
0112-0151 

7.8 Record Control Assembly, 
0112-0030 

7.9 Record Control Schematic, 
0112-0031 

7.10 MPU Board Assembly, 
0112-0060 

7.11 MPU BCB Schematic, 
0112-0061 

7.12 Threshold/GPIB Interface 
Assembly, 0112-0040 

7.13 Threshold/GPIB Interface 
Schematic, 0112-0041 



106 
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Figure 

7.14 Data Display Assembly, 
0113-0005 

7.15 Data Display Schematic, 
0113-0006 

7.16 Keyboard Assembly, 
0112-0120 



Page 
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7.17 


Keyboard Schematic, 
0112-0121 
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7.18 


Mother Board Assembly, 
0112-0015 


104 


7.19 


Mother Board Schematic, 
0112-0016 



7.20 Power Supply Assembly, 
0112-0035 

7.21 Regulator Board Assembly, 
0112-0050 

7.22 Regulator Board Schematic, 
0112-0051 



7.3 



Parts Lists 



Page 
123 

124 

126 

127 

128 

129 

130 

131 

132 



The materials in the following lists are 
subject to change without Gould Inc.'s prior 
notification. For list verification, contact 
the Customer Service Department at the fac- 
tory: Phone (408) 988-6800, TWX 910-338- 
0509. 



7.3.1 



List of Parts Lists 



Top Assembly, 0112-0003 

Assembly Front Panel, 
0112-0115 

Front End PWB, 0112-0010 
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Page 

Record Memory PCB, 138 

0112-0150 

Record Control Assembly, 139 

0112-0030 

MPU PCB Assembly, 141 

0112-0060 

Assembly Threshold/GPIB Int., 143 
0112-0040 

Data Display Monitor PCB 144 

Assembly, 0113-0005 

Keyboard Assembly, 147 

0112-0120 

Mother PWB Assembly, 148 

0112-0015 

Power Supply Assembly, 149 

0112-0035 

Regulator Assembly, 150 

0112-0050 
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Figure 7.1 Top Assembly, 0112-0003 
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Figure 7.2 Front Panel PWB Assembly, 
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Figure 7.3 Front Panel Schematic, 
0112-0116 
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Figure 7.3 Continued. Front Panel 
Schematic, 0112-0116 
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Figure 7.4 Front End PWB Assembly, 
0112-0010 
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Figure 7.11 Continued. MPU PCB 
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Figure 7.12 Threshold/GPIB Interface 
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Figure 7.19 Mother Board Schematic 
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PART NAME 


REF. DESIGNATION 


VENDOR NO. 


DESCRIPTION 


TYPE 


/ 












/ 


Olll-Olll 


ffci/uT£t> uJt/C/^ BO 










2 


























3 










: d 


&&OQ - 006S 


SWiTCH 


S\, 2,3,4 


7Z»5-Jz-Vj-GSi 


(on)- om<on) 




4 ! 
























5 




I 






1 


L>IQO-CDId$ 


TRM15. 5CTXET 


@ C&l 








, 








A[*L 




TUBin^ 


iLED) 


M(pDiA 


^in. Lom<» 




b 




I 






-7 












2 


6>\oo-Oo\°> 


SOCKET 


Jl5, 025 


5A-lfc<5-lOSD 






8 












I 


&40Q-0044 


L€P 


CE.I 


V/W 5774C 


Red 




9 












2 


&000-OZ37 


CONNECTOR 


020,2.1 




50 Pi M PL\>6, 




to 












2 


6>\oo~ ooio 


SocyieT 


Jl8,i^ 




(4 AN DlP 




if 












2 


6O0O-O27I 


COHH ECTOR 


J2Z.23 




2o P/n/S 




i2 


























11 












2 


tfOO-OOII 


T0?M*JS7O<f 


6?',Z 


2WS^>o6? 






/4 












1 


i80O-0l0l 




03 


74US04 






/S 












l 


I800-0240 




, 


U€> 


74L$f44 






it> 












1 


J800-O/93 






U4 


74L^/3a 






/7 












2 


1320-002^ 




> 


L)Z,G> 


l45/y?4<y,2 






/8 












l 


/87O-0093 


<i//ecu>r 


01 


47z4 






t°>. 












I 


llOQ-OOZ(* 




07 


Nesti 






*Q 










| 














2/ 










1 2 


3000 -tool 


tf=srSTo/? 


£1,4 




/OX,j&IO,S}6 




2Z 










2 


3000-3300 


1 




&,-z 




3504.,&iJ l S t /° 




2l> 












4 


3100-2001 






t?%o>n& 




2K, '/ 8 W>/% 




24 


| 
























2* 




| 




















Z£ 








/ 


3ooo -too 1 


t?ES.U 


hTO/Z 


P3 


1 


\K^4^°/o 




21 


1 !-■ 


t I ! 


2 


37oO -O0/5 


feSiSTV?, PA< 


t?P/ t Z 


7d4-/-P/oK 


a Pia) SfP t /o/i 




2% 




| 




| 
















2°i 












5 


4000-ooos 


<ZAP4ClT0/Z 


c> .3,7,8? 




.0\HFD,&o*J 




30 \ 










3 


43oo-&o*S 


CAP/?c/r&e 


C2,S,G> 




47 MFD, 6<f,iO)6 




3/1 






















32 
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Front End PWB 0112-0010 



ITEM 


QUANTITY PER ASSEMBLY 


PART NUMBER 


PART NAME 


REF DESIGNATION 


VENDOR NO 


DESCRIPTION 


TYPE 


-60 


-50 


^10 


-30 


-20 


-10 


1 










- 


1 


OUZ-00\2--\O 


pwe> 










2 










2 


£ 


L>000-Q21\ 


UEM^C-R^O/P/V 


J22,J23 


3IV1 


20P.Ni !;:^ 




3 










1 


1 


OH 2- 0207- 20 


CAB^ A*SSV 


P3I 








4 










I 


1 


IS0O-0IO5 


i.e. 


(oK 


14-L<SOO 






5 










5 


3 


1850- 0043 


\.c. 


\j\- 5A,8fvwk, 


\02-lU 






L> 








; i(o 


t(o 


(850 - 0025 


i.C. 


ic-4c,&c-nc 


IOIOCo 






1 










9 


3 


1850- 0O5) 


i.e. 


>E- 5E, BE. -HE 


to^o 






8 










IO 


/O 


1850-0019 


i.e. 




IOZ5 \ 






3 










27 


21 


1850- 0030 


i.e. 


U-SJ,BJ-IIJ,IK-5K, 
8K-llfc,l^-bW\,&W\-«W\, 


>0\2.\ 






10 










4 


4 


^850- 0044 


ue. 


1H.1E; TJ,7C 


ion\ 






M 










14 


14 


182.0-0053 


i.e. 


IL- ill., SB,1B,U, 


41Z<V 






12. 










3 


9 


1650-0045 


\.o 


IN-4W, 8N-HN 


\0W1 






13 










2 


2 


/850-002B 


\.c. 


SNA,")* 


/oo/o 






><r 










1 


1 


0//2 -0^07-10 


CA.E>V.t 


P30 






\5 










(4 


\4 


^400- 0013 


TR(\WS\STOPv 


a\ -q\a 


2U350(o 






IU 










1 


/ 


yzoo-oozs 


>4>ose TA'L 






/"&H4U RaJO 




n 










31 ■ 3l 


4000- OOd?5 


Cf\P. ? 


n c\R C2 °" c " 
aG8 'C3*-C36 




.Ol jA /Sov 




18 










3 


3 


4 BOO- 0025 


CM 3 ., 


CZ9-C5! 




A-ImS /cv, 10% 




19 










/ 


/ 


3000 -510k 


R^5 


K34. 




5UJW-W,5 , >''<» 




zo 










7 


7 


3000-820(0 


1 1 


Rl9-2^ ; ^-S-7 




SZ-n.,l/4-W,5«/o 




21 










i ; i 


3000- \300 


it 


R4T 




\30-u,l/4\W,S%> 




zz 










28 28 


3000 - 3300 


11 


R\-W6.R35,«6,& 


^7 


330^1/4^,5^ 




23 








9 


3 


3000 - 4100 


11 


R21-R3B,R3.9,WS 




4-lO^v, l/4Nfs/ # SVo 




24 










2 


2 


B000-I002. 


11 


R42.44 




10 K, \/AW,S% 




25 










1 


1 


3100-0021 


RES, PACK 


5C 




8 P\M , 5VP, 4 -,o^. 




lie 










1 


1 


3100 - 0026 


•' 11 


IF 




8P\tvi,5\P 




27 










18 


18 


3100-0031 


" 


\D-HX8D-ttO.\V-W. 
8P-K*, 


Beckham 


8PIM, 51P330l 




28 










1 


\ 


3100- 0023 


n " 


IN 


31UE.22I33I 


\toP»U 




23 










fe 


(o 


3100 - 0038> 


.. .. 


RP1 - RP<* 


SecoahvJ 
l<cA-\- e.5o 


8PlW ( 5\P,5i-o_ 




50 










18 


)Q 


5000- 1001 




R2(p,R49/5o-65 




1IC, j/ArNM, 5% 




31 










1 


l 


&O0O-O242 


Hoosinc,, 3 rt^McC 




ArrtP 
307359-1 


jQteejarfuJk 




32. 










3 


2 


P&00-00S7-II 


£a4X A *,6V 


IWT CLK. 
■SAMPLE CUC 




II" PIN 




33 










1 


l 


OH2-02?8-01 


eJECTOR-sT^Bfc 


Al 








34 










1 


I 


1000- o\&o 


EJECTOR 










3S 










A/R 


A/R 




WIRE 

iKiSO(_ATei> 






24 ttWG, 






36 










A/e 


^A 





TWI5T PA|£ WIRE 






24-AW6 &LK/VJHT 
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Cont. Front End PWB 0112-0010 



ITEM 


QUANTITY PER ASSEMBLY 


PART NUMBER 


PART NAME 


REF DESIGNATION 


VENDOR NO. 


DESCRIPTION 


TYPE 


60 


-50 


-40 


-30 


-20 I -10 


37 










J- 


0V\2.— 001"*-* O 


ptoTi 










58 



























3<? 




| 
















4o 




1 




2. , 2 


3000 -? ££2 


SES 


Rl£,ll 




3&0JI, 1/4^,5% 




41 










2 
I 


2 

2 . 

1 

1 


3COO-2400 
3<%>0- IOOO 


£E^> 


272,73 




240^,1/4^5% 




42 










£&S 


R.74, 75,77.78 




7 e 5-n.,l/4W,«5% 




43 






EES 


R76 




ia?A,i/4W / 5% 




44 






5000-2001 


R£S 


R25 




2K, "/4W.S70 
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Record Memory PCB 0112-0150 



1 


QUANTITY PER ASSEMBLY 






REF. designation 


VENDOR NO. 








-60 j -56 


_.-_-4P__ 
\ 


-30 


-20 


-T- 


0//2- o/52 yiecaao 
3000- 1506 \/3EStS 






TYPE 






70/p 






/3 C. -<Se>9/p-o 




| 


* — 1 


/R3e, S3 




7Sx,5'/° } //<?«) 




*\ i ! i 1 7' 


/&0O-0243 




/Sd 


74 SOS 


r-z 




! 





j I , / \/Soo-a/^3 




/9C 


74 LS /3Q 


7-.T 




j5 j 


, i i ; 3 

J----?— -r---t -- 

! ! i / 


/goo- o2o8\ \ 


/St), /<f S, /&o, 'se, 

tor 


7^St<S/ 


.-..._ CtJ. /^ 00-0 to 


*x 


^ ! 


/3oo-cc&8_ 
/Soo-O/27 


c/z^zulL. _ 

a/Gees/ r 


7! 

— \ — 






L I \* 


cp/ thru q>4 


SPA °)/ 






| 


"t 
... — ). — 


3? 


9/9- /6flj 90760 
38- /&3,9€-/6>e 


< S'es't/7 


^'^nertcs 




I0\ 






i 


/B5o-oo3l 
f/85o-0O23 




1 


7C 


JtP/O/ 














8 


I .__ 






[loo/O \ 


£iry£R pakt my 


BE 


n\ \ 






/S5o-oo55 


1- 







\/oo/6 j 


!/$€£> fifJ TttfS rf-S. 


sy. 


i2 








/&5&-oo/<?- 




/ate 5 






13 








i 


j5 


/85o - oo/9 
/gSo -00^8 






4c>9C.ttc.rfc. 
/6c ; 


ZO<?3 1 






14 












e 






toe. tsc 


tO/9<5 






/5 







— 





3 
— 2 -~ 


/SSO-OO-VS 


) 


/c,2c.3£ 


/02/S 






/6i 




/&6O-0074 


'"IffclZF ! >3C, 18 F 


/0/25 


(moto&m o^iy) 




/7 










/ 


6000-02^-1 


(pa*/*/, moos'/a/^ 




207 3 60- \ 


3 PoS/T/OfiJ 




/<s 












2 


9O00-«KJ-li 


CO/9X Cfi8L£ 


C,£ 




U " Lcf/q P/At 


— 


/9 












£ 


Sooo- IZoo 


/tests tor 


/^es^.si^z 




ZZom t 5%/Aco 


<?o 












<^ 


3000- 30O& 


l 








Som. _ 5io ) l /4u> 




21 










«4 


3000-\<oCxD 






#22,24,25,21 




KoOji 5°/o, 'fauj 




2e 




I 


! 7 


3ooo- 33oo 








-3BOM , 5yi//tui 




23 




i 


...J_L^ 


3000-5706' 
3cx>o- /200 


! 

/zest 
/Koc&e 


sro/r> 


31.38,41 ^ 
*2 ,5/3 J ,40.4^4$ 
41 




5/ji, 5°/°, '/+** 


— 


e* 










/2oa, 5%//4to 


25 






I | 


/ 
5 


77?t<L 








26 








! 


3700-0026 


/R€S. //>&CK 




t20A (3 pi™ ) 




21 












// 


31CO-G03& 


/Res. //=*tct<: 


^56,^50,56 j 
IDol, I0b } 20,2e,2e j 


<?/? 


5 /SI (<3 PIN ) 




23 


1 








5 


3 700-003 / 


/?f5.//°/?CA- 


&pi, nc, i£c , 




^30-r> (& PiN) 




^9 


• 








fi/R 




7T>(s/3reo// o » c )/# 
















3o 












<3 


3300-004S 


/=>or 




8ZP- 


ZK , lTuen 




31 












! 


6/00-OOZS 


SocXfTT 


jn 


Bumdy 


t6/>/At j>jp 




32 












4- 


4-100- OOOG 


CAPACITY 


<y4jz/6,zi 


DWtO 


20 p^, 5% 




33 












3 


*t/oo -oo/^ 


f/l/o/ic/TO*? 


Ct5,^,l9 t Z0j50 


T>M10 


S&Pfj 5%, 




34 












23 


^000~aoS5 


crt&Ac/rot? 


C34,5,6,6,<i, 11,12,0^6, 
&,&, 30,31,33^6,3 7.40,41, 


44 ,45 ,49 


-Im-P 




35 












IS 


^3cxd-oo25 


Ct=)t=t9Ct ro& 


34,35 J 3S l 39 j <t^43,44,+7,1£ 




<Hm-P } 6 \y 




36 












l 


r 7aoo-o/2 > o 


sEiS&cro*? 




?/?<!/>■&?*?*? 






37 








1 1 ' 


0irt-O2?S-O2 












38 








l 


3000-4700 


ResiSToe 


&<Z5 




4-70-0- ±5"7oy4W 






1 i 
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Record Control Assembly 0112-0030 





ITEM 


QUANTITY PER ASSEMBLY 


PART NUMBER 


PART NAME 


REF. DESIGNATION 


VENDOR NO. 


DESCRIPTION 


TYPE 




-60 


-50 


-40 


-30 


-20 


-10 
















— 


I 


OU-Z-QQ2H-IQ 


P W £■ 












I 










' 


1 


7000-OIZO 


ETE.CTOR5 












i 








2 ' 2 


iS<— o ~o ■ < 2 ' 


I. c 


to2 ( he 




7 4.L1C4 






s- 








i \ 


iboT-oi^^ 


1 


£C 




~i.4-u, < L\,i3& 






5 




1 1 1 


La ! lb 


|gOC-<S2~l 


1 


£<C, =>CY 5^ loC 
~?C,'8C 




-,2lL<2"]S 






v£- 


; : 1 


1 


l&OO- Cd4C 


i.e. 


^E 




74L*S>244- 






1 


j 


1 


1 


0II2-022S-03 


EJECTOR 
STAMPED 


A3 










? 




I 1 

: 2 


z 


ISZO- OCt'-i 


x.c. 


12.<2.>3C 




MCi45l?>3 






' 1 




/ 


- 


QUZ'Cn%Z-2D 


Pvsi£:. 












'•c 




2 


2. 


IS5C- cccZ. 


i.e. 


:ZDJ8B 




KAC '.CAGZ 






il 


1- 




; a 




lg.50-C.CC5 


i 


k 


4A,9A,i2E l l4E 




NAC ICIOS 






2 






2 


2 


IB^SC- OCi4 






^D,iCD 




WC iOi2'3 






s 






la 


6 


i&5C-G'..fl 






•BB.9B, lOBJEB, 
I3D, 13=. 




K/IC ICZL'il 






,4 


! 






1 


1 


1650-0021 


i 


5E. 




KACIOI24- 






'~ 1 s 






1 


i 


!S50 - 0025 


i 
i 


9C 




MClOIOCo 






\ 1 






1 


1 


!g>5O-0030 


r 


5B 




MCIOI2.1 






i_7 ! ! 






4 


4 


I2SC- OC-5 


i.e. 


4C J lSEJC E,nB 




KAC iCZiO 




© 


ife! 








/ 


i 


0112-0227-01 


LABEL 


Al 










i°l 










J 


I 


1850-0045 


I.C 


<bB 




mc ioin 






2c 










3 


5 


185 0-0041 


X.O 


ISC.KoC^lftC 




\ac icise* 






21 










/ ; 1 


|<&50-0042 


J.C 


I7C 


K/\C \0\(cA 






22 










S 


6 


I650-OO5S 


x.c. 


2A,2£3A,S8. 
7A,SA,IID,IIC 




MClOOI<b 






25 










/ 


1 


01 IE- 02 2T02 


LABEL. 


AZ-I 










24 








1 


: 


kkOO-0037 


SWITCH 


7E 


AMP 


KoPIKi blPSYJI. 






2^ 






1 


i 


0112-0221-03 


LABE.L. 


A2-2 










■7! 


! i 

1 


2> 


D 


3700-0002 


RESISTOR- PhK 


IC.5A.nB j 


IOK.ICoPIM DIP 






21 






1 


1 


3HCC- 0004- 




1 


4E. 




470^ PIN^DIP 






2S 


. 




1 


5 


3T7CC-00I5 






RPI.3,5 




!0K,6 PllOSlP 






21 ! 




2 


2 


="7CO-0OZ7 ; 




4B,IIB 




B^OnJfePIWOlP 






■•"O ' 




I 


1 


V70C- 002 c ) I 




3E_ 




2 ^30,l(oPIMDlP 






t-i : ! | 


1 


2 


^ncc- 003 \ ^ 


f 


RP2,8 




330^,^ plKi ^ lp 






• i i 1 ! | 

32 : | i | 1 


3700-0042, RES I6T0E PA< 


RP4 




270ji ; SPIN 9IP 






'23 j ! i 


i 


23O0-002S 


POT 


248 




100 JL 






24; 1 ! : 


/ [-, 


IOOO CC'-L 


^\ODE 


«^r\ 




1 U4I5Z 








i i i 


^C:- oo38 


TirA'4-s^srrQte 


Qi5 


{■ViPrfry 


BPR-91 




2 -i 1 t 1 


l(o j ic^ | ;4-CC-CCi c - 


-r-,p/ , <r , <.-r^,r'l G^Z.,2.,4. "5,^,-1,6, 


MOTOROLA j 2U 'i-' lOU 





-139- 



Cont. Record Control Assembly 0112-0030 





ITEM 


QUANTITY PER ASSEMBLY 


PART NUMBER 






REF. DESIGNATION 


VENDOR NO. 






TYPE 




-60 


-50 


-40 


-30 


-20 


-10 




DESCRIPTION 




31 










I 


\ 


zico-oou 


COIL 


L_2 


DELEV/AKi 


22 ^ft 






38 










/ 


1 


Z\OC-OCl<4 


401L 


l_l 


"DELeVAki 


.1 fA 




<E 


■ao 










2 


— 


30OO - 1002. 


RESISTOR. 


R24.Z5 




I0K,&W,5% 






40 











/ 


1 


^>oco - 2 7CC 


, 


i 


Z51 




zno a 


1 






41 










/ 


1 


2CCO- IOC I 






Rll 




i< 






© 


42 










13 


13 


=occ- i^cc 






«2,4,5',6. 19.21,37. 




I3C-1. 








45 










/ 


! 


^OOO - !80O 






R ? B 




;30ju 






® 


44 










3 


3 


iCOO- zoc i 






RIO.30,47 




-< 








4C 








1 / 

1 


1 


r:.CC:> 4oco=. 






R?3 




2C.X 1 




© 


4(c 








i /3 

1 


13 


3000 - 5500 






£/4,/5 ; /6,Z.3,2<£,, 
51-36 .11,4-4) 




330 -a. 








47 










2 


z 


Sccr- 5!Ow 


< 


' 


R?.1,I3 




'SIjl f 






4* 










/2 


12. 


!oao-g^ct 


RES'STOR 


Rl^.Ce.TIS.ZO 
40,42,44, I2,q, 49 




StJL, /4W',57o 






4^ 










/ 


1 


4100-0010 


CAP 


CIO 




47?^ 




© 


50 










38 


36 


4CCO-C:<"_S 


CAP 


C\-9 J |E,B,I5-Z7 1 
293\-34,3<o-40,42-4 c 




J|~tf 






^ 










I 


1 


4600- OOOI 


CAP, VARIABLE 


C4k 




S.= -15 pf 




© 


52 










/ 


i 


4lG0-OOCfc 


CAP 


cn 




20Pf 




© 


55 










4 


4 


4^.0-CCZ d 3 


CAP 


CZ8.30. 35,41 




4-1 tJ/ys/ 






54 










I 


i 


•~iO":-OOQ4 


c-vstal 


VI 




iC'j N/iK^ 






55 






1 


2 


Z 


9000-0025-07 


COAX. CftBLE 


A,C 




7"LONG( 






5(o 










1 


i 


9000-0025-^9 


COAX CABLE 


B 




^"LONit? 






51 




1 
i 1 




















58 




I 




2 i £ 


9000 -0025- 10 


COAX CABLE 


D.E. 




i0"L0KJ<3 






59 




























(oO 










/ 


I 


9000-0025-04 


COAX. CABLE 


G 




4" LONi<q 






io\ 










2 


2 


9000-0025-06 


COAX CABLE 


R,F ! 


4>" L0M<q 




® 


(ol 




























G& 










3tf 


56" 




OolR€ 24AUAj 


5// */* * 




TWtvrec> PAiE 










(A 










/ 


l 


3oOO-%^0(b 


^es-lSTOK. 


e«5' 




39 JZ. ^o *=>% 




@ 


(cO 










5 


5 


5tooo -oo 3 b- io 


#>*x /fssy 


>^«?,S,I,SX 


10" \j£, 


60CKET 




® 


i£W 










2 


2 


9ooo-6oZ6- \°> 


roAX /tss'y 


<?/,C2 


19" LG, 


ROCHET 




© 


u,l 










3 


3 


6O0D- OZ4I 


HOUS/A/6 j PLMf, 


Ri,CI -■> P35 
S,I -•» P32. 

p-2.,<:2~»pS4. 


Jo 7 36Q-I 






® 


6)8 










/ 


1 


9000-0025-14- 


COAX CABLE 


12 










fc9 




























10 










*fe 


A /k 


120O-0OZ5 


M0U5E TAILS 












11 










/ 


1 


6000- 0IS3 


MEADE.I? I0PIM 












12. 










/ 


1 


6000-0/84 


m&adek 10 PIN 












-140- 



MPU PCB Assembly 0112-0060 





ITEM 


QUANTITY PER ASSEMBLY 


PART NUMBER 


PART NAME 


REF. DESIGNATION 


VENDOR NO. 


DESCRIPTION 


TYPE 




-66 


—50 


-40 


-30 


-20 


-10 




1 












1 


O//2-00(cZ 


PWB 












z 












2 


-JOOO- 0I1O 


EJECTORS 












3 












i 


©IDO- 004fc 


Oix. * e*i 


KDI6 




■Cr f'/M {:>'P 






4 












3 


^"JOO- 0023 


RES PK 


05,014/01 


KB "5\<<»E 


220^*^bO^ 






S 












1 


I8OO-0I79 


i.e. 


F3 




74S(^S 






<* 












2 


IB20-00&5 


i.e. 


c9 , ao 




4tbW$"ftfZCH/Ll> 


wzy ' 




7 












lb 


1800-0228 


l-C. 


Bl-8, CI- 8 




It^MM, 2 **"* 




$ 


8 


























© 


8 












1 


I800-02b0 


l-C 


F2 




74C20 






10 












1 


1800- 0201 


\.e, 


D9 


VA\CftO WTEIA 


N\C(£.80O 






II 












1 


o//2^- O0(o4 


\-C, 


Dl(© 




PROM CKT 
82S\23 CONTROLLER 






12 












/ 


1800-023^ 


\.c, 


D7 




74lCa5 






13 












1 


1800-0123 


\.e, 


El 2 




74LSI4- 




® 


14 












5 


I300- OI93 


i.e. 


D8. E^E7.E8 
RIO 7 




74LS138 






IS 












1 


1800- 0214 


i.e.. 


Bl (« 




74LSU 






\L 












/ 


180O- o»W 


\.e. 


Ell* 




74LS8(o 






17 












5 


1800-0125 


i.e. 


B\4,&5, UU.pl/Dl5 




74LSIU 




© 


IB 












/ 


I800-0IU 


i.e. 


E\3 




741 S20 






... 
19 












\3 


1800-0240 


i.e. 


DA ,Dto,Dl"2>,E5,ElO 




74LS244 






ZO 












\ 


1800- 0081 


i.e. 


El\ 




74\23 






11 












2 


IBCO- OQ(o6 


l-C. 


B!8 ; an 




74LSW2. 






zz 












3 


(80O-O234 


\-c. 


EU,E2,E3 




74SU2. 






23 












1 


\BOO- 0105 


l-C. 


Es9 




-7ALSO0 






24 












3 


180O-0Z4S 


i.C 


Dl,D3,E4 




74-SOO 






25 












2 


1800- 0*07 


\.C. 


Df)E\4 




74LS04 






2k 












1 


1800 - 0032 


\.c 


D2. 




74S04 






27 












1 


1800- OOkO 


\.C. 


ts 




74310 






28 












2, 


1 800-0200 


i.e. 


e\5,Gi7 




74B3 






23 












1 


3000- 820<o 


RES., 


Rll 




sz^.imw, s% 






30 












1 


3000 - SlOCo 


RES., 


R\3 




51^, l/4W, V/» 




® 


31 












7 


3000-4101 


RES., 


RIO ,71, 2<V 

R4,5> ( l(o 




4."lKs,|/4.W,5^ 




@© 


32 












7 


3000-4100 


RES"; 


R2,R3,U, 25,2(^30 




410^.,1/AVV, 5% 






33 












1 


BOOO- 1002 


RES., 


R7 




KMC, ltt\N, 5% 




c% 


34 












6 


3000 - (oBOO 


RES-, 


■waRW.W&^fi 


*,W3 


6>80a-J/4-W ; 5°/o 






35 












1 


3000- 1 800 


RES. t 


R9 




180^, I/4W, 5% 






3<* 












1 


3000-'»'=)Ofc 


RES-/ 


P.17 




!5jL,i/4W, 5^0 





-141- 



Cont. MPU PCB Assembly 0112-0060 





ITEM 


-&>■ 


r* 


NTITY F 
-40 


3 ER ASS 

-3<T 


>EMBLY 
-20 


-10 


PART NUMBER 


PART NAME 


REF. DESIGNATION 


VENDOR NO. 


DESCRIPTION 


TYPE 




37 












1 


3000- 7 50G 


RES 


RI3 




T5-JL I I/4W,5% 






38 












1 


"3300 ■ 004 \ 


RES , POT 


R\8 


»23U-\- 103 


lot 






39 












1 


3000- 3300 


RES 


R23 




330^|/4W,S% 






40 












1 


3OO0- 2. ZOO 


RES 


R2.Z 




220-^,1/4^,5°/! 






41 












1 


1000- 0002 


DiODE 


CR\ 


INdlSZ. 






© 


4Z 












/ 


4IOO- OOOB 


CAP. 


CS1 




200P"f, b°^,bOOV 






43 


























© 


44 












1 


Aooo-OoSo 


CAP. 


C56 




.OoZjjt 




© 


4S 












34 


4000 - 0026 


CNp. 


C.\,4-«,l3,IS-tS,2l l 23,'2S,n 




.luf 




€> 


4L> 












16 


4300-0025 


CAP. 


Ci,3,i2.t<V,l9,ZO,22.24- 


4~!/(o , \o^o 






41 












5 


4300- O02.(o 


CAP. 


C 29, 31,^/26,51 




16/20 




© 


48 












i 


3000 - 30OI 


RES. 


R21 




3K.I/4W, 5% 






43 












1 


1300 - 0028 


TRANSISTOR 


Q2- 


ZU3S04 








50 












/ 


1400- 0013 


TRANSISTOR 


Ql 


ZM3SOto 






® 


51 












1 


5)100-0011 


CRYSTKC 


VI 


N\P200 


ZO W\V\i 




© 


52 












12 


UOO- 0121 


SOCKET 


RONS - ROM 1 \ 


BuB-MDY 


Z4- P>Ni 






55 












/ 


(o\ 00- 0»23 


SOCtET 


D9 




40 PIN 




© 


54 












l 


3000- 5IOI 


REb. 


RZS 




5>.\K>,\l4W,Z>yo 






55 












/ 


o//a-o/oi-to 


T.C. , R.Q.tf 


tOM <b 




J6K ZEwoNLVm 


1 




:5£ 












/ 


-// 




£0*1 f 




\ 






57 












/ 


-/2 




&MZ 




) 






58 












/ 


-/3 




fX>Ml> 




t 






59 












/ 


-K 




£oM4- 




1 






to 












/ 


-15 




£om5 




\ 






61 












1 


-it 




gOMb 




! 

i 






& 












1 


-n 




R0M1 




1 

f 






63 












1 


-18 




ROMS 




f 

i 
1 






64 












1 


-19 




RomS 




/ 






65 












/ 


-20 




RotfA 




( 






U 












/ 


-21 




fioM& 




i 






67 












1 


300O-Z7OO 


RETS., 


R3 




210 SI } '/4W,5^ 






68 




























#> 




























70 




























7/ 




























72 














.,,J 
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Assembly Threshold/GPIB Int. 0112-0040 



ITEM 




QUAIV 


TITY PE 


R ASSf 


.MBLY 




PART NUMBER 


PART NAME 


REF. DESIGNATION 


VENDOR NO. 


DESCRIPTION 


TYPE 


i 










1 


1 


CI 2.- 0042. 


P.U). BD. 










a 










IO 


IO 


1700-0064- 


X.C. 


l&B-S^B 




LFSGS-&N 




3 










c_ 


z 


1700- 0035 


it 


9B.9C 


3403 






4 










I 


1 


[■SCO-OiCl 


m 


9b 


74L5.>'+ 






5 










1 


— 


ie>oo-ot&8 


ii 


6E 


74L^30 






lo 










1 


1 


1200-01^3 


ii 


8D 


14LSd13S 






1 










7 


7 


I&00-OZ3I 


ii 


(oAOjB.CeC.^D 


74LSZ73> 






8 










5 


1 


ISOO-0240 


ii 


kE,7A,7E 


74LSZ44- 






9 










1 


— 


!bOO-0255 


u 


9E 


74 S2<aO 






10 










1 


— 


1600 - OZkZ 


1! 


10 D 


A7C&848& 






1! 










4 


- 


1500 -02<c3 


II 


HbjIIEjIZb.lZE 


1*344 & 






\Z 










2o 


20 


1820 - 005Z 


Ii 


l-SOVD) 


4051b; 






13 










2 


Z 


I9O0 -000(o 


XC. 


8B,2>C 


NIC 140 3 Lg) 






14 










7 


~7 


£,IOO-OC^4 


SOCKE.T 

14 PIN DIP 


•X»E- , KSt ; X9B / X4C 








IS 










A 


4- 


3IOO-I0OZ 


RESISTOR 


^4'3 > 4& 1 ^7 l Sa, 




IOK,!% 




\Co 










2 


a 


3100 -ZOOl 


ii 


R50,54- 




2K,I% 




17 










1 


i 


3100-^040 


ii 


R55 




(oOAcl ,1% 




18 










Z 


^ 


3l00-3lk>i 


RESISTOR 


R5t,5Z 




3.KoK,l7o 




19 










2 


a 


3100-4531 


REVSISTOR 


R^.Si 




4.S3K,I% 




20 










19 


19 


3I0O-4532 


RESISTOR 


R2,3,5,&,I0,|I,I3 1 I<.,I9,ZI,?4 1 2<» 
ZT.W.32.34.SS i ai.40 


46.3 K,l% 




21 










2o 


?o 


3100-1003 


RESISTOR 


Rl. 4-,(..7,9, I2 ) I4-,IS,I7 ) Zo,'Z2,25 


|OOK^I=7o 




22 










21 


21 


3300-0070 


POT 


R4i ,48,59-77 


SPECTROL. 

G4^-I03 


\0K 




25 










4 


4- 


3300-0073 


POT 


R4I-44-0&&) 


<3PeCTROL 

<b4"H:IQ2_ 


IK 




24 










1 


l 


3100-4992 


ResiSToS 


RI8 




49.9K,l7o 




25 










I 


- 


3700- OOOI 


RES. PAK 


8A 


399-1- RIOK 


|0K,I4PISA 




2<* 










i 


- 


3000-2ooO> 


EesisroR 


£8D 




^OJl^iST© 




27 










40 


40 


4000-0025 


CAPACITOR 


01-15,17,16,^0; 

•22-2^,30-4^ 




•lAf 




28 










2 


z 


4300 -0025 


ii 


CUb,Z9 




47/k 




29 










2 


z 


4300-002Co 


CAPACITOR 


C21.28 




15/20 




50 










1 


— 


3ooo-5IOC* 


REFSISTOR 


£?>l 




c,m;4i>J,57o 




31 










1 


— 


k&00-0037 


SUJITCH 


9A 


AMP 

43Slk(o- t 5 


llo PIKJ ^tf 




32 










1 


— 


&I00-O/ 23 


Socket 


toJ> 


Burn dy 


4<5/wii 




33 










1 


1 


7000- 0120 


EJECTOR 










34 










I 


— 


Booo-1800 


£6£IST^S> 


R79 




leo-^'/^s^ 




35 










t 


- 


3o00-3300 


Ee9SToi? 


R7S> 




33Q£,'4.W,5 , % 




3(9 










1 


— 


I4CD-OOI9 


TRANS iS-poR. 


Ql 




-2N3^0G, 




37[_ 




1 


1 


i 


/OD-0003 


j o/ooe: 


££) 




/AJ 75/ A 




138' 


\ 1 ' i i nu9.n2i&-D4 


1 euzctor , 

1 £TAMP£-C> 


A4- 








j 




I 




i 


4- ■ ■ - 
1 






4 
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Data Display Monitor PCB Assembly 0113-0005 



ITEM 


-<Sa 


-50 


NTITY 
-40 


3 ER AS 

-3o 


5EMBLY 
-20 


-16 


PART NUMBER 


PART NAME 


REF. DESIGNATION 


VENDOR NO. 


DESCRIPTION 


TYPE 


1 












! 


owh-wdi 


R\MT2>.I>A7AW>ftftj 








z 












z 


Z0DD-41QQ> 


EE-tl^Toe 


R2I.22. 




47a , ftu,, <=>% 




3 












1 




4100 






RI3 




470-*. 








4 












1 




«3D1 






2A& 




*>.~hIL 








5 












1 




11£>?> 






es^?> 




TIDY. 








(o 












1 




200J 






Rl 




^K 








7 












1 




2101 






RG 




2.7 K 








6 












z 




3301 






R4.9 




3.3K 








9 












4 




4101 






R25 ,27,33,34- 




4.1 K 








10 












l 




5CoOI 






R43 




5-CoK. 








II 












1 




6>80| 






R2> 




(o&K 








12 












2. 




8201 






R45.4C* 




8.2.K 








13 












G> 




1002 






R2fe,2ft-32. 




IOK 








14 












1 




1202. 






R3 




IZK 








15 












2. 




4102. 






R.41,42. 




47 Ks 








l(o 












1 




2T2.02. 






R35 




82K 








n 












1 


i 


1503 


' 


1 


R5 




I50K " \ 


' 




18 












l 


3000-2203 


RESISTOR. 


R41 




Z20KM,S°!o 




19 












l 


3OOO-6g03 


RESISTOR 


R39 




£80K,>'4u) l S'fe 




20 












1 


3000-5103 


RESISTOR. 


RI9 




5I0K,, , /4UJ 1 5% 




21 










1 


Z 


3000- 1004 


RESISTOR 


RI5,l(o 




IM ,^4u3 ( 57o 




22. 
























23 












1 


3050- I0O1 


RESISTOR, 


R44- 




Ia , '/zui,5% 




24 












1 


3050-3906> 






RI8 




39-n. 








25 












1 


3050-3300 


' 




Rl 




330a. 


1 


r 




2io 












1 


3050- 1001 


RESISTOR 


Rll 




IK, ^uo,5°fe 




27 


























28 












1 


30^- 41 on 


RESISTOR 


R>2, 




0.a J kuJ 1 5% 




29 












1 


3080-1500 


RESISTOR 


R20 




750-a,2u),5 ?o 




30 


























31 












1 


^cno--??^-) 


RESISTOR 


an 




3SnlS? 10)66 




32 


























35 












I 


3300-0089 


TRIM POT 


R*4-,iO - 


DZC 101 


lOO-n-- ^LEKi 




34 












1 


330O-O084 




R40 


02C S03 


50K 




35 












3 


3300-00€>5 


TT2IM £fc>T 


R23,3<0,31 


D2C 104 


IOOK- e>CfcSD(JBV 




3(o 
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Cent. Data Display Monitor PCB Assembly 0113-0005 



ITEM 


OuANTiTY «R ASSEMBLY 


PART NUMBER 


PART NAME 


REF. DESIGNATION 


VENDOR NO. 


DESCRIPTION 


TYPE 


"-« 


—50 


-40 


-30 


-20 


-10 




31 












1 


3300-0081 


TRIM POT 


R2. 


D?d 502. 


5K &£& 




38 












1 


3300-0088 


TRIM POT 


R14 


U20IR\05B 


| M CTS CORP. 




39 


























40 












■ 
i 


4100- 00 B 


CAPACSTOR. 


CZ4 


ELME.K1CO 
DMlO 


33Pf,500v,M!Ci 


. 


41 












1 


4100-0011 


CAPACITOR 


C28 


E4.ME.MCO 


l50Pf,500v ( Mlo 


>V 


42 












Z 


4100- 0002. 


CAPACITOR 


C8.ll 


ELMENJCO 


410 W, 500v , WC 


A 


43 


























44 












5 


4000-00(99 


CAPACITOR. 


05,4,21,22,25 




. \jj&, I00V 




45 












Z 


4000-0042. 






CI ,20 


ifeOCI 54-3100 


.15/if.iOOv 




4fe 












l 


4300-003Co 






C<V 2ZU. 


MATSUO 


2.2/if , 20V 




41 












1 


4300-0031 






CI ^u 


MKTSUO 
5501- 105 MT 


1/rf , 35V 




48 












2L 


4000-0005 






CI3.I9 


NKHICONJ 


.01/4, 100 v 




49 












4 


4000 -0043 






CIO.11,12-,14 


ILL. CAP SALES 
6.Q. .OI/500V 


•Ot/rf ,500V 




50 












1 


4300-0038 






a. 


SPRAGUt 

\<ttP4"?a<mfc 


.00474. 2>0V 




51 












1 


4300-0039 


1 


' 


C3 


^PRAGUE. 


•0048/rf,80v 




52 












1 


4300-0041 


CAPACITOR. 


C9 


^PRAC^OE. 
1W54>Y»4 


.0^/4, 400V 




53 


























54 












1 


4400-0O3(o 


CAPACITOR. 


C24 


XLL-CAPSftLK 
ItoRIOap 


1000 jif, 14V 




53 












Z 


4400- 00^31 


CAPACITOR. 


a<o,i& 


25R4TO 


410/*f,25V ELtC 


r. 


54 












1 


4400-0038 


CAPACITOR 


CI5 


ILL.CAPSMES 
10ORIO 


10/tf,l00v ELEC 


r. 


51 












1 


4400-0039 


CAPACITOR 


cz$ 


ILL.CAPSNES 


10/xf.KoV ELECT 




56 


























59 












1 


4100-0006 


CAPACITOR 


CZT 


400TWEC ELECT 

MPEU-&.OMFD 


6o-f,2DoV 




(oO 


























41 


























62 












4 


1200- 003.1 


RECTIFIE.R 


CRI-4 


\M493>7 


MOTOROLA 




43 












1 


1200-0032 


H.\J.M0aiPOf©£ 


CR5 


MH^II 


^ARO tuD 




(A 












1 


1300- 0048 


TRAM5IST0R 


Ql 


ZN4921 


MOTOROLA 




05 












1 


1300- 0049 




Q2- 


BU401 


SC»S- ATLS 
SEMICONDUCTOR 


> 


44 












1 


1300-0050 


TEA.a^i'bToe 


Q3 


MP5 UIO 


MOTOROLA 




41 


























48 


























49 












1 


noo-0080 


X.C. 


UB 


CA308(o 


Oz-fi. TRANSISTOR 
KC/\ ARRAf 




70 












» 


1100-0081 


XC. 


Ul 


MC 1391 P 


MOTOROLA OSC 




11 












1 


noo-0082. 


X.C. 


U2 


TDA IZ10 


SEMICOklDUCTOW 


b 


12. 










! 















-145- 



Cont. Data Display Monitor PCB Assembly 0113-0005 



ITEM 


QUANTITY PER ASSEMBLY 


PART NUMBER 


PART NAME 


REF. DESIGNATION 


VENDOR NO. 


DESCRIPTION 


TYPE 


-66 


-SO 


-Ad 


-30 


-20 


-10 


13 












1 


onvooil 


«0>i<- AfiSr-Uotai^ 


LI 




HORtl, LIM COIL 


LH 


14 












I 


DH^-COl?. 


COIL /VS>SV-\AJtDTU 


LE 




WIDTH COIL 


LM 


15 












1 


(oOQO-b&bD 


CONNECTOR 


PI 


03-O(o-I0(el 


MOLEX. 




l(o 












5 


CoOOO-02.^ 


PIMS 


<£Pl 


FEUM.E: 
0Z-OU>- H03 


MOLEY- 




n 












1 


£>H^-<DOPb 


TBpiUiroenet-z v>sn 


T2 




FC/BAOC 


LM 


18 












I 


&U3>-obi^ 


TRANSFORMER 


Tl 






LH 


19 


























80 












I 


IOOO-O^CdS 


HEAT SINK. 


@Q>2 


OJOZS B-TT 


THERMALUyf 




81 








l 




1 


10OO- 03(o(o 


HEW SIUK 


<S L)>2 


V8-80O 


ST/WER, 




bl 












i 


"?£>£>£} -£>22l 


ins. loA&uee 


@Q-e 








8!» 












l 


<pI00-OII8 


DIP SOCKET 


cuo 


AUC*AT 

soa-Acj^D 


8PIM 




84 












1 


6100-0014 


DIP SOCKET 


CU2>) 


CKT ASSY 

CA-|45-I05D> 


14PIM 




85 












1 


6>lOO-004fc 


DIP SOCKET 


Jl 


CKT ASS'Y 
CA-IWS-I05D 


Kopirsi 




8b 












Afc 


6"2DD-0D2D 


iW-bOCATlU^ \W0its« 


<S74-k 








81 












1 


72O0-0OI1 


INSULATOR 


®Q1 * 


CHOMER1CS 
-ll-4%fl-|(*-?4 


T0220 




86 












1 


6>100-0 1 30 


CRT SOCKET 


P2, 


49- El H 


EBY SKLES 




89 












1 


&OOO-0Z33 


H.V. CONM 




AC--»> 


EftN t>£sCE*b> 
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Keyboard Assembly 0112-0120 



ITEM 


"nrr 


-ft 


vitiTY P 


Eft ASS 

-36 


eMBlV 
20 


16 


PART NUMBER 


PART NAME 


REF. DESIGNATION 


VENDOR NO. 


DESCRIPTION 


TYPE 


1 












1 


out-OI Z2. 


PWB 










z. 


























3 












1 


oil?. - OZOA 


CABLE. ^&S\ 






KEYBD.TO FPMUEL 




4 


























5 












I 


^400-00 39 


u£.D. 




MP 


Z£D 




(o 












4-7 


fc^OO-0083 


SWITCH 




DKTKMETICS 

ocu-ot 


4-02. 




7 


























8 












A/Ps 




SLt^-V^MGi 












9 
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Mother PWB Assembly 0112-0015 



ITEM 


QUANTITY PER ASSEMBLY 


PART NUMBER 


PART NAME 


REF. DESIGNATION 


VENDOR NO. 


DESCRIPTION 


TYPE 


-£0 


-50 


-40 


-30 


-20 


-nr 


1 












1 


onz-oon 


PUJ£> 










7 












n 


6ooo-oi^e 


■Pujb COMK^CTOC 


01 -314 






3 










! 1 

4- — U 


C&ZD-OKC&-BC 


^iBBDU CABLE 


J\6 


<!A-D-l(oP-02- 


\<o ?\U vZ-ikJ. 




4 








! 


2 


O°iZ0-DO$l-4C 


^f&BOU <1A£lE 


J\&,t^ 


CA-D-W-P-02- 
•&>-i-DD-©l\ 


I4PIU U-lkl, 




5 












1 


C 1ZO-0057-40 


isiBeofJ <^\&Le" 


JZ4 


Z.fc-i-'DO-Olfc. 


i^piu 2o- m 




6 












1 


o//2-co-fc 


8MC fPAOET 










1 












4- 


t£oo-<oot4 


BkJCL 








8 












O 


6000-0/81 










9 












Z 










4»-«. \ »/* LA3 






Id 












z 




#6 KjA-5.mc.l2. 












il 












2 




*& t-/lwASUtfc 












12 












•z 


OM2-C5D-Z1 


coa/a/ s&ici£er 










13 


























14 












/?/fc 


^00-0025 


/rtocss?' /-a?/<L 










15 












4 


9000-005-04, 


Co*i cftBce 


6 /y ^*v<? 




R<£> 3/6 N^ 




16 










h 


7ooo 'OOO 9 


<^MD LU£» 






SkJC 




n 










3 


&20O-<X>3I 


X/AJ6 7&a/6c/£ 


5C6/£- 




ftoft M-XcoG. ^//«£ 




is 










2- 


63oo -oo'X? 


PIAJ6 T6jJ&B£ 


jeeo 




rafi- /8 4<nS touts 




/9 
























2e> 










1 / 


6000-0235 


CoAJNEcrog. 


GPT& 


5527*4?-/ 






2/ 










i 2_ 

i ( 





ICREVJ 


3/$*Ut>N6 




■*4, seLF WPiM$ 




22 










i 





sc^e\aj j m/m> 






y-tf>„ ^ 




23 












7 


— 


U>eK**sn*Z 






*^ /*7 -fl>Grr*f 




ay 












7 





FiAT *tos»e-% 






*H 




25 












2 


6IOO- 0044 


SOCKET, DIP 


@ T18 j Tig 


AUGAT 
SKVAG-IOD 


\4r PIN 




26 












2 


6IOO-OD46 


SOCKET, DID 


@ TI3 , J24 


AUG AT 
5IG AG- 10[ 


IG PIN 




















































































































































































































































1 


„ 
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Power Supply Assembly 0112-0035 



ITEM 




-Sri 


MTITY PE 


.R ASS 


:mbly 


ib 


PART NUMBER 


PART NAME 


REF. DESIGNATION 


VENDOR NO. 


DESCRIPTION 


TYPE 


A 












L 


oilZ -oca*, 


P^ 6HBLF 










Z 












Z 


7O0O-03OZ 


CtfiMP P CAf=> 




45^6-2. 


3 "x>M- 




3 












A 


OWZ ~oo*l 


«/LV*\T£. 


T| 


-r'zA^-e'* 






4 












o 

C 


<44oa-&Gtz. 


ChTP> 


Ci.CZ 




X^QOOClM- /&/ 




5 












3 


U2.co-oo34 


RlU& -raiA6US. 




PVIO- lOfctf 


t¥> 10 Yellow 




^ 












2 


4400-ocnfo 


cAP 


c*> y c<? 


CupPLIEft 


1^000^1/25^ 




1 












2 


7<?oo-o#4£> 


£U**ip, <^&P 




/I05&-O5 


z"jm- 




8 












1 


feOCO-0047 


£oi?coM 




i>EFI 


Pus6.Ficr£$ 




9 
















^ > ^ 














DELETLD 








to 












2 


Oil'Z. -ooi9 


MCTTH6K. PW5 
RA.il. 










\\\ 
























— i 

\2 












1 


■\ZOO - 0025 


Seer i Ft EJZ. 


CRL2. 


VH- 14-S 






15 












A/R 


— 


IG A.WCS 
WlKte, 






BLK. 




14 












t 


\ZOO - 0029 


EECT\Pie'E 


CKI 


MOTOROLA 


S5AMP I0O 1 / 




15 












A/£ 









■sneoM^eb 


RG7> 




fc 












m 





/0 ftOJ<^ 




-S.TPAK'OE'.b 


6>ffA/ 




\-| 


























A5 


























19 












i 


Oiis-ao87 












20 


























^ 












2 


^TOo-cczn 


R^Vs 7DU606 


'Tf A'J-X^r 


PYI4 -lOgy, 


*IO ^F^ 




2Z 












) 


^QOO-OOZS 


-4 PiKl 


J 30 


)~ViO<4ZT-0 


PLU^ 




z3 












4- 


£/0O - COC(o 


P.'KJ 


^J^O 


bins- 1 


c^maije PV-./.S 




24 


























ZG 












i 


130C -O0/3 


To^e- fto'-Tse. 








2& 
























27 


1 






2. 


loZOO-CDZS 


FAsr "TAB 




DV/0-/88PX| ,f£7 CO 




2ir 








2. 


(#700 -<XV5" 


Slu/Ic^ DP DT 








£<? 








A/R 





unite "#13 AUJ6 








3o 








, j 


l 


O||£-Oo74 


shield 

TKANS FOKMtK 








31 


1 


'■ 












i 




32 


r i 

i 


T 




n 

L 


(^200-003^ 


w\3T T"Av£: 








33 


\ 1 

| 


1 ' 




2. 


GZCO-CO?^ 


"R1U6 ~noio6u£ 




PHS-8fcX *4 E££ 




34 


| 


! 




-4 


4=,2CO-CC>4 \ 


Fj«^ r/\g 




DMR&-UO 


,;!0 KL&b 




35 


| 


i 

i 




















i 
i 
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Regulator Assembly 0112-0050 



ITEM 


-56 


r* 


kNYiTV I 
-*6 


»ER AS. 
JSOC 


SEMBLS 
-20 


-10 


PART NUMBER 


PART NAME 


REF. DESIGNATION 


VENDOR NO. 


DESCRIPTION 


TYPE 


1 












1 


0//2-0052 


PW6 










2 












4 


UDOO-OOOZ 


DlODC 


dy?(-4 


IIU4I5Z 






3 












■I 














4- 












» 


ailZ-£)22Z>'QS 


-£TAM/=fcD 


AS 








5" 


























lo 












1 


1300 0042 


reAuscsToe 


Q2 


2M6-88S 


MPM,To-3 




7 












1 


1300-004*5 


TieAMSlSTDR 


6?A 


-5£.q"30S 


kJPW,TO-3 




8 












1 


1400-0030 


TKAWSIVTOS 


Q3 


2M5&S3 


PMP,TO-3 




9 












2 


14CO-0034 


TEAM^ISTO? 


Q1 ; *7 


SE^403 


PMP ( TO-3 




\o 












<3 


72OO-O0/& 


IK)SoiA7t>jC? 


Q/,Z3.*.7 } rt,tie.ok 


Cho*n fries 


72>-3 




11 












2 


17D0-OO1© 


i.e. 


U4,7 


1458 


DUAL OP. AMP 




ia 














v 












15 












1 


HOC- 0057 


i.e. 


IM 


LMS20<-12 


— -VZV 

E£$OLATb£ TO-3 


14 












1 


noo- oo5S 


i.e. 


02. 


781£KC *■ 
LM540<-12 


££6,OLATOJ> TO-5 


15 


























14, 












1 


noo-oob8- 


i.e. 


U3 


LM MOK-1S 


RtGGLATOE. T>3 


17 












2 


3OOO-330Q 


Resistor 


/?/3,3& 




330a ^w 5% 




18 












A- 


3>ooo- 1001 


R.E.'SISTOE 


RMMl.'H 




1iC 1/4 \AJ S°7o 




f«i 




- 








2 


3000-100b 


EE-stvT-ee 


£/7.Z3 




<0-/L f/4W 5^c 




20 












Z 


3ooo- 1003 


RE.-SI'STOC 


Efc,^. 




100 < 1/4WS^o 




21 










1* 


3000-5000 


eESt<>TOR. 


£41,4-5 




■^OOJL i/4-\MS% 




22 










' 


3/&2I-/7&/ 


/3£f>/</rOtf 


£4 




/.7&K, &w./% 




25 












1 


1IQD'I5&I 


#£5lSTOfZ 


/?32 




/.SSK/^vJ,/"^ 




24- 












Z 


=b01D- 1000 


K-ESISTOR 


/?<Sj/9 




100JL 1W 6°?o 




25 












2 


3O70-2200 


RESISTOR 


R. 18,4-0, 




2Z0A 1W 5°& 




2fc 












2 


,3010-1001 


RESISTOR 


RA-fc,^-) 




>K y \W, 5 e /o 




27 


























26 












Z 


'blQO-dOOZ 


20S VA£- 


ez, 30 




IOOA ( IT 




29 












7 


3100- zooo 


fc&SIVTOR. 


-34-.4S ; 5 




200JL 1/8 W 1*70 




30 












y 


3100- 4020 


^.E*5lSTO^ 


/?4J3 




4-OUl ifeW 1°?o 




31 












&> 


310O- b040 


R£^( STO^ 


*.y\,\\ t z.%-*>%Yf 




6o4jl 1/8W 1°?o 




32 












2 


3200-0024 


^E-SlSTOe 


fcl.SO 




2.4-ju 5-W I07o 




S3 


























34 












2 


<VTYV5/r>k 


gESl^TOR. 


/?/Z,24 




S/ii.,^^,5% 




3S 












1£> 


4OOO-O005 


CAPACITOR 


01,3,5,8. 11,1^,4 


27. 28. 32 


.01 \J 




34s 
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Cont. Regulator Assembly 0112-0050 



ITEM 


QUANTITY PER ASSEMBLY 


PART NUMBER 


PART NAME 


REF. DESIGNATION 


VENDOR NO. 


DESCRIPTION 


TYPE 


60 


-50 


-40 


-*in 


-20 


-10 


37 












2 


400C- oo^o 


CAT>AC!TO£ 


C2.30 




.002 ^.(cOO^/IKVJ 




56 












5 


A*iOC- ooz.*? 


CAPAC\TO£ 


Ckf?, 22,2^5, 33 


19kD<n<e!(90Cfc 


47 ji/bV 




39 












5 


4SOO-OOZ8 


CAPACITOR 


C10.1 2,1^19, 31 


MfcD1Cm<iO20 


10O^/2OV 




40 












z 


4500-0053 


CAPAaiTQS. 


014-^7 


^D47t*<to35 


4-7^ /%5V 




41 












1 


3000-2*2.00 


RE^STOR 


E92 




220^1/A-VN, 5% 




42 












5 


1*400- co^q 


L£..D.,feED 


CR5>,7 ; S3 


-?08Z-4fe84 






43 


























44 












1 


0//Z-OOS4 


WEATSlM< 










45 
















PAMHEAfc SCREW 


wHi*\c-kP^6 




* 4--40 






4fc 
















PAMHEAb "SCREW 


7<?-3 nfoun~n*ft 




*£-32 






41 
















FLAT WASHER 


ud"<.;^4»MB 




=*4 






48 
















VCEPWOT 


73"5 totitrapVp. 




#£, 






49 












I 


7000-0120 


CiE-CTOfc 










50 
















/=Mr KM*rt€€ 


To-3 /vwovCTi »-a 




*4 FU(TuJ4SHe£ 






5/ 
















UK^&ASU^ 


Wj" *!aV. ^0 P>^8 




*4 iur.rocrrt/E£> 






52 












/ 


9ooo~oa38 


LABtL jCAOPonJ 








53 


























Sd| 
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